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PREFACE. 
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Having  had  so  many  proofs  of  the  value  of  Illustrations  in  former 
Catalogues,  and  received  such  flattering  acknowledgments  of  their  utility, 
S.  M.,  S.  &  T.  have  increased  their  number  considerably  in  the  present 
issue,  and  spared  no  expense  to  render  the  Work  as  complete  as  possible. 
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TO 


PART  I., 

S.    MAW,    SON    &  THOMPSON'S 

QUARTERLY  PRICE-CURRENT 


SURGEONS'  INSTRUMENTS,  Etc. 


SECTION  I. 


INSTRUMENT  CABINET 
FOR   HOSPITALS,  MAWS. 
Contains  : 
Apparatus   for  Dilating  the 

Uterus,  Barnes's. 
Bandage,  Esmarch's. 
Bistouries,  Curved,  two. 
Bistouries,  Straight,  two. 
Bougies  A  Boule,  twelve. 
Bougies,  Cylindrical,  twelve. 
Bougies,  CEsophagus,  three. 
Bougies,  Whalebone,  six. 
C.\NULAS,  Tracheotomy,  three. 
Catheter,    Bladder  (with 

Syringe). 
Catheter,  Female. 
Catheter,    for  Applying 

Caustic. 
Catheter,  for  Clots. 
Catheter,  Prostate. 
Catheter,  Retention. 
Catheters,  Bi-Coudee,  six. 
Catheters,  Brodie's,  twelve. 
Catheters,  Elastic,  twelve. 
C.vtheters,  India-rubber,  six. 
Catlin. 

Clamp  AND  B'orceps,  Ovariotomy. 
Cla.mp,  Rectum,  Curling's. 
Clamp,  Rectum,  Smith's. 
Crotchet  and  I?lunt  Hook. 
Depressor,  Tongue. 
Dilator,  Urethra. 
Director,  Hernia. 
f^LEVATOR,  Necrosis. 
Elevator,  Tooth. 
Eustachian  Insufflator. 
Eustachian  Tube. 
Extractor,  Bullet. 

EYE  instruments- 
Curette  and  Cystotome. 
Director,  Canaliculus. 
Forceps,  Cilia. 
Forceps,  Entropium. 
Forceps,  Fixing. 
Forceps,  Iris,  two. 
Hook,  Douule. 
Knife,  Canaliculus,  Weber's. 
Knife,  Cataract,  Weber's. 
Knife,  Secondary. 
Knife,  Stilling's. 
Knives,  Cataract,  four. 
Knives,  Iridectomy,  two. 
Needles,  Bowman's,  two. 
Nredi.es,  Cataract,  four. 
Needles,  Hulke's,  two. 
Probes,  Bowman's. 
Retractor,  Bowman's. 
Retractor,  Critchett's. 
Retractor,  Walton's. 

Re  rRACT()RS,DESM  ARRES'S,  two. 

Scissors,  Excision. 

Scissors,  Maunoir's. 

ScLSsoRS,  Straiiismu.s. 

Scissors,  Straight. 
Forceps,  Artery,  Cross-action. 
Forceps,  Artery,  Liston's. 
Forceps,  Bone. 


Instrument  Cabinet  for 
Hospitals,  Maw's. 


Forceps,  "  Bull-dog,"  two. 
Forceps,  Bullet. 
Forceps,  Craniotomy. 
Forceps,  Cutting. 
Forceps,  Ear. 
Forceps,  Gouge. 
Forceps,  Hare-lip. 
Forceps,  "  Lion." 
Forceps,  Lithotomy,  four. 
Forceps,  Necrosis. 
Forceps,  Ouspetric. 
Forceps,  Skull. 
Forceps,  Throat. 
Forceps,  Tcjoth,  seven  pairs. 
Forceps,  Torsion. 
P'oRCKPS,  Urethra. 
(loRGETS,  Lithotomy,  two. 
Gouge,  Necrosis, 
guili.o-tine. 
Hooks,  Tumour,  two. 
Irons,  Cautery,  four. 


Knife,  Hernia. 

Knife,  Paget's. 

Knife,  Svme's. 

Knives,  Amputation,  six. 

Knives,  Lithotomy,  two. 

Lancets,  Bleeding,  six. 

Larynx  Brushes,  six. 

Ligature  Catgut. 

Ligature  Silk. 

Ligature  Thread. 

Ligature  Wire. 

Litiiotrite. 

Metrotome. 

Needle  Holder. 

Needle,  Aneurism. 

Needles,  N^evus,  two. 

Needles,  Suture,  six  dozen. 

Needles,  Tuuular,  two. 

Otoscope. 

Percusser. 

Perforator,  Simpson's. 


Pessaries,  "Watch-spring,"  six. 
Pleximeter. 

POST-MORTEM  INSTRU- 
MENTS- 

Blowpipe. 

Chisel. 

elev.a.tor. 

Forceps. 

Hammer. 

Hooks. 

Knives,  six. 

Needles. 

Scalpels,  six. 

ScLssoRS,  Bowel. 

ScLssoRS,  Dissection. 

Tripod. 
Probang,  Brlstle. 
Probanc;s,  Sponge,  two. 
Probe,  Gunshot. 
Probe,  Nelaton's. 
Probes,  six. 

PULLEV.S,  DiSLOCATIO.N. 

Saw,  Amputation. 
Saw,  Dr.  Butcher's. 
Saw,  Skull,  Hey's. 
Scalpels,  six. 
Scarifier,  Uteru.s. 
Scissors,  Fr/Enum. 
Scissors,  Grafting. 
Scissors,  Sims's. 
Scissors,  Uteru.s. 
Scoop,  Bullet. 
Scoop,  Lithotomy. 
Scoops,  Necrosis,  two. 
Snare,  Polypus. 
Sound,  Belloc's. 
Sound,  Uterus,  Barne.s's. 
Sounds,  Lithotomy,  four. 
Speculum,  Rp:ctum. 
Speculum,  Vagina. 

.SpiiYGMO<;RAPH. 

Spray,  Ether. 

Staff,  Lithotomy,  Buchanan's. 
Staff,  for  Perineal  Section, 

Syme's. 
Staffs,  Lithotomy,  four. 
Stems,  Uterus,  six. 
Stomach  Pump,  Flute  Key, 

Maw's. 

.Syringe,  Ear,  Brass,  2  oz. 
Tenaculum. 
Tent  Introducer. 
Tents,  Sponge,  twelve. 
Thermometer,  Clinical,  Magni- 
fying L'en.s. 
Thimble,  for  Percu.ssion. 
'i'ourniquet. 

Tourniquets,  Field,  two. 
Trephines,  three. 
Trocar,  Bladder,  Cock's. 
Trocar,  Hydrocele. 
TRocARi  Ovariotomy,  Welus's. 
Trocars,  A.scites,  two. 
Tube  for  Ointment,  Barnes's. 
Tube,  Lithotomy. 
Urinometer  and  Glass. 

Vui.SEI.I.UM. 


P.  2 
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SICC'I'ION  1.  avitiniicd — I'or  Con'iknts,  see  page  2. 


Operation  Case, 

for  surgeons  in  the  peninsular  and 
oriental  company's  service. 


OPERATION  Case, 

IN  ACCORDANCE  WITH  THE  REGULATIONS 
OF  THE  EMIGRATION  COMMISSIONERS, 


Contains  : 


Contains  : 

Bistouries,  Curved,  two. 
Bistoury,  Straight. 
Bougies,  Metal,  six. 
C.\THETER,  Silver,  No.  8. 
Catheters.  Ei.astic-gum,  No. 
I  to  12. 

C.\TLIN. 

Director,  Hernia. 
Elevator,  Skull. 
Forceps,  Artery,  Liston's. 
Forceps,  Bone. 
Forceps,  Bullet. 
Forceps,  Dressing. 
Knife,  Hernia. 
Knives,  Amputation,  three. 
L.\NCETS,  Bleeding,  six. 
Needle,  Aneurism. 
Needles,  Suture. 


Probe,  Gunshot. 
Saw. 

Saw,  Finger. 
Saw,  Skull,  Hey's. 
Scalpel,  Tang. 
Scalpels,  three. 
Tenaculum. 
Thermometer, 
Tourniquet. 
Tracheotomy  Tube. 
Trephines,  two. 
Trephine  Brush. 
Trocar,  Abdomen. 
Trocar,  Bladder, 

Cock's. 
Trocar,  Hydrocele, 

•Syringe. 
Wire  .■\nd  Silk. 


Catheter,  Elastic. 
Catheter,  Plated. 
Catlin. 

Elevator,  Skull. 
Forceps,  Artery. 
Forceps,  Bone. 
Forceps,  Bullet. 
Forceps,  Tooth,  three 

pairs. 
Knives,  two. 


Needles  and  Silk. 
Saw. 

Saw,  Finger. 
Saw,  Skull,  Hey's. 
.Scalpels,  three. 
Tenaculu.m. 
Tooth  Key. 
Tourniquet. 
Trephine. 
Trephine  Brush. 


Operation  Case. 


Contains  : 


Amputation  Case. 


C^ontains  : 


Catlin. 

Forceps,  Artery. 
Forceps,  Bone. 
Knives,  two. 
Needles. 


Saw. 

Saw,  Finger. 
Silk. 

Tenaculum. 
Tourniquet. 


Bistouries,  Curved,  two. 
Bistouries,  Straight,  two. 
Catlin. 

Director,  Hernia. 
Elevator,  .Skull. 
Forceps,  Artery,  two. 
Forceps,  1?one. 
Forceps,  Bullet. 
Forceps,  Dressing. 
Knives,  Amputation,  two. 
Needle,  Aneurism. 


Needles  and  Silk. 
Probe,  Gunshot. 
Raspatory. 
Saw. 

Saw,  Finger. 
Saws,  Skull,  two. 
.Scalpels,  three. 
Trephine. 
Trephine  Brush. 
Trocar,  y^BDOMEN. 
Trocar.  HYPRorri  r. 
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SICCriON  1.  ioiilinued — l-'or  Contionts,  sec  page 


ARMY  RKGLII.ATION  CAPITAL  CASE. 
Contains  : 


Army  Regulation  Capital  Case. 


HiSTOUUIKS,  CUKVF.U, 
TWO. 

Bistouries,  Sthaic.iit 

SiiAKi',  two. 
Bistouuy,  .Straight 

Probe. 
Can u las,  Trachkotomy, 

TWO. 

Catiietek,  Female, 

.Silver. 
Catheter,  Nickei.-i'lateij, 

No.  8. 

Catheters,  Elastic,  No.  i, 

3,  s,  anu  7, 
Catheters,  Silver,  No.  4 

and  6. 
Director. 

Director,  Canaliculus. 

Director,  Hernia. 

Elevator,  Skull, 

Extractor,  Bullet. 

Forceps,  Artery,  "  Bull- 
doc,"  four. 

Forceps,    Artery,  Fenes- 
trated. 

Forceps,    Artery,  Lis- 
ton's. 

Forceps,  Artery,  Syme's. 
Forceps,  Bone. 
Forceps,  Bullet. 
Forceps,  Dissection. 
Forceps,  Gouge. 
Forceps,  "Lion." 
Forceps,  Necrosis. 
Forceps,  Torsion. 
Forceps,  Wells's, 

twelve. 
Glass  Bottle  for  Oil. 
Gouge. 


Knu-e,  Hernia. 
Knife,  Tenotomy. 
Knives,  Amputation, 

FOUR. 

Needle,  Aneurism. 
Needle,  Cataract,  and 

Gouge. 
Needle,  Liston's. 
Needle,  Simpson's. 
Needles,  Suture, 

twelve. 
Needles,  Suture,  two, 

IN  Handles. 
Pins,  Hare-lip,  twelve. 
Plaster. 

Pliers,  for  Wire. 
Probanc. 
Probe,  Gunshot. 
Probes,  Bowman's. 
Raspatory. 
Saw. 

Saw,  Dr.  Butcher  s. 

Saw,  Skull,  Hey's. 

Scalpel,  Tang. 

Scalpels,  six. 

Scissors,  Straight. 

Silk  and  Wire. 

Styles,  for  the  Lachry- 
mal Duct,  two. 

Syringe,  Hydrocele. 

Tenaculum. 

Thread  and  Wax, 

TouR.viQUET,  Field. 

Tourniquet,  Petit's 
Screw. 

Trephines,  two. 

Trocar,  Abdomen. 

Trocar,  Exploring. 

Trocar,  Hydrocele. 


ARMY  REGULATION  CASE. 

Contains  : 


Army  Regulation  Case. 


Bistouries,  Curved  ; 

Sharp  and  Probe. 
Bistoury,  Hernia. 
Bistoury,  Straight. 
Canula,  Tracheotomy, 

Double,  Silver. 
Catgut  Ligatures,  three 

HANKS. 

Catheters,  Olivary,  six. 

Catheters, -Silver,  No.  3, 
5  AND  8. 

Director,  Hernia. 

Elevator,  Skull, 
Double. 

Forceps,  Artery,  Fenes- 
trated. 

Forceps,   Bone,  Fergus- 
son's. 

Forceps,  Bullet. 

Forceps,    Dieffrn  bach's, 
two. 

Forceps,  Dissection. 
Forceps,  Wells's,  six. 
Knives,  Amputation,  one 

each  6,  9  and  11  inches. 
Needle,  Aneurism. 
Needle,  Liston's. 
Needles,  Cousins's, 

twelve. 


Needles  for  Wire, 

TWELVE. 

Needles,  Half  Curved, 
si.x. 

Nippers  for  Wire. 
Probang,  Double,  for 

Extracting. 
Probe,  Gunshot,  Nela- 

ton's. 

Probe,  Gunshot,  Silver. 
Saw. 

.Saw  with  Movable 

Back. 
Scalpel,  Tang. 
Scalpels,  three. 
Silk,  one  reel. 
Tenaculum. 
Thread,  Fergusson's, 

i  oz. 

Tourniquet,  Petit's 

Screw. 
Tourniquet,  with  Hooks, 

Chain,  Esmarc  h's,  and 

Foui.is's  Solid  Cord. 
Trephine. 
Trocar,  Bladder. 
Trocar,  Hydrocele. 
Wire,  Plated,  one 

reel. 
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■  SECTION  I.  c-(»i/inued—¥ox  Conticnts,  see  page  2. 


NAVY  REGULATION  CASE, 

FOK    F  LEET    AND    StAFF  SuRGEONS. 

Contains  : 


NAVY    REGULATION  CASE, 
FOR  FLEET  AND  STAFF  SURGEONS. 


Bistoury,  Curved. 
Canulas,  Tracheotomy,  two. 
Catheters,  Elastic-gum, 

TWELVE. 

Catheters,  Silver,  one  each 

No.   2  AND  5. 

Catlins,  two. 
Elevator. 

Forceps,  Artery,  Liston's. 
Forceps,  Bone. 
Forceps,  Bullet. 
Forceps,  Dissection. 
Forceps,  Skull. 
Forceps,  Tooth,  two. 
Knives,  Amputation,  three. 
Lancet,  Gum. 
Lenticulars,  two. 
Needle,  Aneurism. 
Needles,  Curved,  six. 
Probang,  Double. 


Probe,  Gunshot. 
Saw,  Metacarpus. 
Saw,  Skull,  Hey's. 
Saws,  Amputation,  two. 
Scalpels,  six. 
Scissors,  Probe-pointed. 
Scoop  for  Extracting 

Bullets. 
Silk. 

Tenaculum. 
Tooth  Key. 
Tooth  Punch. 

Tourniquets,  Petit's  Screw, 

six. 
Trephine. 
Trephine  Brush. 
Trocar,  Bladder. 
Trocar,  Hydrocele. 
Wire. 


Navy  Regulation  Case, 

for  assistant  surgeons. 


NAVY  REGULATION  CASE, 
For  Assistant  Surgeons. 


Contains  : 


Catheters,  Elastic-gum, 
two. 

Catheters,  Silver,  one  each 

No.  3  AND  8. 
Catlin. 
Elevator. 

Forceps,  Artery,  Liston's. 
Forceps,  Bone. 
Forceps,  Bullet. 
Forceps,  Dissection. 
Forceps,  Spring. 
Forceps,  Tooth,  four. 
Knives,  Amputation,  two. 
Lancet,  Gum. 
Needle,  Aneurism. 
Needles,  six. 


Probang. 
Probe,  Gunshot. 
Saw,  Amputation. 
Saw,  Metacarpus. 
Saw,  Skull,  Hey's. 
Scalpels,  six. 
Scissors,  Probe-pointed. 
Silk. 

Tenaculum. 
Tooth  Punch. 
Tourniquets,  two. 
Trephine. 
Trephine  Brush. 
Trocar,  Bladder. 
Trocar,  Hydrocele. 


LUSTRATIONS  TO  FART  /,  QUARTERLY  PRICE-CURRENT. 
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SECTION  I.  continued— Yox  Contents,  see  page  2. 
AMPUTATION  KNIVES. 


13. 

Liston's. 


14. 


10. 

Cati.in. 


12. 


11. 

Circular. 
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Double  Edge,  for  Flap  Oper^\tion,  Liston's. 


Double  Edge,  for  Flap  Operation,  Lisfil,\nc's. 


SAWS. 


53.  48.  47. 


Shifting  Back,  Wood's.  Finger.  Collin's. 


BULLET   EXTRACTORS,   FORCEPS,  SCOOP, 
AND   GUNSHOT  PROBES. 


o 


a 
o 

Oh 


37. 

Forceps. 


44. 

Scoop. 


36. 

Extractor, 
Maw's. 


39. 

Forceps, 
Tieman's. 


38.  35. 

Forceps,  E.\tr^\ct()r. 
Movable  Blades. 


41. 
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42. 


Gunshot  Probe,  Porcelain  Head. 


40. 


.v.  A/ Air,  SON        THOMPSON,  LONDON. 


Sl'X'  l'ION    1.  iontinued—Yox  Contents,  see  page  2. 
ARTERY  FORCEPS. 


Sliding,  Fenestkateu. 


29. 

Syme's. 


34. 

Wii.cox's. 


33. 

Torsion,  Bryant's. 


Di:T,\f  iiAi!i.n  roK  Cleaning. 


30. 

Torsion. 


20. 

Improved,  Maw's. 


23. 
Liston's. 


17. 

Cross-action. 


28. 

Spring  C.xtch,  Fenestrated 


15. 

Assalini's. 


26. 

Sliding. 


31. 


Torsion,  Bryant's. 


19. 

Dieffenbach's. 


21. 

Improved  Spring- 
action,  Maw's. 


TOURNIQUETS  AND  LEVER. 
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SECTION  I.  amtimied- 


Handagks,  kouu. 
Bottle  of  Brandy. 
Rorn.K  KOR  Water. 
Corkscrew. 

Dressing  Instruments,  i-ocket 
case. 

Mu-stard  Leaves,  in  tin. 
Packet  oe  Dressings. 
Packet  of  Pins. 
Plaster,  Adhesive,  one  tin. 
Tourniquet. 


For  Contents,  see  page  2. 

RAILWAY  COMPANION— Contains  : 

Leather  Case  containing  : 
Acid.  Gall.,  \  oz.  bottle. 
Aperient  Pills,  i  oz.  hotile. 
Cough  Pills,  \  oz.  bottle. 
(Jlass  Measure. 
Laudanum,  i  oz. 
Minim  Measure. 


Opium  Pills,  ^  oz.  bottle. 
Powdered  Ipecacuanha,  i  oz. 
Quinine  Pills,  i  oz.  bottle. 
Sal  Volatile,  2  oz. 


Railway  Companion. 


67. 

Surgeon's  Haversack. 

(Weight  5  lbs.) 
Contains  : 

Bandages,  First  Dressing   3 

Bandages,  Loose  Woven,  Antiseptic  4 

Boric  Wool   2  oz. 

Horn  Cup,  Graduated. 

Lint,  Antiseptic         ••■   4  oz. 

Morphia    Injection,   in  stoppered 

bottle  and  boxwood  case         ...  i  oz. 
Plaster,  Adhesive,  12  yards,  i-inch 

WIDE   2  tins 

Plaster,  Isinglass,  i-inch  wide   ...  i  tin 
Sal  Volatile,  in  stoppered  bottle 

and  boxwood  case  2  oz. 

.Specification  Tallies  (Army  Book 

166)   I 

Sponges,  in  waterproof  bag  ...  2 
Tourniquet,  Screw,  Small...       ...  i 

Tourniquets,  Field   2 

Tourniquets,  Web,  Esmarch's     ...  2 

Wax  Candle  and  IVIatches  i  tin  bo.N 

Wire  Arm  Splints,  with  Tapes  and 

Buckles   2  pairs 

Also  Bearer's  Dressing  Case,  containing 


Clasp  Knife. 
Dressing  Forceps. 
Half  Curved 

Needles. 
Hare-lip  Pins. 
Needles,  common,  six. 
Pins. 

Probe  and  Director. 


Scissors,  Strong. 
Skein  of  Thread. 
Skein  of  Worsted. 
Spatula. 

.sulpiiuro-ciiromic 
Gut. 

Worsted  Needle. 


65. 


Field  Companion,  with  Water  Bottle, 
Drinking  Cup,  and  Strap  complete. 

(Weight  about  ii  lbs.) 
Contains  : 
No. 


No, 


Medicines. 

Chloroform   2  oz. 

Iodoform    i  ,, 

Mixture  for  Diarrhcea...  „ 

.Spirit.  Ammonite  Aromat.  iJ  „ 

Tinct.  Opii    ij 

Vaseline,  Antiseptic     ...  i  box. 
Poivders. 

No.  In  each  Powder.  doz. 

f  Antim.  Tart.,  gr,  i.   I  , 

1.  Emetic  I  p^^j_^,^^^^^,  .^;|^       \  12 

In  each,  Compressed. 
(  Hvdrarg.  Subchlor.,  gr.  ij. 

2.  ]  PuLV.  Jacobi,  gr.  iij. 
(  PuLV.  Ipecac.  Co.,  gr.  x. 

3.  Pulv.  Ipecac,  gr.  xx. 

4.  Pulv.  Cret^  Arom.  5  Oi'io, 

gr.  .XX.  ...   

5.  Pulv.  Jalap^e  Comp.,  gr.  .\x. 

PiUs. 
In  each  Pill. 
!  Acid.  Gallic,  gr.  iijss. 

6.  I  MoRPH.  Mur.,  gr.  i. 
(  Ext.  Gentian.,  gr.  i. 
(  Hydraro.  Suhchlor.,  gr.  i. 

^'  1  Pulv.  Opii,  gr.  i. 

Plumbi  Acet.,  gr.  iij. 
Pulv.  Oph,  gr.  i. 
Pulv.  Calumb.1v,  gr.  i. 
Hvdrarg.  Subchlor.,  gr.  ij. 
HEi  Co., 
CoLoc  Co.,  aa.  gr.  ij. 
QUININ.4!  Sui.PH.,  gr.  ij. 
r  Camphor.,  gr.  iij. 

Pulv.  Capsici,  gr.  4 
(  Pulv.  Opii,  gr.  ij. 

Pulv.  Opii,  gr.  i.   

Pulv.  Aloes  Rarb.,  gr.  iss. 
Pulv.  Jai.ap.'E,  gr.  ij. 
Pulv.  Colocvntm.,  gr.  i. 
13. <i  Pulv.  Cambogi.e,  gr.  1. 
.Sapo.  Dur.,  gr.  J. 
Ol.  Cakui,  111  }. 
in  a  pills  for  a  dose. 


-Aromatic 
each 


Taiiets. 

CONFECTIO.X.  .ISS. 


16 


doz. 


15.    Opiate  Confection,  3  i.  each.  24 

Surgical  Appliances,  etc. 
(Antiseptic.) 


Band.xges,    First  Dressing, 

Esmarch's,  with  Pins,  etc  . 
Bandages,  Open  Woven  ... 
Bandages,  .Suspensory 

Boric  Wool  

Calico  

Candle  and  Wax  Matches, 

in  tin  case. 
Catheters,  Elastic-gum 
Gutta-pf.rcha  Tissue 
HoR.\  Cup,  Graduated. 

I M  PROVED  R  ATAN  CaNE  SpLlNTS, 


2  ciz. 

,  yd. 


i  yd". 


(  HVDRAI 

,  Ph..  Ri 
( PiL.  Co 


WITH  Pads  ...       ,   i  pair 

Lint    4  oz. 

Measure,  Minim,  in  case. 
Plaster,  Adhesive,  i  inch     12  yds. 
Plaster,  Isinglass,  1  inch      12  yds. 
Sponges,  Surgeons',  in  water- 
proof BAG   3 

Tourniquet,  Field. 

Tourniquets,  Esmarch's  Web...  2 

Tourniquets,  Tape    6 

Zinc  Basin. 

Also  Leather  Case,  containing: 
Hare-lip  or  Acupressure  Pins. 
Ligature  Silk. 
Ligature  Thread. 
Pin.s. 

Safety  Pins. 
Scissors. 

Sewing  Needles. 

.SULPHURO-CHROMIC  CaTGUT  LIGA- 
TURES. 

Surgeons'  Needles. 
Tape. 

White  Wax. 
Also  Hypodermic  .Syringe,  in  case, 
WITH  Bottle  of  Morphia  Injec- 
tion, and  Tube  of  Morphia  Di.scs. 


lO 


.V.  J/./;;;  so.v  >i-  j7jomj'soa',  loa'doa: 


No.  I. 

••  INS  I  RUMKNT  AND 
.MKDICINK  PANNIKK. 

(WkIGHT  AllOUT  50  LUS.) 

Contains  : 
iflediciiies  in  Body  0/  Pannier 

Acin.  BoKic  2  oz. 

Aciu.  Caruol.,  Crvst.  ..  4  ,, 

Acid.  Carbol.,  Liquiu.     4  ,, 

Acio.  Gallic  i  >> 

Acid.  Suli'HUKIC.  Dii        4  „ 

A.MMON.  Caku  2  ,1 

.Vnti.m.  Tart.\Kj\tum  ...   I  ,, 

Argknt.  Nit  i  ,, 

Chloral.  Hvdrat.       ..   2  „ 

Chlorodyne   2  ,, 

Chloroform.  Pur.  (in 

TWO  bottles)  9  ,, 

CUPRI   .SULI'H  1  ,, 

Ext.  Oimi  Liii  4  ,, 

Inject.  Moki'H.  Co.n-c....   1  ,, 

loDOl'ORM  2J  „ 

Il'ECAC.  PULV   2  ,, 

Jalapin   r  „ 

LiQ.   El'ISl'ASTICUS  ...     I  ,, 

LiQ.  Ferri  Perchi.or. 

Fort  6  ,, 

LiQ.  Plu.mbi  Subacet...  4  ,, 

Ml.ST.  I'KO  DlARRHlEA    ...    4  „ 

l\IoRI'H.  Acet  A  ,, 

Ol.    ^[ENTH.'E  Pll'.  ..      I  „ 

Oi..  Oliv.h   4  „ 

Ol.  Rici.vi    8  „ 

Ol.  Terebinth  4  ,, 

Pills- 
No.  In  each  Pill.  doz. 

(  HVDR.^RC.  SUBCHLOK.  ■ 

7.  J    gr.  i.  ...       ...  .9 

\  Pui.v.  Opii,  gr.  1.  ; 

i  Plumbi  Acet.,  gr.  iij.  ', 

8.  PuLV.  Ol'll,  gr.  i.  5 
(  PuLV.  C.A.LU.MB.B,  gr.  i.  ; 

/  Hydrarc.  Subchi.or.,  \ 

\  PiL.  Rhei  Co.,  I  . 

1  PiL.  COLOC.  Co.,  I  = 

'     aa.  gr.  ij.  / 
10.    QuiNiN.^i  SuLPH.,  gr.  ij.  6 

iCA.MPHOR.,  gr.  iij.  ) 

PuLV.  Opii,  gr.  ij.  \  2 

PuLV.  Cap.<;ici,  gr.  ^  j 
12.    PuLv.  Opii,  gr.  i. 
^PuLV.  Aloes  B.a.rb., 

gr.  iss. 
PuLV.  Jalap.e,  gr.  ij. 

'  PuLV.   CoLOCYNTH.,gr.  i. 

A  PuLV.  Ca.mbogi/E,  gr.  i  ^ 
I  Sapo.  Dur.,  gr.  J 
I  Ol.  Carui,  m  i 
in  2  pills  for  a  dose. 
Quinine  Sulph.  (Com- 
pressed)  16  oz 


SECTION  I.  continued— Yox  Contents,  see  page  2. 
FIKLD  PANNIERS. 


6  (ioz, 
I  ball 
15  doz. 
I  book.s 


No.  I  "Instrument  and  Medicine 
Pannier." 


Sl'IRI'l".  /Etheris  ...  4  oz. 

Spirit.  ."Vhtmon.  Aromat.  4  ,, 

Tinct.  Aconiti   I  ,, 

Ti.vcT.  Ipecac,  et  Opii  2  ,, 

Tinct.  Opii    4  ,, 
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Brandy   

Identification  Tallies 

Paraffin  Mobile  Anti- 
septic   

Pill  Tile,  Graduated 
AND  Drilled. 

Water,  Distilled 

ZiNci  Sulph  2 

No.  I  Draiver  contains: 

Camel  Hair  Pencils  ... 

Clinical  Thermometer. 

Corkscrew,  Compound. 

Envelopes,  Linen  Lined 

Hypodermic  Syringe,  with 
Bottle  of  Solution. 

Hypodermic  Syringe,  with 
two  Tubes  of  Discs. 

Ink,  Solidified 

Inkstand. 


ipt. 
I  book 

.\  lb. 


\  Pt. 


25 


I  pkt. 


Knives,  Pill  and  Palette  2 

Labels   100 

Mustard  Leaves  t  tin 

Needles,  Acupressure  ...  6 
Needles,  Hare-lip  ...  12 
Needles,  Packing  ...  2 
Note  Book,  with  Metal- 
lic Pencil. 
Pencils,  Indelible  ...  4 
Spare  Leads...  i  bo.\ 
Pens    ...       ...       ...       i  box 

Penholders   ..  2 

Safety  Pins   i  bo.t 

Scales  and  Weights      i  set 

Scissors. 

Stethoscope. 

Tea  Spoons  ..    2 

Writing  Paper     ...      J  quire 

No,  2  Draiver  coniaifis: 

g.-vllipots    3 

Glass  Measure,  Conical, 
2  oz. 

Glass  Measures,  Minim...  3 
Horn  Cup,  Graduated. 


Ii'ixAC.  Compressed, 
20  grs.  each   

Mortar  and  Pestle. 

Pack  Thread 

Potass.  Bicaru.  Com- 
pressed, 10  grs.  each. 

Stopper  Loosener. 

Test  Paper 

Test  Tubes    3 

No,  3  Drawer  contains: 

Discs  for  Hypodermic  Solu- 
tion, I  tube  each— 

CURAKA 

Kserine 

Ergotine 

Morphia 

Morphia  and  .Atropine 
Quinine 
.Strychnine 
Di.scs  FOR  Ophthalmic  Use — 
Alum 
Atropine 

Atropine  and  Morphia 
Calabar 

Copper  Sulphate 

Opium  and  Acet.  of  Lead 
Lamels  for  Internal  Use, 
I  sheet  each— 

Antim.  Tart. 

ICmetin. 

Ipecac.  Ext. 

Iron  .\.mmon.  Cit. 

James's  Powder 

Mercury  Chloride 

Morph.  Mur. 

Nux  Vo.M.  Ext. 

Opium  Ext. 

Opiu.m  and  Ipecac. 

Podophyllin 

Quinine 
Medicated  Gelatine  Discs 

AND  L.A.MELS          ...  I  tin 


Brass  Syringe,  with  Rose 
Jet  andWaterproof  Bag. 

India-rubber  Enema,  with 
Tubing,  Stopcock  and 
Ro.se  Jet  for  1rrig.\tion. 

Wax  Candles    4 

Wax  Candle  and  Match 
Box,  complete   2 

ZiNCI   ChLOR.  ...  IOZ. 

Loiver  Compartment, 
Splints,  Duncan's,  in  ti.n 

box   1  set 

(Longest  pair  is  in  No.  2  Pannier.) 
Surgeons'  Instruments,  in 
FLAX  cover        ...       1  case 
In  Lid  of  Pannier. 
Gimlet. 
.Screwdriver. 


No  2. 

"  m.\terials  or 
sundries  pannier." 

.\ll  .Appliances  .Xn  ilseptic 
(Weight  about  80  lbs.) 
Basket  A.'  contains: 
Bandages,  Calico  .. 
Bandages,  Fast  Edge 
Lent,  Antisei'Tic 
Plaster,  Adhesive,  on 

Linen  

Plaster,  Isinglass,  in 

TWO  TI.NS   

Plaster,   .'Adhesive,  i 

Tapes  

Pocket  Dressing  Case. 
Spo.nges  I.N  two  Wrappers, 
German     Cloth,  with 

Straps   

Tourniquet.s — 

Esmarch's  Elastic  Web 

,,  Tape  

Field   

Screw  

Two  Leather  Cases,  each 
containing— 
Needles,  Sewing 
Needles,  Surgeons' 


Pins  ... 
Sclssors. 
Silk  Ligature 
Thread 
Tape 
Wax 


...  6 
...  6 
paper 


J  oz. 

*.  *' 

I  piece 


'  The  b<i5kct  A  is  constructetl.  and  the 
contents  .irr.inged.  to  form  two  drcssinjj 
trays,  sothat.  if  rcc]uircrl,  half  the  articles 
above  specified  will  lit  into  each  dressinif 
tray. 


64. 

No.  2  "  Materials  or  Sundries 
Pannier." 

Ill  p.ick  tr.insport  the  Field  Comp.mion,  Fig.  65,  page  9, 
will  be  strapped  on  this  Pannier  to  equalise  the  weight  of  the 
side  load  with  No.  i  Instrument  and  Medicine  Pannier,  the 
weight  of  each  side  load  being  then  about  90  lbs 


Basket  B.  contains : 

Bandages,  Triangular, 
Esmarch's   12 

Cotton  Wool,  Anti- 
septic   I  lb. 

Etna,  Japanned,  with 
TWO  Drinking  Cups,  .\nd 
Tin  op RectifiedSpirit. 

Ext.  Meat,  in  four  tins 2  lbs. 

Gutta-percha  Urinal. 

"Kidney-shape"  Basins 
FOR   Washing  Wounds  4 

Lantern,  with  Gla.ss  and 
Candle,  Complete. 
Tin  C.  contains: 

American  I.ndia-rubber 
Plaster  i  tin 

Careolised  Catgut     6  hanks 

Creosote  in  stoppered 
bottle  and  boxwood 
case    2  oz. 

Drainage  Tube,  assor- 
ted SIZES   6  yds. 

"Lion"  Forceps  .       ..  1  p,iir 

Tenax    1  lb. 

Tin  D.  contains  : 

Bandages,  Calico      ...  6 

Bandages,  Fast  Edge...  12 

Band.'Vges,'  Flannel   ...  4 
Strapf'cd  on  the  Lid. 

Me.morandum  Hook. 

Splint,  Long  Jointed, 
Li.ston's. 

SpliVits,  Duncan's     ...  i  pair 

.Splints,  Wire,  with  Pad, 
Cases,  Straps  and 
Buckles         .  .       .  2pairs 


SECTION  II. 


INSTRUMENTS  AND  APPARATUS  FOR 
ANESTHESIA  AND  TRANSFUSION.  CUPPING, 
MINOR  OPERATIONS,  HERNIA,  NECROSIS, 
RESECTION,  TREPHINING,  CORNS,  AND 

VACCINATION. 
STRETCHERS,  OPERATION  TABLES  AND  CHAIR. 
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CONTENTS     OF     SECTION  II. 


APPAR-VTUS   FOR  AN.-ESTHESLV       ...  13 

APPAKATU.S  FOR  TRANSFUSION  ...  13 
INSTRUMENTS  FOR— 

CORNS    19 

CUPPING    14 

HERNIA    16 

LUXATION   16 

MINOR  OPERATIONS   15 


NECROSIS   14,  (6,  17,  18 


PAGE 

IN  ST  RUM  ENTS  FOR- 
RES ECTION    14,  J  7,  18 

TREPHINING    17 

VACCINATION    19 

MINOR  OPERATION  CASES      ...       ...  15 

•  OPERATION  CHAIR   20 

OPERATION  TABLES    20 

RETRACTORS   14 

STRETCHERS   20 

TENOTOMY  KNIVES    16 


ILLUSTRATIONS  TO  PART  /.,  (JUA RTER I.V  RRICE-CURREh'T 


APPARATUS  I 


SECTION  If. 
■OR    AN /F.ST  I  IKS  I A    AND  TRANSFUSION. 


172.  3. 

■ransfusion  Appau.atus,  Coi.i.in's.       ^  .Skinner's. 


Thomas's. 


Bloxham's. 


8. 

Chloroform  Inhaler, 
USED  at  Middlesex 
Hospital,  Murray's. 


Chloroform  Inhaler, 
Sxow's. 


Cih.oroform  Inhaler, 
Ormsby's. 


Chloroform  Bottles. 


16. 

Ether  Inhaler, 
Skinner's. 


Chloroform  Inhaler, 
Parker's. 


Nitrous  Oxide  Gas  and  Ether  Apparatus,  Clover's. 


Chloroform  Inhaler, 
Bird's  (Goldinc;), 
two  sizes. 


Chloroform  Inhaler 
Mu  rpmy's. 


Chloroform  Inhaler, 
Sirson's. 


15. 

Ether  Inhaler, 
Clover's. 


I'ransfusion  Apparatus, 
Aveling's. 


BicuLORHiE  OF  Methylene  Inhaler, 
Junker's. 


'4 


SECTION  II.  continued— Y ox  Contents,  see  page  12. 
INSTRUMENTS  FOR  CUPPING,  NFXROSIS,  AND  RESECTION. 


32. 


Dry-Cupping  BorruES. 


30. 

Scarificator. 


31. 

Temple 
Scarificator. 


Dry-Cupping  Pump, 
AND  Glasses. 


SET  OF  DRY-CUPPING 
INSTRUMENTS. 
Contains  : 
Two  Nests  of  Valved  Glasses,  Brass 
Pump,  .\nd  Scarificator. 


131. 

Metal  Reti?actor. 


SET  OF  CUPPING  INSTRUMENTS. 
Contains  : 
Two  Nests  of  Glasses,  .Spirit 
Lamp,  Spirit  Bottle,  and 
Scarificator. 


111. 


t/^^ioa  109.  "  110. 

Hooks,  Large  Series,  Ollier's. 


112.  113.  114. 

Hooks,  Small  Series,  Ollier's. 


MinACARPLr- 


Osteotomy  Saw,  .Xdams's. 


Amputation  Saws. 


Nose  Saw. 


138a. 


138.- Patent  Handle  (Cousins's), 
Adapted  for  Chi.sels,  Gouges,  and  Saws,  as  Illustrations.    By  a  simple  arrangement  the  blades  may  be  placed  at  any  angle. 


ILLUSTRATIONS  TO  PART  /,  QUARTERLY  PRICE-CURREA'T. 


'5 


SECTION  II.  continued— FoT  Contents,  see  page  12. 
MINOR  OPERATION  CASES  AND  INSTRUMENTS. 


47. — Contains  : 


45.— OlXTAIN? 

Bistouries,  Curved,    1  Ligature  .Silk 

TWO. 

Bistouries,  Straight, 

TWO. 

Director. 
KoRCEPS,  Artery. 
FoKCEi'S,  Dissection. 
Knife,  Hernia. 


Neeule,  Aneurism. 
Needles,  N.-evus,  two. 
Needles,  Suture. 
Scalpels,  two. 
Scissors. 
Tenaculum. 
Tenotomy  Knife. 


Bistouries,  Curved, 
two. 

Bistoury,  Straight. 
Director. 
Forceps,  Artery. 
Forceps,  Dissection. 
Knife,  Herni.\. 


Needle,  Aneurism. 
Needles  and  .Silk. 
Scalpels,  four. 
Scissors. 
Tenaculum. 
Tumour  Hook. 


Bistouries,  Curved, 
!  -I'WO. 
1]  Bistoury,  Straight. 
!l  Catlin. 
!  Director. 
I  Forceps,  Artery. 


Forceps,  Dissection. 
Ligature  Silk. 
Needles,  Suture. 
Saw. 

Scalpels,  two. 
Scissors. 


55.         56.  65. 


51.— Abscess  Knife,  Paget's. 


Bistouries,  Curved,  two. 
Bistouries,  Straight,  two. 
C.'iTHETER,  Male  and 

Female. 
Caustic  Case  and  Trocar. 
Director,  Hernia. 
Forceps,  Artery. 
Forceps,  Bone. 
Forceps,  Spring. 
Forceps,  Torsion. 
Forceps,  Urethra. 
Hypodermic  Syringe. 


Needle,  N/evus. 
Needles,  Silk,  and  Wire. 
Plug  for  Epistaxis. 
.Saw. 

Scalpels,  five. 
.Scissors,  two. 
Tenaculum. 

Tracheotomy  Hooks,  two, 
Trocar,  Ascites. 
Trocar,  Tracheotomy, 
Durh.\m's. 


49. — Contains  : 


Bistouries,  Curved,  two. 
Bistouries,  .Straight, 

TWO. 

Director. 
Forceps,  Artf.rv. 
Forceps,  Dissection. 
Knife,  Hernia. 


Ligature  Silk. 
Needle,  Aneurism 
Needles,  Suture. 
Scalpels,  four. 
Scissors. 
Tenaculum. 
Tumour  ?Iook. 


Spring  Fouceps. 


50.  -  Contains 

Bistouries,  Curved,  two. 
Bistouries,  Straight,  two 
Director,  Hernia. 
Forceps,  Bone. 

P'ORCEPS,   "  BuLL.DOG,"  two. 

Forceps,  Gouge. 
Forceps,  Polypu.s. 
Forceps,  .Sequestrum. 
Forceps,  Torsion. 
Forceps  with  Spring. 


Knife,  Hernia. 
Ligature  Silk. 
Needle,  Aneurism. 
Needle,  N.isvus. 
Needles,  Suture. 
Saw. 

Scalpels,  four. 
Scissors,  two. 
Tenaculu.m. 
Wire. 


i6 


A/A  IV,  SON  (S-"   THOMPSON,  LONDON. 


SECTION  II.  cotitimted—Yox  Contents,  see  page  12. 
INSTRUMENTS   FOR   HERNIA,   LUXATION,   NECROSIS,   AND  TENOTOMY. 


170. 


I     i     I    I  I 

165.        166.       167.       168.  169. 
Tenotomy  Knives,  Ad.mvis's. 

147. 

Maxilla  Saw,  Wood's. 


143. 

Necrosis  Saw  with  Shifting 
B.\cK,  Fergusson's. 


139. 

DouuLE  Blade  Saw  for 
Spine. 


146. 

Necrosis  Saw,  Larrey's. 


144. 

Necrosis  Saw  with  Shifting  Back, 
Fergusson's. 


137. 

Chain  .Saw. 


141. 


Head  Saw,  Fergusson's. 


142.  - 
Head  Saw,  Hey's. 


145. 

Resection  Saw,  Revolving  Blades, 
Farabeuf's. 


44a. 

Instruments  for  the  Radical  Cure 
of  Hernia,  Spanton's. 


43. 

Hernia  Knife,  Webber's. 


39. 

Hernia  Knife,  Curved. 


42. 

Hernia  Knife,  Str.mght. 


122. 


123. 


116. 


117. 


Resection  Knives,  Metal  Handles. 


A 


Resection  Knives, 
Ebony  Handles. 


Hernia  Knife,  Guarded, 


140. 

Fle.xible  Saw 

for  the 
Turbinated 
Bone. 


136. 

Saw  and  Knife  for  the  Head 
OF  the  Femur,  Adams's. 


41. 

Hernia 
Knife, 
Metal 
Handle. 


118. 


119. 


Resection  Knives, 
Ebony  Handles. 


Forceps  for  Luxation. 


44. 

Hernia  Needle,  Wood's. 


38. 

Hernia  Director,  Stanley's. 


37. 

Hernia  Director,  Key's. 


ILLUSTRATIONS  TO  PART  /.,  (QUARTERLY  PRICE-CURRENT. 
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Bone  Duu.l,  Plain. 


Gouge  Forceps, 
Curved. 


SECTION  II.  continued— For  Contents,  see  page  12. 
INSTRUxMENTS  FOR  NKCROSIS,  RKSI^CTION, 
AND  TREPHINING. 


129. 

Raspatory. 


Bone  Fokceps,  Circular  Joint,  Fergusson's. 
Elevator,  Double. 


74. 

Stock 
Bone  Drill, 
Collin's. 


83. 


Bone  Forceps, 
Plain  Joints. 


02. 

Necrosis 
Forceps, 
Fergusson's. 


159. 

.Trephines,  set  of  Three 
in  One  Handle. 


96. 


Spring  Forceps. 


124. 

Lenticular. 


73. 

Archimedean 
Drill. 


m 


128a. 

Perforator 
for  Antrum. 


82. 


80. 

Bone  Forceps, 
Bow  Handles. 


Gouge 
Forceps. 


148. 


Sequestoum  Forceps,  Bone  Forceps,  "  Lion  "  Forceps,  Scissors  for 
Curved  and  Straight.      Farareuf's.       Fergusson's.      Cuiting  Bone. 


C 


i8 
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158. 


SECTION  II.  continued— Fox  Contents,  see  page  12. 
INSTRUMENTS  FOR  NECROSIS  AND  RESECTION. 


128. 


102. 


103. 


104. 


105. 


100. 


101. 


Osteotrite,     Straight      qqu^es,  Metai.  Handles, 
Marshalls.      Gouge,  Trelat's. 
Ebony  Handle. 


Curved  Gouges, 
Metal  Handles. 


69. 


70. 


71. 


Chisels,  M.\cEwen's. 


Scoops,  Volckmann's. 


Gouges, 
Right  and  Left, 
Ebony  Handles. 


157. 

Scoop,  Double. 


Rugines,  Farabeuf's. 


72. 

Straight 
Chisel, 
Metal 
Handle. 


Chisel, 
Ebony 
Handle. 


in 


106. 


< 
> 


79. 


126. 

Boxwood 
Mallet. 


77. 

DOUBLF. 

Elevator, 
Lister's. 


127.  67. 

.Steel  Straight 
Mallet.  Chisel, 

Ebony  Handle. 


130. 


78. 


Langendeck's. 


125. 

Rosewood 
Mallet. 


ILLUSTRAIIONS  TO  PART  I.,  (2UARrERLY  PRICE-CURRENT. 
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SECTION  II.  continued— For  Contknts,  see  page  12. 
VACCINE  CASES,  AND  INSTRUMENTS  FOR  VACCINATION. 


179. 

Vaccinator,  Evans's. 


182 — Vaccinator,  Rose's. 


173. 


174. 


Glass  Capillary  Tuhk,  HusuaniVs. 


Glass  Capillary  Tunr.,  Maw's. 


175. 

Double  V.\ccine  Lancet. 


176. 

Grooved  Vaccine  Lancet. 


178. 


177. 


Vaccinator,  Braitiiwaite's.  Plain  Vaccine  Lancet. 


i  ...  .  |>  

183. 

Vaccinator,  Spr.atley's. 


184. 

Vaccinator,  Weir's. 


181. 

Vaccinator,  Maw's. 


180. 

Vaccinator,  Milliard's. 


187. 


188. 


185. 

Vaccine  Case,  Cousins's. 


Vaccine  Cases, 
Maw's. 


186. 

Vaccine  Case,  Grove's. 


CHIROPODISTS'  INSTRUMENTS  AND  CASES. 


r 

1 

— 

3 

2 

> 

 I 

22.  23. 


20.- Case. 
Contains  Four  Knives  and  File. 


Corn  Knives. 


0 


18.— Case. 

Contains  Five  Knives,  File,  Nail  Nippers, 
Double  Hook,  Nail  Scissors,  and 
Spring  Forceps. 


19.-CASE. 

Contains  Four  Knives,  File,  Spring 
Forceps,  and  Scissors. 


26. 


Corn 
Knives. 


Corn 
Razor. 


21.— Case. 
Contains  Two  Knives  and  File. 
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SECTION  II.  cpntinued—Yor  Contents,  see  page  12. 
CHAIR,   TABLES,   AND  STRETCHERS. 


SECTION  III 


ASPIRATORS,  CARBOLIC  AND  ETHER  SPRAYS, 
DRESSING   INSTRUMENTS   AND  ACCESSORIES, 
HYPODERMIC  SYRINGES  AND  TROCARS. 


CONTENTS  OF 


SECTION  III. 


I'AGE 

ABSCESS  AND  BLEEDING  LANCETS  ...  25 

ANEURISM  NEEDLES   24,  25 

ARM  BATH    28 

ASPIRATORS   32 

BISTOURIES   25,  28 

CATHETERS    24 

CAUSTIC  CASES    24 

CHATELAINE   23 

DIRECTORS    24 

DRAINAGE  TUBE  GAUGE   28 

DRAINAGE  TUBE  INTRODUCER        ...  28 

DRAINAGE  TUBES   28 

EXPLORING  NEEDLES    24 

EXPLORING  TROCARS    24 

FORCEPS   24 

HAND-BALL  SPRAYS    20 


HUGGETT'S  PERMANENT  SOLUTIONS  30 

HYPODERMIC  SYRINGES   30 

IODOFORM  DREDGER    28 

KNIVES   2<; 


LEG  BATH    28 

LIGATURES   26,  29 

NEEDLE  HOLDERS   26 

OPERATION  KNIVES    25 

POCKET  CASES   23,  24 

PROBES     24 

PUS  BASINS   28 

SCALPELS    25 

SCISSORS    24 

SKIN-GRAFTING  .SCISSORS   28 

SPATULAS    24 

STEAM  SPRAYS    29 

SUTURE  NEEDLES  26,  27 

SYPHON  TROCARS   32 

TENACULUMS   25 

TRAY       FOR  DISINFECTING 

INSTRUMENTS   28 

TROCARS    31 

TROUGH,  CONTAINING  CARBOLIC 

LIGATURES    28 


ILLUSTRATIONS  TO  PART       (lUARTERLY  PRICE-CURRENT. 


SECTION  III. 
POCKET   DRESSING   CASES   AND  CHATELAINE. 


Bistouries,  two. 
C.\usTic  Case,  Silver. 
Director. 
Forceps,  Artery. 
Forceps,  Dressin'g,  two. 
Knife,  Syme's,  and  Gum 
Lancet. 


29. 

Contains  : 

Needles  and  Silk. 
Probes,  two. 
Scalpel  and  Straight 

Bistoury. 
Scissors. 
Spatula. 

Trocar,  E.\ploring. 


MINIATURE  CASE,  MAW'S. 
Contains  : 


Bistouries,  two. 
Caustic  Case,  Silver. 
Director. 
Forceps,  Artery. 
Forceps,  Dressing. 
Knife,  Syme's,  and  Gum 
Lancet. 


Needles,  Suture,  .-vnd 

Silk. 
Probe. 
Scalpel  and  Straight 

Bistoury. 
Scissors. 


ARMY  REGULATION  CASE. 
Contains  : 


Bistouries,  Curved  and 

STIt,\lGHT. 

Catheters,   Male  and 
Female,  and  Caustic 
Case  Combined. 

Director  and  Aneurism 
Needle. 

Forceps,  Artery,  Fenes- 
trated. 

Forceps,  "Bull-dog,"two. 

Forceps,  Dressing. 

Knife,  Syme's,  and  Scal- 
pel, Double-edged. 


Lancets,  two. 

Needles,  Suture. 

Probes,  two. 

Scissors,  Curved. 

Silk  and  Wire. 

Spatula. 

Syringe,  Hypo- 
dermic. 

Tenaculum  and 
Gum  Lancet. 

Thermometer, 
Clinical. 


1  1.AV. 

ilii 

30. 

Contains  : 

Forceps,  Artery. 
Forceps,  Dress- 
ing. 

Knife,  Paget's. 


Probe. 
Scissors. 
Silk  and 
Needles. 


C(JNT 

Bistoury, 

Straight. 
Catheter, 

Female. 
Caustic  Case 

AND  Trocar. 
Director. 
Eye  Needle 

AND  Scoop. 
Forceps, 

Dressing. 


AlNS  : 

I  Knife,  Paget"s, 
AND  Scalpel. 

Lancet, 
Bleeding. 

Lancet,  Vac- 
cine. 

Needles  and 
Silk. 

Probes,  two. 

Scissors. 


Bistouries,  Curved,  two, 
Catheter,  Female. 
Caustic  Case,  Silver. 
Director. 
Forceps,  Artery. 
Forceps,  Dressing,  two. 
Knife,  Syme's,  and  Gum 
Lancet. 


33. 

Contains  : 

Needles,  Suture, 

and  Silk. 
Probes,  two. 
Scalpel  and  Straight 

Bistoury. 
Scissors. 
Sp.\tula. 

Trocar,  Exploring. 


38. 

CHATELAINE. 
Contains  : 

P'oRCEPS,  Dressing. 
Forceps,  Spring. 
Probe. 
Scissors. 

Scissors,  Curved. 
Spatula. 
Thermometer, 
Clinical. 


Bistouries,  Curved,  two. 

Bistoury,  Straight. 

Catheters,  Male  and  Fe- 
male, and  Nose  Plug. 

Caustic  Holder  and 
Exploring  Trocar. 

Director. 

Eye  Scoop  and  Cataract 

Needle. 
Forceps,  Artery. 
Forceps,  Dressing. 
Forceps,  Dressing 

(Spring). 


35. 

Contains  : 

Knife,  Syme"s,  and 

Gum  Lancet. 
Ligature  Silk. 
Needles,  Suture. 
Probes. 

Scalpel  and  Finger 

Knife. 
.Scissors,  Curved. 
Scissors,  Probe- 
pointed. 
Scissors,  Straight. 

.SyRIN(;F,  I  Ivi'OllKRMIC. 
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SECTION    III.  continued — For  Contents,  see  page  22. 
POCKET  DRESSING  INSTRUMENTS. 


33. 

Contains  ; 

rilSTOURIES,  CuRVliD,  TWO. 

HisTouRV,  Straight. 

CATllIiTKK,     MaI.1!  AND 

Female,   and  Nose 

Pluo  Combined. 
Caustic  Holder  and  Ex- 

I'l.oKiNG  Trocar. 
Director. 

Eye  Scnoi'  and  Needle. 
Forceps,  Artery. 
FoRCEre,  Dres-sinc. 
FoRCEi's,  Dressing,  Spring. 


Knife,  Svme's,  and  Glm 

■Lancei. 
Ligature  Silk. 
needle.s,  sl/timje,  six. 

PrODES,  TWO. 
.SCALI'EL  AND  FiNGEli 

Knife. 
.ScLssuRs,  Curved. 
Scissors,  Proue- 

rOINTED. 

Scissors,  Straight. 
Syringe,  Hyi'Odermic. 


u 

148. 


z  ui 
<  111 


Contains  : 


52. 


141. 


53. 


Bistouries,  Curved, 
two. 

Bis  TouRV,  Straight. 

Catheter. 

Caustic  Holder. 

Director  and  Aneu- 
rism Needle. 

FoRCEi'S,  Artery. 

FoRCEi'S,  Dre,ssing. 

Forceps,  Dressing, 
Spring. 

Trocar, 


Knife,  Svme's,  and 

Gum  Lancet. 
Lancet,  Bleeding. 
Lancet,  Vaccine. 
Ligature  Silk. 
Needles,  Suture,  six. 
Probe,  Gunshot. 
Probes,  two. 
Scalpels,  two. 
Scissors,  Straight. 
Spatui.a. 
Exploring. 


47. 


3a 


55. 

Exploring  Trocar. 


48. 


00  00  00 


I.VK 

X 

u: 

z 

tr. 

0 

u 

■J. 

u 

STl 

< 

62. 


63. 


142. 


145. 


146. 


50. 


o  o 

a 
< 


44. 


42.  / 

Malr  and  Female  Catheter,  with  Canula 
FOR  EpisTAXis,  Silver. 


43. 

Male  and  Female  Cathetei. 


54. 

Exploring  Needle. 


60. 

Sp.ving  I)ressin<;  FoRCEPy 


56. 


57. 


Spring  Artery  Forceps. 


^^^^^^^^^^^^^^^^^^^ 


64. 

'J'ORSION  F'ORCEPS. 


Forceps,  IMimature,  Wells's. 


ILLUSTRATIONS  TO  J'/IRT  J.,  QUAIU-ERLY  Ph'ICE-CURREi\T. 
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SECTION   III.  continued— Yox  Contents,  see  page  22. 
Pocket  Dressing  Instruments — continued. 

  \ 

0^ 
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SECTION   III.  continued— Vox  Contknts,  see  page  22. 
NEEDLE  HOLDERS,  LIGATURE  SILK,  WIRE,  AND  NEEDLES. 


i 


137. 

Hagedorn's. 


140. 

Sliding 


138. 

Maw's 


133. 

Collin's. 


139. 

Sands's. 


136. 

Hagedor.n's. 


Silver  Wire,  three  sizes. 


Needle  Holder,  Cousins's. 


20.  28. 

Plaited  Silk,  Turner's.       Silver  Wire. 


NEEDLES. 


123.  128. 
Half  Curved,  Eye  at  Point.  Sneck  Curved,  Eye  at  Point. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION    111.  continued— Y ox  Contents,  see  page  22. 
N  ilEDLes — continued. 


129. 

Straight. 


132. 


Straight,  Triangular  Points,  Lister's. 


\  MAW 


130. 


Straight,  Eye  at  Point. 


ZEST 


131. 


Straight,  Triangular  Points. 


(2: 


120. 

Straight,  Hagedorn's. 


118. 

Half  Curved,  Hagedorn's. 


119. 


Stout  "Plastic,"  Hagedorn's. 


117. 

Gynaecology, 
Hagedorn's. 


122. 

Half  Curved. 


125. 

Half  Curved,  Lister's. 


116. 

Curved  "  External," 
Hagedorn's. 


127. 


Half  Curved,  Two  Eyes. 


124. 

Half  Curved,  Lance  Points. 


126. 

Half  Curved,  Triangular  Points. 


106. 

Acupressure,  Steel  Head. 
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SECTION    III.  coutiiiued — For  Contents,  see  page  22. 
DRESSING    INSTRUMENTS   AND  ACCESSORIES. 


14.  6. 

Leg  Bath.  Arm  Bath. 


Drainage  Tube,  India-rubber. 


Drainage  Tube  Introducer. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION   III.  continued — For  Contents,  see  page  22. 
DRESSING  ACCESSORIES. 


24. 

Case  of  Thread 
Ligatures. 


26. 

Wire,  Plated, 


19. 

Silk,  Iron  Dyed. 


22. 

Silk  Twist. 


Silkworm  Gut  Ligatures. 


STEAM   AND    HAND-BALL  SPRAYS. 


152. 

Steam  Spray,  Collin's. 


Steam  Spray,  Single  Jet. 
Maw's. 


153. 

Steam  Spray,  Double  Jet,  Maw's. 


151. 

Ether  Spray, 
Richardson's. 


149. 


Hand  Bellows  to  use  with  Richardson's 
AND  Lister's  Sprays. 


150. 

Carbolic  Spray, 
Lister's. 
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SECTION   III.  continued— Yox  Contents,  see  page  22. 
HYPODERMIC   SYRINGES,   AND    HUGGETTS  I'ERMANENT 

SOLUTIONS.  ^ 


172.       173.  174. 


175. 


176.       177.  178. 


Fnamelled  Glass  Tuuks,  with  Nicicel-Plated  Metallic 
Mounts,  filled  with  Huogett's  Pek.manent  Solutions. 


170.— MouK  oi'  Filling'this  Syringe. 


155.— Screw  Piston  Syuinge,  Hunter's. 


158.  — Slide  Piston  Syringe,  in  Metal  Case, 
Si'ENCER  Thomson's. 


156. 

Screw  Plston 
Syringe,  with 
Finger  Bars. 


157.— Slide  Piston  Syringe. 


[Illllll 


<  z  2u 
,,  o  o 
S  i-  z 


160.  — Slide  and  Screw  Piston  Syki.\ge,  in  Engine- 
turned  Case. 

159.— Slide  and  Screw  Piston  Syringe. 


MHO  O 

S  o  t.  2  a 
u  z  „  £  z 
="5  3  -g  . 

P   >■         g  u 

S      O  n  M 


162, 


163. 


171. 


164. 


165. 


161. — Slide  and  Screw  Piston  Syringe, 
in  Engine-turned  Case. 


166, 


167.  169"  1C8. 

HYPODERMIC  SYRINGES,   WITH   HUGGETT'S   PERM.'VNENT  SOLUTIONS,  IN  CASES. 


ILLUSTRATIONS  TO  PART  I.,  QUARTERLY  PRICE-CURRENT. 
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SECTION   III.  contitmed— Fox  Contents,  see  page  22. 
TROCARS. 


187. 

Expi.OKiNt;. 


182. 

Abuomkn. 


192. 

Set  of  Four,  fitting  One 
Handle.  . 


196. 


Syphon,  wjth  Canulas 
FOR  Ascites,  Southey's. 


179.  180.  181.  190. 

,  -  Hydrocele. 
Abdomen. 


191. 

For  Paracentesis  Thoracis. 


188.  =■  / 

For  the  Evacuation  of  Tumours,  Etc.,  Bird's. 


195. 


188. 

Exploring,  Cock's. 


Syphon,  with  Canulas  for 
Anasarca,  Southey's. 


194. 

Syphon,  K,\chimura's. 


189. 

Exploring,  Roberts's. 
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SECTION  III.  continued — For  Contents,  see  page  22. 
ASPIRATORS   AND   SYPHON  TROCARS. 


SECTION  IV. 


INSTRUMENTS,  APPLIANCES, 
FOR  THE  EYES. 


SECTION  IV. 


PAGE 

pa(;e 

ARTIFICIAL  -EYES  

39 

X>  IjIji^XvIj     IT- w  JL/X-/ £1^1x0  .. .            ...  ... 

3" 

ASTIGMATISM  DISC   

39 

nPT-TTTf  AT  MOCiPnPTi'C 

BROAD  NEEDLES   

41 

TJAT^TiTrr^  r'TTCWTOXT 

30 

CATARACT  KNIVES   

40 

i  MiKlMxl/ 1  Ji/K 

39 

CATARACT  NEEDLES   

41 

rHAJN  1  UMJia  ... 

39 

CILIA  FORCEPS   

36 

PROBES   

-  36.  37 

CURETTES   

41 

RETRACTORS     

39 

CVSTOTOMES  

41 

SCARIFYING  KNIVES   

40 

DIRECTOR   

36 

SCISSORS   

..  41,  42 

DOUCHES   

37 

SETS   OF   EYE   INSTRUMENTS  IN 

CASES 

35 

DROP   ROTTT  FS 

^7 

31 

SHADES   

37 

UKUr  iU-Dil 

•27 

SOLUTION  NEEDLES   

41 

DRUM  FOR  lEbllNO  iNb i KU Mil/iN  1  o 

30 

SPATULAS   

39 

ENTROPIUM  FORCEPS   

3" 

42 

SPOONS   

EXTIRPATING  FORCEPS  

36 

SPUD   AND  SCOOP  

41 

FIXING  FORCEPS   

36 

STOP  NEEDLES   

41 

HOOKS   

41 

STRABISMOMETERS   

•  ■  38,  39 

IRIDECTOMY  KNIVES   

40 

STRABISMUS  KNIFE   

40 

IRIS  FORCEPS   

36 

STYLES   

37 

LACHRYMAL  DUCT  AND  N/EVUS 

SUCTION  CURETTES   

37 

CAUTERY   

41 

SUTURE  NEEDLES   

...  36,  41 

LACHRYMAL  DUCT  SYRINGES 

37 

TATTOOING  NEEDLE   

41 

LAMPS  

42 

TEST  GLASSES   

...  38 

LENS  PRICKER   

41 

VECTIS  

42 

SECTION  IV. 
SETS   OF   EYE   INSTRUMENTS    IN  CASES. 


Curette  and  Hook. 
Director,  Canaliculus, 

Critchett's. 
Forceps,  Cilia. 
Forceps,  Iris. 
Hook,  Tyrrell's. 


190. 

Contains  : 

Knives,  Cataract,  three. 
Needles,  Cataract,  four. 
Probes,  Bowman's. 
Retractor,  Adams's. 
Scissors,  two. 


■192. 

Contains  : 


Curette  and  Hook. 
Director,  Canaliculus, 

Critchett's. 
Forceps,  three. 
Forceps,  Entropium,  t\Vo. 
Knives,  Catar.^ct,  three. 
Needles,  Cataract,  six. 
Ophthalmoscope. 


Probes,  Bow.man's. 
Retractor,  Walton's. 
Scalpel,  Desm.arres's. 
Scissors,  three. 
.Scoop  for  Foreign 

Bodies. 
Styles,  three. 
Syringe,  Walton's. 


191. 

Contains  : 


Curette  and  Cystotome. 
Forceps,  two. 
Hook,  Lens. 
Hook,  Strabismus. 
Hook,  Tyrrell's. 
Knife,  Cataract,  Sichell's. 
Knife,  Iridectomy,  Curved. 
Knife,  Punctum,  Bowman's. 


Knives,  Cataract,  Gr.aefe's. 
two. 

Needles,  Cataract,  two. 
Needles,  Stop,  two. 
Needles,  Suture. 
Retractor. 
Scissors,  two. 


Curette,  Vulcanite. 

Curette  and  Cystotome. 

Forceps,  Cilia. 

Forceps,  Iris. 

Forceps,  Straight,  two. 

Hook,  Iris,  Platinum,  Double. 

Hook,  Lens. 

Hook,  Strabismus,  Bowman's. 
Knife,  Canaliculus,  Weber's. 
Knife,  Cataract,  Dixon's. 
Knife,  Punctum,  Bowman's. 


Army  Regulation  Case. 

Contains : 
Knives,  Cataract,  Linear,  two. 
Knives,  Iridectomy,  two.  Straight 

AND  Curved. 
Ligature  .Silk. 
Needle,  Beer's. 
•      Needle,  Broad. 
Needle,  Scarpa's 
Needle,  .Stop,  Bowman's. 
Needles,  Suture,  twelve. 
Pricker,  Lens. 
Probes,   Bowman's,  with 
Canaliculus  Director. 


Retractor,  Desmarres's 
Retractor,  Saunders's. 
Retractors,  one  each  Inside 

AND  Outside. 
Scissors,  Iris,  two. 
Scissors,  Maunoir's. 
Scissors,  Straight. 
Spatula,  Silver. 
Spoon,  Double. 
Vectis,  Taylor's. 


D  2 
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SECTION  IV.  continued— Y ox  Contents,  see  page  34. 
FORCEPS,  PROBES,  NEEDLES,  AND  NEEDLE  HOLDERS. 


'  134. 
Suture  Needles, 
Curved. 


Drum  for  Testing  Points  of 
Needles  .•\nd  Knives. 


Probes,  Bowman's,  with  Critchett's 
C.AN.i\LicuLUS  Director. 


135. 

Suture  Needles, 
Half  Curved. 


152. 

L\chrvmal  Duct  Probes,  Anel's. 


52. 


53. 


Iris  Forceps, 
Tenaculum  Points. 


33. 


115. 


Entropium  Forceps, 
Spring  Catch. 


34. 


Entropium  Forceps 
Desmarres's. 


Needle  Holder,  Saunders's. 


114. 

Needle  Holder, 

with  Finger 
Ring,  Portable. 


30. 

Cilia  Forceps. 


113. 


Needle  Holder,  with  Finger 
Ring. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  IV.  lontinued — For .  Contents,  see  jjage  34. 
DOUCHES,   DROP   BOTTLES,   PROBES,   SHADES,   SYRINGES,  Etc. 


Douche,  Maw's.  155.  Suction  Curette,  Teales.  Maw's. 
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SECTION  ^IV.  iV/iiimied-'-Yox  Conticnts,  see  ]iage  34. 
OPHTHALMOSCOFKS,   STRA BISMOMETKR,  TEST   GLASSES,  Etc. 


138. 


137. 


139. 


Ophthalmoscope,    Ophthalmoscope,  Ophthalmoscope,  Ophthalmoscope, 
Galezowski's.         Baumeister's.  Landolt's.  Hirschberg's. 


146. 

Ophthalmoscope, 
Wecker's. 


144. 

Ophthalmoscope, 
Morton's. 


Strabismometer,  Binocular 
Galezowski's. 


Padded  Cushion  for  Steadying  the  Head 
IN  Eye  Operations,  Galezowski's. 


142. 

Ophth.\lmoscope, 
Liebreich's. 


143. 

Ophthal.moscope,  Loring's. 


222. 

Test  Glasses. 

Comprising  : 

Four  Bands  ok  Coloured  Glasses. 
Twenty-four  Cylindrical  Glasses. 
Divided  Spectacle  Frame. 
Four  Accessories. 
Measure. 

Eight  Prismatic  Glasses. 

Fifty  .Spherical  Concave  Glasses. 

Fifty  .Spherical  Convex  Glasses. 


145. 

OrllTHALMOSCOPE, 

Nachet's. 


140. 

Ol'IITIlALMOSCOPE, 

Knapp's. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT 
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SECTION  IV.  continued— Y ox  Contents,  see  page  34- 
ARTIFICIAL  EYES,   PHANTOMES,   PERIMETER.  RETRACTORS. 

SPATULAS,  Etc. 


160. 

COPPEZ'S. 


175. 


170. 


168. 

Lawrence's. 


0- 


169. 


172. 


171. 


159. 

Bowman's. 


174. 

Wii.de's. 


161. 

Critchett's. 


Retractors. 


T7 


E 
< 

< 


162.  163. 


164. 


166. 


158. 


Desmarres's. 


Retractors. 


165. 

Gkaefe's. 


202. 


Retractors,  Noyes's. 


Astigmatism 
Disc. 


212. 

Strabismometer, 
Lawrence's. 


Artificial  Eyes. 


148. 

Phantome  for 
Demonstration, 
Collin's. 


Artificial  Eye  for 
Demonstration,  with 
Twelve  Plates,  Perrin's. 


150. 

Phantome  for 
Demonstration, 
Wai.dau's. 


151. 

Perimeter, 
Badal's. 


149. 

Phantome  for 
Demonstration  , 
Leiter's. 
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SECTION  IV.  continued — For  Contents,  see  page  34. 
KNIVES,  Etc. 


85.  80. 

Sichell's.  Dixon's. 


Cataract. 


I 


83. 


89. 


5 

92. 


s 

93 


Linear  Cataract, 
Graefe's. 


Secondary 
Cataract. 


Iridectomy,  Jaeger's. 


Iridectomy, 
Liebreich's. 


94. 


A 


Pi 


97. 


98. 


99. 


Iridectomy, 
Sichell's. 


Iridectomy, 
Walton's. 


106. 

Strabismus, 
Guthrie's. 


103. 


104. 


105. 


100. 


101. 


102. 


Scarifying. 


Scalpels. 


69. 


Canaliculus,  Teulon's. 


194. 


Iridectomy, 
Walker's. 


Scoop,  Double,  for  Cysts. 


68. 

Stilling's. 


67. 

Bowman's. 


86. 


3 


Z 


< 
< 
< 

u 


Canaliculus. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  IV.  continued— Vox  Contents,  see  page  34- 
CURETTES   FORCEPS,  LENS  HOOKS,  NEEDLES,  SCISSORS, 

STRABISMUS  HOOKS,  Etc.  - 


Broad. 


Curved. 


Cataract  Ni;edi,f,s. 


.Solution  Needi.f.s, 

jACfMl's. 


CVSTOTOMES. 
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SECTION  IV.  continued— Y ox  Contents,  see  page  34. 
OPHTHALMOSCOPE  LAMPS,  OPERATION  SCISSORS,  SPOONS,  AND  VECTIS. 


Spoons,  Singlf.,  Sciiuft's. 


Scissors. 


223. 

Vectis. 
Taylor's. 


SECTION  V. 


INSTRUMENTS  FOR  THE  EARS  AND  NOSE. 


CONTENTS     OF    SECTION  V. 


PAGE 

PAGE 

AIR  BAGS   

47 

HEARING  APPARATUS  

SO 

ARTIFICIAL  NOSE  

50 

HOOKS   

..  46,  47 

BAGS  FOR  EPISTAXIS   

49 

INSUFFLATORS   

■  48,  50 

CANULA  FOR  EPISTAXIS 

49 

IRRIGATOR   

•  48,  50 

CANULAS  FOR  POLYPUS   OF  THE 

KNIVES  

47 

NOSE  

49 

LAMPS,  WITH  CONDENSING  LENS  . 

45 

CATHETERS  FOR  THE  EUSTACHIAN 

NOSE  BRUSH   

49 

TUBES   

45 

NOSE  DILATOR,  TRI VALVE  .. 

49 

DIAGNOSIS  TUBE  

45 

NOSE  DOUCHES   

.  48 

DOUCHES   

48 

NOSE  FORCEPS   

•  46,  49 

EAR  CHANNELS   

NOSE  SPECULUMS  

■•49.  50 

PAT?     Ajf  TP  T?  Pll?  C 

45 

NOSE  SPRAYS  

.  48 

EAR  PIERCER  

SO 

NOSE  SYRINGES   

.  48 

EAR  PROBE   

50 

OTOSCOPES   

45 

EAR  SPECULUMS   

45 

PROBES   

•  47.  50 

EAR  SYRINGES   

48 

PUS  BASINS   

..  48 

EAR  TROUGH  

48 

RHINOSCOPE  

SO 

EAR  TUBE   

50 

SCOOP   

..  46 

tCRASEUR   

49 

SCOOP  AND  SCREW   

47 

FORCEPS,   Etc.,  FOR  THE  APPLICA- 

SCOOPS AND  HOOKS   

•  •  46,  47 

TION  OF  DRESSINGS,  AND  THE 

EXTRACTION   OF  POLYPUS  AND 

SNARES   

■49.  50 

FOREIGN  BODIES 

46 

SOUND  DEADENERS   

48 

FORCEPS  FOR  POLYPUS  OF  THE 

SOUND  FORKS   

45 

NOSE   

49 

TYMPANUMS   

50 

GLASS  ROD  FOR  ACIDS  

47 

VULSELLUMS  

49 

ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  V. 
CATHETERS   FOR  THE   EUSTACHIAN   TUBE,  EAR   MIRRORS,  DIAGNOSIS 
VuBE,   EAR   SPECULUMS,   LAMPS,   OTOSCOPES,   AND   SOUND  FORKS. 


28.  23.  31.  29.  30.  27. 

POLITZER-S.     GrUEERS.     WiLDE'S.     ToYNBEES      TURNERS.     NiCHOl.LS's.     YkARSLEV's.  Maw's.  WoAKESS.  AvERVj. 

Speculums. 


25. 


Ear  Speculum,  Krajier's. 


Ear  Mirror,  Troeltsch's. 


17. 

Ear  Mirror  and 
Frontal  Band. 


< 
W 


21 
H 
< 


3 


O 
o 


5  <n 


<  "1 


131. 

Otoscope,  Weber's 


129. 

Otoscope,  Brunton's. 


Diagnosis  Tube, 
Toynbee's. 


Lamp,  with 
Condensing  Lens. 


130. 

Otoscope,  Miott's. 


150.  152.  151. 

Blake's.      Plain.  Browne's. 


Sound  Forks. 


37.  \J) 
Catheter  for  the  Eustachian  Tube,  Noyes's. 


38. 


Catheter  for  the  Eustachian  Tube,  Pilcher's. 


_<0l 


 ii:  P" 

Catheter  for  the  Eustachian  Tube,  Kramer's. 


99. 

Lamp,  Portable, 
WITH  Lens. 
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SECTION  V.  continued— Vox  Contents,  see  page  44. 

FORCEPS    HOOKS,  AND   SCOOPS  FOR  THE  APPLICATION  OF  DRESSINGS 
and'  the   EXTRACTION  OF   POLYPUS    AND   FOREIGN  BODIES. 


140. 

Scoop. 


141. 

Scoop  and  Hook. 


45.  50. 

Fra.nkel's.  Politzer's 


42.  49.  41.  53. 

Berthold's.     Politzer's.  Berthold's. 


48. 

Politzer's. 


58. 

Troeltsch's. 


43. 

Caughtry's 


47. 

M  ATinEL'"s. 


Forceps. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  V.  continued — For  Contents,  see  page  44. 
AIR   BAGS,  GLASS   ROD,   HOOKS,   KNIVES,   SCREWS,   AND  SCOOPS. 


69. 

Glass  Rod  for  Acids. 


^  96. 

Knifk  for  Dividing  Adhesio.ns,  Prout's. 


132. 


Probe  for  the  Application  of  Dressings,  Etc. 


145. 


86. 


\j  

Hooks  for 
Extracting 
Foreign  Bodies. 


Screw  Hook  for  E.x.tracting  Foreign  Bodies. 


133. 

Probe  for  the  Application  of 
Dressings,  Etc. 


95. 

Knife,  Gruber's. 


97. 

Knife  for  Dividing  the  Tensor 
Tympani,  Weber  Liel's. 


f 


143. 

Screw  for  the  Application  of 
Wool. 


144. 

Screw  and  Scoop  for  the  Extrac- 
tion OF  Foreign  Bodies  and 
Application  of  Wool. 


Air  Bag,  Politzer's. 


Air  Bag,  Allen's. 


Air  Bag,  Cousins's. 


Air  Bag,  Macnaughton  Jones's. 
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SECTION  V.  continued— Fox  Contents,  see  page  44. 
DOUCHES    EAR    CHANNELS,   AND   TROUGH,   PUS   BASINS,  SOUND 
DEADENERS,   NOSE   SPRAYS.   EAR   AND    NOSE  SYRINGES. 


r 


o 
Z 


90  ^ 


101. 

Nose 
Douche, 

Gt.ASS 

Chamber 


148. 

Sound  Deadeners 
CousiNs's. 


126. 

Nose  Spr.w,  Anterior 

AND  POSTIRIOR  JeTS. 


149. 

Sound  Deadeners, 
Jones's. 


107. 

Nose 
Douche, 
Weber's. 


91. 

Insufflator, 
Macnaughton  Jones's. 


33. 

Ear  Trough, 
Brown's. 


E.AR  Syringe, 
India-rubber, 
Maw's. 


104. 

Nose  Douche,  Maw's 


102. 

Nose  Douche 
James's. 

103. 

Nose]  Douche, 
James's. 


105. 

Nose  .\nd 
Eye  Douche, 
Maw's. 


Ear  Channel,  with 
India-rubber 
Waste  Tube. 


Ear  Channel,  with 
India-rubber 
Head  Band. 


136. 


16. 

Ear  Channel 
WITH  Head 
Spring. 


Pus  Basins  for  use. with  Ear  Syringe 


Toynbee's.  165. 
Abernethv's.  153. 


14. 

Ear  Channel, 
with  India- 
rubber 
Loop. 


159. 

Nose  Syringe, 
India-rubber, 
M.vw's. 


160. 

Nose 
Syringe, 
Politzer's 


Ear  Syringe,  Brass. 


154. 

Ear  Syringe,  Brass, 


.Aixkn's. 


ILLUSTRATIONS  TO  PART       QUARTERLY  PRICE-CURRENT. 
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SECTION  V.  continued— Vox  Contents,  see  page  44- 
BAGS  AND  CANULAS  FOR  KPISTAXIS  AND  POLYPUS;   NOSE  FORCEPS, 

SPECULUMS  AND  SNARES. 


124. 


125. 


118  109         **  122. 

Lennox  Browne's.  Delst.xnchks.  Tritcuer  s.     Branch's.    Voltoi-ini's.  Duim.ay's.  Watson's.  Thui.ichum's.  Zaufal's. 


147. 

Snare, 
Thomas's. 


66. 

Curved,  with 
Rack  Fastening. 


64. 

Curved. 


67. 
Sliding. 


65. 
Curved. 


68. 
Straight. 


162. 
vulsellums, 
Curved  and 
Straight. 


Forceps  for  Poi.vrus  of  the  No&e. 


K 
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SECTION  V.  continued — For  Coniicnis,  see  jiage  44. 
ARTIFICIAL  NOSE,  DOUCHK,  EAR  IMERCER,  EAR   PROBE.  HEARING 
APPARATUS,  IRRIGATOR,  INSUFFLATORS,  AND  RHINOSCOPE 


21. 


F.Au  I'uonE,  Yearsley's. 


139. 

RlIINOSCOPE. 


92. 

Insufflator,  Maw's. 


135. 

Nose  Probe. 


93. 

Insufflator,  Philpots's. 


Artificlxl  Nose. 


20. 

Ear  Pads  and  Springs 
FOR  Outgrowing  Ears. 


89. 

Irrigator,  Woakes's. 


Trumpet,  Plain,  Conical. 


Trumpet,  Conical, 
with  Joint. 


Trumpets,  Maw's. 


83. 


Tympanum,  with  Forceps  and  Probe  combined,  for 
Intkoducing  and  Extracting,  Cousins s. 


120. 

Nose  Speculum,  Roth's. 


I  'S. 


O 

o 


o 
5S 


106. 

Douche  for  Ear,  Eye,  and 
Nose,  Maw's. 


146. 


74. 

Ear  Tube. 


19. 

Ear  Piercer. 


73. 


79. 

Trumpet, 
M.\rtineau's. 


84. 

Tympanum, 
Toynbee's. 


Cornets. 


75. 

Trumpet, 
CuRTis's. 


86. 

Tympanum, 
Toynbee's. 


82. 
Trumpet, 

.Silk- 
covered. 


78. 
Trumpet, 
Improved. 


Conversation  Tube,  Conical. 


U 

Q 
D 
H 

c 


> 

7. 
c 
o 


SECTION  VI 


INSTRUMENTS  FOR  THE  MOUTH  AND  THROAT. 


* 


CONTENTS  OF 


SECTION  VI. 


PAGE 

APIVARATUS  AND  TUBES  FOR  FEED- 
ING TIIROUCH  THE  NOSK  AND 
MOUTH    70 

BRONCHITIS  KETTLES    67 

BRUSHES      60 

CAUSTIC  HOLDERS    60 

CROUP  KETTLE    67 

DREDGERS    59 

FINGER  PROTECTORS    54 

FORCEPS     FOR     EXTRACTING  AND 

REMOVING  FOREIGN  BODIES      ...  63 

GUILLOTINES   64 

INHALERS  .    67 

INSTRUMENTS  FOR— 

CLEFT  PALATE   56,  57 

HARE-LIP   61 

INTUBATION  OF  THE  LARYNX...  65 

TRACHEOTOMY   65,  66 

INSUFFLATORS    59 

L-'^MPS   S3,  54 

LARYNGOSCOPES  FOR  DIAGNOSIS  ...  54,  55 

LARYNX  FORCEPS   62 

LARYNX  LANCETS    6r 

LARYNX  MIRRORS   54 


MOUTH  GAGS   58 

MOUTH  \VEDGES    58 

NOSE  AND  I'HAR^■NX  DOUCHE       ...  60 

(T.SOPHAGUS  BOUGIES  AND  GAUGES  63 

PIPETTE    60 

PROBANGS    60 

PROBES   60 

SNARES   63 

SPRAY  PRODUCERS   FOR  THE  NOSE 

AND  THROAT   68 

STOMACH  PUMPS  AND  SYPHONS  FOR 

^VASIIING  OUT  THE  STOMACH  ...  6q 

SYRINGE       AND        NEEDLE  FOR 

INJECTING   HYPODERMICALLY  ...  61 

SYRINGE    AND    LANCET  NEEDLES 
FOR  SCARIFYING  AND  INJECTING 

•  HYPODERMICALLY    61 

THROAT  SYRINGES   60 

TONGUE  DEPRESSORS    5S 

TONSIL  FORCEPS    62 

TONSIL  KNIVES    64 

TONSIL  LANCET    61 

TONSIL  SCISSORS   64 

TONSIL  .SICKLES    61 

UVULA  .SCISSORS   61.64 


ILLUSTRATIONS  TO  PART  /.,  (2UARTERLY  PRICE-CURRENT. 
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SECTION  VI. 
LAMPS. 


155. 


154. 


Electric  Lamp,  with  C.\p  to  pi..\ce  over  the  Lens  for  Examining  the  Eye,  Maw's,  adapted  for  the  Head,  Fig.  154, 

OR  FOR  THE  TaBLE,   FiG.  155. 


164. 

Portahle  Lamp,  with 
Reflecting  Lens  and  Mirror. 


Gas  Lamp  Bracket  and 
Condensing  Lens  for  the  Table, 
Mackenzie's. 
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SECTION  VI.  am/itiued-Vor  Contents,  see  page  52. 
LAMPS,   LARYNGOSCOPES,   AND   FINGER  PROTECTORS. 

\ 


0^ 

Laryngoscope,  Lennox  Browne's 


Laryngoscope,  with  Frontal  Band  and  two 
Mirrors,  F.  Mason's. 


Oil  Lamp,  Laryngoscope, 
AND  Condensing  Lens,  on 
Tripod  Stand,  Lewin's. 


Larynx  Mirrors,  Prosser  James's. 


Oil  Lamp  and  Condensing 
Lens,  on  Tripod  Stand. 


us TN AT/OA'S  TO  PART  /.,  QUARTERLY  PRICE-CURREM . 


SECTION  VI.  continued— Yox  Contents,  see  page  52. 
LARYNGOSCOPES. 

\ 


i'.  A/Jlir,  SON        THOMPSON,  LONDON. 


SECTION  \T.  (Villi niied— Vox  Con'jknts,  see  page  52. 
INSTRUMENTS    I'OR   CLEFT  PALATE. 


Awl,  F.  Mason's. 


ILI.USTRATIOA'S  TO  PART  A,  (JUARTERIA'  PRICE-CURRENT. 


SECTION  VI.  continued    Vox  CnNiicNis,  see  page  52. 
InS  I  RUMKN  T.S  KOk  CLlil'"!'  Pai.atk — coii/i /iiicd. 


S7 


33. 


39. 


40. 


29. 


1= 


31. 


Knives,  Blunt  and  Sharp. 


Needles,  Angular  and 
Curved. 


16.  ^45. 
Bistoury, 
Straight. 


Needles,  T.  Smith's. 


Needles,  F.  Mason's. 


Hooks,  Double. 


25^  26.  27.  28.  38.  32.  '^q. 

Knives,  Angular  and  Straight.  Needles,  Knife,  Needle  Holder,  with  twelve 

Curved.       Curved,  Sharp.  Needles,  T.  Smith's. 
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SECri'iUN   \\.  iwi/i lined— For  Contents,  see  page  52. 
MOUTH    GAGS,   MOUTH    WEDGES,   AND   TONGUE  DEPRESSORS. 


94. 

Mouth  Wedck 


Mouth  Gag,  I.mprovf.d,  Collin's. 


Mouth  Gag,  T.  Smith": 


96. 

Mouth  Wedge, 
Maw's  Improved. 


93a. 

Retractor  for  Keeping  the 
Mouth  Open,  Balco's. 


88. 

Mouth  Gag,  Gowan's, 


85. 

Mouth  Gag, 
T.  H.  Chittenden's. 


93. 

Mouth  Gag  with 
Spring,  Vulcanite. 


92.  246. 

Mouth  Gag,    Tongue  Depressor, 
Vulcanite.  Frankel's.  95. 

Mouth  Wedge, 
Improved. 


Mouth  Gag,  Rose's. 


243. 

Tongue  Depressor, 
CousiNs's. 


86. 

Mouth  Gag,  Collin's. 


245. 

Tongue  Depressor,  Flat 
Vulcanite. 


244. 

Tongue  Depressor, 


Flat. 


V-/ 

247.  240. 

Tongue  Depressor,  Tongue 
Hinged,  with  Depressor, 
Grooved  Angular 
Extre.mities.     Euony  Handle 


241. 

Tongue 
Depressor, 
Angular 
Metal  Handle. 


249. 

Tongue 
Depressor, 
Serrated 

Blades. 


242. 

Tongue 
Depressor. 


251. 

Tongue 
Depressor, 
Wises. 


250. 
Tongue 
Depressor, 
TOrcks. 


248. 

Tongue  Depressor 
Concave  Blades, 
Hinged, 
Laycock's. 


1 1.  [.USr RATIONS  TO  PART  /.,  (QUARTERLY  PRICE-CURRENT. 
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SECTION  VI.  continueci—Yox  Contents,  tec  page  52. 
DREDGERS   AND  INSUFFLATORS. 


InsuffLvXTOR,  with  In'UIA-KUBBF.U 
B.\Li.,  Maw's. 


Insuffi-atoh,  Poktablf.,  Maw's. 


138. 

Insufflator, 
India-rubbek 
Bottle,  Glass 
Chamber,  Maw's. 


57. 

Iodoform 
Dredger. 


134. 

Insufflator, 
Angular  Pipe, 
Glass  Barrel. 


Insufflator,  Schrotter's 


141. 

Insufflator, 
Partsch's. 


140. 

Insufflator,  Kahierskf.'s. 


139. 


137. 


Insufflator,  India-rubber,  with  Cup. 


142. 

Insufflator,  "J.  K.  P.,' 
Phu-fots's. 


6o 
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SECTION 
INSTRUMENTS  F 


\T.  continued — For  Contents,  see  page  52. 
)R  THE  APPLICATION  OF  SOLUTIONS,  Etc. 


Probe,  Aluminium,  Tobold's. 


Throat  Syringe,  Silver-mounted. 


IIJ.USTRAT IONS    TO  PANT  /.,   QUARTERLY  PRICE-CURRENT. 
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SECTION  VI.  continued^Yox  Contents,  see  page  52. 

NSTRUMENTS  FOR  SCARIFYING  AND  INJECTING  THE  LARYNX.  THE 
EXCISION  OF  THE  TONSILS  AND  UVULA,  AND  FOR  HARE-LIP  OPERATIONS. 


SyRIN'C.E  and  NeEDI.K  for  IiMJIXTlNf. 

Hypodermically  the  Laryn.x. 
Krause's. 


.Syringe  and  Lancet  Needles  for  Scarifying  and 
Injecting  Hypodermically  the  Larynx, 

JURASZ'S.         j-  (^i^ 


109.  110. 


Hare-lip  Forceps, 
Whitson's. 


111.  112. 

Hare-lip  Harj!-lip  Forceps, 

Forceps,  Improved, 

T.  Smith's.  T.  .Smith's. 


Hare-lip 
Forceps. 


121. 

Hare-lip 
Scissors. 


119. 

Hare-lip  Fin,  Steel  Head. 


116. 


Hare-lip  Pin,  Glass  Head. 


118. 

Hare-lip  Pin,  Movaijle  Point. 


115. 

Hare-lip  Pin. 


Forceps  for  Cutting  Wire. 


117. 

Hare-lip  Pin,  Glass  Head. 


02 


.v.  A/,  in;  sua;  6-  thomi'son,  i. on  don. 


SEC'l'ION        continued — Vox  Contknis,  see  page  52. 
FORCKPS    FOR   TITF.    LARYNX    AND  TONSILS. 


Tonsil  Vui.sei,i.um,  Straight 


76. 


ILLUSTKAriONS   TO  I' ART  /.,  (QUARTERLY  PRICE-CURRENT. 
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SECTION  VI.  continued~Yox  Contents,  see  jiage  52. 

INSTRUMENTS   FOR  THE   EXTRACTION   OF   FOREIGN   BODIES,  AND 
REMOVAL  OF  OBSTRUCTIONS,  Etc.,  FROM  THE  G5S0PHAGUS. 


Gauge  for  Sizes  of  (Esophagus  Bougies,  Cylindrical. 


9  " 


Gaugf.  for  Sizes  of  CEsopiiagus  Bougies,  Oval. 
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SECTION  VI.  continued — For  Contknts,  see  page  52. 
;\STRUMENTS  FOR  EXCISION  OF  THE  TONSILS,  UVULA,  Etc. 


102. 

Mathieu's. 


97. 

Bof.ckf.r's 


107. 

Winpler's. 


103. 

RuprRACin's. 


98. 

Field's  Guarded. 


Guillotines. 


ILLUSTRATIONS  TO  PART  /,  ()UARTERLV  RRICE-CURR/iAT. 
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SECTION  VI.  continued — For  Contents,  see  page  52. 
INSTRUMENTS  FOR  TRACHEOTOMY  AND  INTUBATION  OF  THE  LARYNX. 


Canula  and 
\         Trocar,  Hilton's 


283. 

Canui.a,  Trousseau-Rogers's. 


Canula  and  Verteijkatf.d  Pilot,  Durham"s, 
four  sizes. 


F 
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SECTION  VI.  continued— Vox  Conticnts,  sec  i)agc  52. 
INSTRUMENTS  FOR  TRACHEOTOMY. 


286. 

Trousseau's. 


287. 

Trousseau's. 


295. 

Retractors. 


Trachea  Dilators. 


P3 


296. 


292. 


284. 

Trachea  Dilator 
GoLDiNG  Bird's. 


297. 


288. 

Dilator  and  Tracheotome, 
Auger's. 


285. 

Trachea  DiL.aiTOR, 
Laborde's. 


289. 


290. 


29L 


298. 


Trachea  Dilators. 


ILLUSTRATIONS    TO   PART  /.,   OUARTIiRLV  PRJCE-CURREM . 
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SECTION  VI.  continued — For  Contents,  see  page  52. 
INHALERS,    BROxNCHITIS    AND    CROUP  KETTLES. 


urns  KiiTTLic,  .Steam  Dr.\ft. 


Inhai.rr,  Metal,  Mudge's 


148. 

Bkonciiitis  Kr.TTiJ 


150. 

Bronchitis  Kettle, 
Improved,  Maw's. 


131. 

Inhaler, 
DounLE-VALVED,  Metal, 
Maw's. 


126. 

Chloride  of  Ammonium 
Inhaler,  Vereker's. 


147. 

Bronchitis  Kettle. 


126a. 

Inhaler,  Earthen- 
ware, Mackenzie's. 


125. 

Chloride  of  Ammonium 
Inhaler,  Maw's. 


149. 

Bronchitis  Kettle, 
Lloyd's. 


130. 

Menthol 
Inhaler, 
M,\w"s. 


133. 

For  Dry  Inhalation, 
Philpots's. 


123.  127. 

Chloride  of  Ajimoniu.m  Inhaler, 

Inhaler.  E  a  rt  h  en  w  a  r  e  , 

Maw's. 


128. 

Inhaler, 
Earthenware 
Maw's. 


152. 

Croup  Kettle. 


129.  124. 

Inhaler,  Chloride  of 

Douhle-Valved,  Ammoniu.m  Inhaier, 

Earthenware,  Codfrey  &  Cooke's. 
Maw's. 


K  2 
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5.  A/Al'V,   SON         THOMPSON,  LONDON. 


SECTION  VI.  continued — For  Contents,  see  page  52. 

HAND   BALL   AND   STEAM   SPRAY   PRODUCERS   FOR  THE   NOSE  AND 

THROAT. 


211. 

Vulcanite,  with  Tongue 
Depressor. 


199. 

For  the  Larynx 
AND  Nose. 


210. 

Schnitzler's. 


208. 
For  the  Nose 
AND  Larynx. 


203. 


Flexible,  for 
the  Nose. 


209.  200. 

For  the  Posterior  Demaurex's. 
Nares. 


205. 

For  the  Nose,  Leffert's. 


204. 

Prosser  James's 


201. 

Vulcanite, 
Dewar's. 


197. 

Bellows  for 
Sprays. 


214.  198. 

Steam,  with  Spring  Glass,  Clarke's. 
Safety  Valve,  Siegle's. 


215. 

Steam,  with  Improved 
Cone  Holder, 
Siegle's. 


202. 

"  Desideratum,'' 
three  sizes, 
Franklin's  Patent. 


206. 

Lister's, 
used  ai^o  as  an 
Antiseptic  Spray. 


216. 


Steam,  with  Spring  Safety 
Valve  and  Improved  Cone 
Holder,  Siegle's. 


ILLUSTRATIONS  TO  TART  /.,  QUARTERLY    F RICE-CURRENT. 
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SECTION  VI.  continued— Fox  Contents,  see  page  52. 
STOMACH   PUMPS   AND   SYPHONS   FOR  WASHING  OUT   THE  STOMACH. 


Stomach  Pump,  Portable,  Maw's 


228. 
Syphon  for 
Washing  Out 
'the  Stomach. 


225. 

Syphon  for  Washing  Out  the  Stomach. 


226. 

Syphon  for 
Washing  Out  the 
Stomach. 


219. 

Stomach  Pump,  iNDiA-RunnER,  Toswei.i.'s. 


227. 

Syphon  for 
Washing  Out  the 
Stomach. 
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SECTION        fonfiiii/ed—Vor  Contents,  see  page  52. 


APPARATUS   AND   TUBES    FOR   FEEDING  THROUGH   THE  NOSE 

AND  MOUTH. 


229. 

Feeding  Apparatus  for 

Lunatics,  Paley's, 
with  three  mouthpieces. 


231. 


Syphon,  Tin  Chamber 
AND  Soft  Rubber 
Stomach  Tube  for 
Feeding. 
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232. 


230. 

Feeding  Apparatus,  Glass  Funnel,  with 
Ei-ASTic-Gust  Stomach  Tube  for  Lunatics. 


221. 


222. 


224. 


223. 


220. 

Feeding  Tump,  Vulcanite, 
WITH  Two-way  Stop-cock, 
FOR  Lunatics. 


SECTION  VII. 

INSTRUMENTS   FOR   THE  TEETH. 


CONTENTS    OF    SECTION  VII. 


PAGE  I  PAGE 


APPARATUS  FOR  GAS  AND  NITROUS 

OXIDE,  CLOVER'S    73 

BURNISHERS  77,  78 

BURRS    78 

DRILLS   ...       ,                                   ...  79 

ELEVATORS    73 

ENAMEL  CUTTERS   78 

GUM  LANCETS   

IMPRESSION  TRAYS 

KEYS   

MOUTH  MIRRORS   

PLUGGERS   

PUNCH   

 79,  80 

  So 

  80 

  80 

77 

  73 

ETHER  INHALER,  CLOVER'S    73 

SCALERS   

77,  78,  79 

EXCAVATORS   78 

SPATULAS   

  7S 

FORCEPS   73,  74,  75,  76,  78 

STOPPERS   

  78 

FORCEPS  IN  SETS   73 

SYRINGES   

  80 

ILLUSTRATIONS   TO  PART  /.,   QUARTERLY  PRICE-CURRENT. 
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SECTION  VII. 

TOOTH  FORCEPS,  ELEVATORS  AND  PUNCH  FOR  EXTRACTION,  AND 

APPARATUS  FOR  ANESTHESIA. 


Set  of  Extraction  Forceps, 
Circular  Joint. 


177. 

Set  of  Extraction  Forceps, 
Druitt's. 


176. 

Set  of  Extraction  Forceps, 
Clendon's. 


183. 

Inhaler  for  Ether, 
Clover's. 


232, 

Punch 


178. 

Forceps  \nd  Punch  in 
Case,  Gordon's. 


184. 


Nitrous  Oxide  and  Gas  Apparatus,  Clover's. 


Clendon's. 


Guv's  Ho.siMTAL  Bell's. 
Pattern. 


Thomson's. 


Saunders's. 


Elevators. 
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SEC'I'lON  continued — For  Contknts,  see  page  72. 
TOOTH    FORCKPS    FOR    RXTR  ACTION.   AMERICAN  PATTERNS. 


Lower  Central 
Incisor.  • 


Upper  Wisdom, 
Right  and  Left. 


75.  76. 

Upper  Molar,  Right  and  Lower  Molar,       Upper  Molar, 

Left,  "  Cow  Horn  "  Shape.    "Cow  Horn"  Shape.      either  side. 


87. 

Upper 

and 
Lower 
Bicuspid. 


Upper 
Wisdom, 
either  side. 


Upper 
Bicuspid. 


Upper  Molar, 
Right  and  Left 


Upper  Molar 
Stump,  Right 
and  Left. 


Upper  Molar, 
Right  and  Left. 


90. 

Lower 
Excising. 


Upper 
Excising. 


89. 

Upper 
Bicuspid. 


Upper 
Lateral 
Incisor. 


93. 

Crowded 
Teeth, 

U PPKR. 


94. 

Lower 
Root. 


Separating  or 
Splitting. 


Lower 
Root. 


88. 

Lower 
Wisdom, 
either 

SIDE. 


•  Those  marked  with  an  .asterisk  have  straight  handles. 


.  98. 

Upper 
Central 
Inxisor. 


JLf.l'STUAr/ONS  TO  PART  /.    QUA RTER I .V  P RICE-CURRENT. 


SECTION  VII.  continued— Vox  Contbnts,  see  page  72. 


TOOTH   FORCEPS   1-OR  EXTRACTION,  CIRCULAR  JOINT. 


107.  108.  109.                      110.   -  111.  112.  113.  114. 

Lower  Lower  Upper  Upper  Lower  Upper  Lower  Upper  Molar 

Molar,  Molar,  Molar,  Molar,  Molar,  Molar,  Molar  Stump, 

Ripjjj  Left.  Right.                 Left.  Temporary.  Temporary.  Stump.  Right. 


Upper  Stump.  Tri-fanged  Stump, 

Right  and  Left. 
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SECTION  VII.  continued— Fox  Contents,  see  page  72. 
TOOTH   FORCEPS   FOR  EXTRACTION. 


149. 

Upper  Incisor 

AND 

Bicuspid. 


160. 


Lower 
Molar. 


Upper  Molar, 
Right  and  Leit. 


Upper  and  Lower 
Stump. 


Circular  Joint,  Druitt's. 


148. 

Lower 
Incisor  and 
Canine. 


155. 

Lower 
Bicuspid. 


Upper 
Bicuspid. 


157. 

Bicuspid  and 
Upper  Lateral 
Incisor. 


158. 

Canine  and 
Upper  Central  Central 
Incisor.  Incisor. 


160. 

Lower 
Molar. 


First  Upper  Molar, 
Right  and  Left. 


Bo.\  Joint,  Clendon's. 


163. 


164. 


Second  Upper  Molar, 
Right  and  Left. 


165. 

Lower  Molar 
Stump. 


Upper  Molar  Stump, 
Right  and  Left. 


168. 

Lower 
Stump. 


169. 


Upper 
Stump. 


170. 

Lower 
Wisdom. 


Upper 

WiSDO.M. 


Box  Joint,  Clendon's. 


172. 

Upper  Molar, 
either  side. 


173. 

Upper 
Excising. 


174. 

Lower 
Excising. 


139. 

Lower  Stump. 


140. 

Lower  Stump, 
King's  College^ 


141. 

'  Universal  " 
Stump. 


Clendon's. 


Circular  Joint. 


142. 

Lower  Molar, 
"  Hawk  Bill," 
for  either  side. 


143. 

Lower  Bicuspid, 
"  Hawk  Bill." 


144. 

Lower  Stump, 
"  Hawk  Bill." 


145. 

Upper  Wisdom 
and  Molar 

Stump, 
Coleman's. 


146. 

Stump 
WITH  three  Fangs, 
Right  and  Left, 
Stevens's. 


147. 

Lower  Molar, 
KiNT.'s  College 
Pattern. 


Circular  Toint. 


ILLUSTRATIONS   TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


SECTION  VII.  continued— ¥ox  Contents,  see  page  72. 
MALLET   PLUGGERS,   BURNISHERS,   AND  SCALERS. 


Burnishers,  Octagon  Handles,  as  Fig.  244. 


Mallet  Pluggers,  Octagon  Handles,  as  Fig.  244. 


233.  234.  236.         236.        237.  238.  239.  240.  241.         242.  243. 


Scalers,  with  Octagon  Handles,  as  Fig.  244. 
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SKCriON   VII.  continued— Vox  Contknts,  see  page  72. 

BURNISIIF.RS,    ENAMEL   CUTTERS.   SCALl-LRS,   SPATULAS,  BURRS, 

EXCAVATORS,   AND  STOPPERS. 


With  Oct,\c;on  Handles,  as  Fig.  244,  page  77. 


Forceps  for  the  Application  ok  Dressings,  Stopping, 


fLLL  STRA'/YONS  TO  PART  J.,  QUARTERLY  PRICE-CURRENT.  79 


SECTION  VII.  continued— Vox  Contents,  see  page  72. 
DRILLS,  GUM  LANCETS,  AND  SCALERS. 


Scalers,  Ivory  Handles,  Bell's. 


Stoppers,  Ivory  Handles,  Bell's. 


Drill. 


So  i".   A/AH^,   SON         THOMPSON,  LONDON. 


SECTION  VII.  continued — For  Contents,  see  page  72. 

GUM  LANCETS,  IMPRESSION  TRAYS,  KEYS  FOR  EXTRACTION, 
SYRINGES,   AND   MOUTH  MIRRORS. 


o 
n 
M 

bT 
o 


X 
H 

o 


226.  225. 
Ivory  Handle,  Ivory 
Revolving  Mirror.  Handle. 


228. 

Hinged  Wire 
Handle. 


224.  227. 

Folding  Ball  and 

Ivory  Handle.     Socket  Handle. 


Mouth  Mirrors 


i|,,iPPi!t^ 


222. 


229. 

Mouth  Mirror,  Pearl 
Handle. 


293. 

Syringe  with  Fine  Silver  Pipe 
for  Injecting  Cavities. 


231. 

Mouth  Mirror, 
Tortoiseshell  Handle. 


o 


223. 


294. 

Partlal  Lower  with 

Cavity  to  receive 
^     Front  Teeth. 


295. 

Partial  Upper 
WITH  Square 
Bottom. 


296. 


297. 


298. 


299. 


Half. 


Three-quarter. 


Impression  Trays. 


291. 


Syringe,  Electro-plated,  for 
Injecting  Cavities. 


186. 

Key,  with  Spring 
Bolt,  Fox's. 


292. 

Syringe,  Electro-plated,  for 
Injecting  Cavities. 


188. 

Key,  Revolving 
Plate  on  Fulcrum. 


187. 

Key,  Revolving 
Fulcrum. 


192. 

One  Blade. 


101. 

Two  Blade. 


193. 

Three  Blade. 


Gum  Lancets. 


SECTION  VIII. 

INSTRUMENTS  FOR  LITHOTOMY,  LITHOTRITY, 
BLADDER,  AND  URETHRA. 


G 


CONTENTS  OF 


SECTION  VIII. 


ASPIRATORS   87 

BLADDER  TROCARS    94 

BOUGIES   83,  89 

CATHETERS   S3,  84,  85,  86 

CATHETERS  IN  CASES    90 

CATHETERS     AND     SYRINGES  FOR 
INJECTING    AND   WASHING  OUT 

THE  BLADDER   87 

CIRCUMCISION  INSTRUMENTS         ...  94 

CLOVER'S  CRUTCH   92 

CYSTOSCOPE   89 

FOREIGN  BODY  SCOOPS    93 

GAUGES    FOR    BOUGIES  AND 

CATHETERS                                83,  84,  85 

GORGETS    92 

HYDROCELE  SYRINGES   94 

HYDROCELE  TROCARS    94 

INDIA-RUBBER    HOLDER  FOR 
SECURING    CATHETER    IN  THE 

URETHRA   84 

INSTRUMENTS  FOR  EXTERNAL  AND 

INTERNAL  URETHROTOMY        ...  93 

INSUFFLATOR   94 


JUGUM  PENIS   94 

LITHOTOMY  INSTRUMENTS, 

PERINEAL  AND  SUPRA-PUBIC  ...  92 
LITHOTOMY    AND  LITHOTRITY 

INSTRUMENTS  IN  CASES   90 

LITHOTOMY  STRAPS    92 

LITHOTRITY  INSTRUMENTS    91 

OINTMENT  INTRODUCER    94 

PHIMOSIS  INSTRUMENTS    94 

PREPUCE  DILATOR    94 

RING    FOR    THE    PREVENTION  OF 

POLLUTION    94 

SOUNDS  FOR  DIAGNOSIS    89 

STRICTURE  DILATORS    88 

TWO-WAY  COCK  ADAPTABLE  TO  ANY 

SYRINGE   87 

URETHRA  DILATORS    88 

URETHRA  FORCEPS    93 

URETHRA  SYRINGES    94 

URETHROSCOPE    88 

URETHROTOMES    ...  93 

VARICOCELE  RING   94 


ILLUSTRATIONS   TO   PART   /.,   iJUARTERLY  PRICE-CURREXT. 
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SECTION  VIII. 
BOUGIES   AND  CATHETICRS. 


u 


S.  ATA  IV,  SON  &>  THOMPSON,  LONDON. 


ILLUSTRATIONS  TO  PART  I.,  QUARTERLY  PRICE-CURRENT. 
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12.— A  BouLE,  Cei.i.ui.oid.        64. — Pocket  Gauge,  English  Scale,  Maw's.     13.— Cylinhuical,  Celluloid. 


86  S.  MA  IV,   SOjY         THOMPSON,  LONDON. 


SECTION  VIII.  continued — For  Contents,  see  page  82. 
Catheters — continued. 


i 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  VIII.  continued— Y ox  Contents,  see  page  82. 
ASPIRATORS,  CATHETERS,  SYRINGES,  SYPHON,  AND  IRRIGATOR. 


(f 


69. 


Catheter,  Double-channel,  and  Syringe 


Aspirator,  with  Canulas, 
Clover's. 


Catheter,  Double-channel,  and  Syringe 


Catheter,  Double-channel,  and  Syringe. 


Irrigator,  Harrison's. 


72. 

Two-way  Cock,  adaptable 
TO  ANY  Syringe,  Collin's. 


76.— Catheter,  India-rubber,  and  Syphon,  Birch's. 


^  68. 

Catheter,  Double-channel,  Elastic-gum 


95.— Aspirator,  Thompson's. 


77. 

India-rubber  Bottle,  Brass  Mounted, 
Thompson's,  adaptable  to  Catheters  of  any  size, 
FROM  No.  I  TO  12. 


IliiBlgi 
94. 

Aspirator,  Otis's 


AspujATOR,  J.  H.  Morgan's. 


Aspirator,  Bigelow's. 
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SECTION  VIII.  co?itinued — For  Contents,  see  page  82. 
STRICTURE   AND   URETHRA   DILATORS   AND  URETHROSCOPE. 


157.  162.  163-  158.  154. 


ILLUSTRATIONS  TO  PART  I.,  QUARTERLY  PRICE-CURRENT. 


SECTION  VIII.  conti?iued—¥ox  Contents,  see  page  82. 
BOUGIES,   SOUNDS,   AND   CYSTOSCOPE   FOR  DIAGNOSIS, 


90 
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SECTION  VIII.  continued— Yox  Contents,  see  page  82. 


ILLUSTRATIONS   TO  PART  /.,   (2UARTERLY  PRICE-CURRENT. 
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SECTION  VIII.  continued— Y ax  Contents,  see  page  82. 
INSTRUMENTS   FOR   LITHOTOMY   AND  LITHOTRITY. 


LiTHOTRITE,  LlTIIOTRITE, 

Thompson's.  Improved, 

BiGELOw's. 


LiTHOTRITE, 

Civiale's. 


Canl'las  for 
Aspiration, 
BiGF.i.ow's. 


LiTHOTRITE, 

Teevan's. 


LlTHOTUlTE, 
BiGELOW's. 
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SECTION  VIII.  continued — For  Contents,  see  page  82. 
INSTRUMENTS   FOR   PERINEAL   AND   SUPRA-PUBIC  LITHOTOMY. 


ILLUSTRATIONS  TO  PART  /.,  (2UARTERLY  PRICE-CURRENT. 
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SECTION  VIII.  continued— Fox  Contents,  see  page  82. 

FORCFPS  FOR  BLADDER  AND  URETHRA,  URETHROTOMES,  AND  INSTRU- 
MENTS FOR  EXTERNAL  AND  INTERNAL  URETHROTOMY. 


,yg  T''^\  186.— Scool-,  WITH  FoKCiNG  Rou  for  Extracting  Foreign  Bodies. 

>s,  Long,  Fine  Points,  for  Vj—*/  .^^SISttHtlmmmmm  ^.t^^^k 


FORCEP:  , 

E.xtracting  Foreign  Bodies. 


184. 

Scoop,  Fergusson's,  for  Extracting 
Foreign  Bodies. 


Urethrotome,  Maisonneuve's. 


Forceps  for  Removing  Tumours  from 
THE  Bladder,  Thompson's. 


178.— ioRCEPS, Improved,  with  "Crocodile" 
Aws,  FOR  Extracting  Foreign  Bodies. 


Urethrotome,  Berkeley  Hill's. 


Urethrotome,  Maisonneuve's. 


=4- 


Urethrotome,  Maisonneuve's  (Teevan's). 


181. 


67. 


t; 

c:  _! 

o 

t.  o 

>  - 

£  > 

<=  o 


185. 


Catheter,  Bevel-eyed,  for  Removing  Unhealthy  Mucus,  Harrison's. 


177. 


94 
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SECTION  VIII.  continued — For  Contknts,  see  page  82. 

INSTRUMENTS   FOR   PHIMOSIS,   CIRCUMCISION,   AND  HYDROCELE, 

URETHRA   SYRINGES,  Etc. 


164. 

Durham's 


168. 

Maw's, 


169. 
Squire's. 


166.  1b5.  167.  170.  171. 

India-rubber.  India-rubber,  India-uubber,  PeWter.  Pewter,  Pewter, 

Boxwood  Case.       Maw's  Bulbous  Glass 

Registered.  Point.  Barrel. 


U  K  i:  IT  1 1(  A  S  Y  R I N  G  E  ? . 


SECTION  IX. 

INSTRUMENTS  FOR  THE  RECTUM. 


CONTENTS    OF    SECTION  IX. 


BISTOURIES   

BOUGIES   

CAUTERIES   

CLAMPS  

DECALCIFIED  BONE 

DILATOR   

DIRECTORS   

ENEMA  APPARATUS 
FORCEPS  FOR  H.-EMORRHOIDS 

GAUGE  FOR  BOUGIES   

HOOKS   

INJECTION  SYRINGES   


PAGE 
lOO 

..  9S 
99,  loo 
99 
99 

100 
100 
102 

99,  loo 
..  98 
100 

lOI 


LIGATURE  CARRIER,  ALLINGHAM'S 
NEEDLES  FOR  II/EMORRHOIDS 
OINTMENT  TUBE  ... 

PROBES   

RECTUM  COOLER  ... 
RECTUM  TUBES 

SCISSORS   

SCOOPS   

SINUS  SYRINGE 

SPECULUMS   

SUPPOSITORY  

SUPPOSITORY  TUBE 


I'AGE 
100 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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S.  MAW,   SOA  &-    TNOMPSOA,  LONDON. 


SECTION  IX.  continued — For  Contents,  see  page  96. 
BOUGIES,  COOLER,  PLUGS,  SCOOPS,  SUPPOSITORIES,  AND  TUBES. 


Scoop  for  Removing  FiECAL  Maiter,  Etc. 


Gauge  for  Rectum  Bougies. 


ILLUSTRATIONS  TO  TART  I.,  QUARTERLY  PRICE-CURRENT. 
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CLAMPS 


SECTION  IX.  coniiniied—Yox  Contents,  see  page  96. 
FOR  H/EMORRIIOIDS,  CAUTERIES,  AND  FORCEPS,  DECALCIFIED 

JiONlC   FOR  SUTURES. 


Clamp,  Sydney  Jones's.     Cauteries,  Cutting, 

H.  Smith's. 


25       '^s^f  Decalcified  Bone,  for 
Clami',  Pollock's.  Gastro-Enterostomy, 

Jessett's. 


22. 

Clamp, 
Freeman's. 


H  2 


\oo 
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SECTION  IX.  continued — For  Contents,  see  page  96. 
HISTOURIKS,  CAUTERY  IRON,  DIRECTORS,  DILATORS,  FORCEPS, 
HOOKS,  NEEDLES,  PROBE,  SINUS  SYRINGE,  Etc. 


33. 

Dilator, 
Todd's. 


66. 


67. 


Hooks,  Salmon's. 


39. 
Director, 
Gowlland's. 


59. 

Enuci.eator, 

SiMS's. 


88. 

Scissors, 
Salmon's. 


60. 

Forceps, 
Bryant's 


Needles  for 
HjEmorrhoids. 


Directors,  Gowllami's. 


ILLUSTRATIONS  TO  PART  /.,  (2UARTERLY  PRICE-CURRENT. 
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SECTION  IX.  continued — For    Contents,  see  page  96. 
INIECTION    SYRINGES    AND    RECTUM  TUBES. 


Kiicru.M  Xuui-;,  Scn-i  Kuuiikk,  _..,,tfsi!m<!<:''^fi''  ■   Rectum  'Iluk,  JCi.a.stic-i.u.m, 

AUAl'TAUI.K  TO  ANY  ENEMA  Al'l-ARATUS.  _^v«'.-*??J^S*SK!Sr'Vvis^^^^^^^^  ADAI'TAUI.E  TO  ANY  ENEMA  Al'l'AKATUS. 

II  t^iiiiiMflMiiiiM^ 


54. 

Syringe,  India-rubber, 
WITH  Elastic-gum  Tube, 
I  to  oz. 


55. 

Syringe,  India-rubber, 
WITH  Reversible  Tube, 
I  to  t6  oz. 


53. 

Syringe,  Indi,\-rubber 
WITH  Bone  Tube  and 
Stopcock,  8  oz. 


56. 

Syringe,  India-rubber, 
WITH  Soft  Elastic-gum 
Pipe,  for  Infants. 


47. 

Syringe,  India-rubber 
Bone  Tube, 
FOR  Children. 


.Syringe,  India  rubber, 
Soft  Elastic-gum  Tube, 
FOR  Infants. 


48. 

Syringe,  India-rubber, 
FOR  Children, 
Elastic-gum  Pipe, 
T  to  3  oz. 

~~  79. 

Rectum 
Tube, 
O'Heirn's, 
8,  12,  iB,  24  inches  long 


49. 

.Syringe,  India-ri  bber, 
Soft  Elastic-gum  Tube, 
for  Infants. 
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SECTION  IX.  continued — For  Contknts,  see  page  06 
ENEMA  APPARATUS. 


Reservoir,  Continuous  Stream,  Maw's. 


45. 


Irrigateur,  Eguisier's. 


Pewter,  for  Hospitals. 


Brass,  with  Metal  Telescope  Tube,  specially  adapted 
for  Hot  Climates,  Maw's. 


Brass,  India-rubber  Tube  covered  with  Silk,  and 
Revolving  Joint,  enabling  the  Pipe  to  be 
placed  at  any  Angle. 


See  also  India-rubber  Enema  Syringes,  pp.  124,  125. 


SECTION  X. 


INSTRUMENTS  FOR  THE  UTERUS  AND 
FOR  OBSTETRIC  OPERATIONS. 


CONTENTS     OF     SECTION  X. 


BED  BATH   

BIDET   

CATHETER  FOR  APPLYING  CAUSTIC 
CATHETER,  DOUBLE-CHANNEL 

CAUSTIC  HOLDERS  

CAUSTIC  TUBE   

CAUTERY  IRONS   

CEPHALOTRIBES   

CLAMPS  FOR  OVARIOTOMY   

CROTCHET  AND  BLUNT  HOOK 

CURETTES   

DECAPITATORS   

DEPRESSORS   

DOUCHES   

ECRASEURS     AND     FORCEPS  FOR 

THE     REMOVAL     OF  POLYPUS, 

TUMOURS,  Etc. 

FILLET   

FORCEPS— 

CRANIOTOMY 

DRESSING  ... 

OBSTETRIC 

OVUM 
FR.'ENUM  SCISSORS 
FUNIS  TUBE  ... 

HOOKS  

HYSTERECTOMY  INSTRUMENT 
INSTRUMENTS— 

FOR  THE  APPLICATION  OF 
CAUSTIC,  PESSARIES,  POW- 
DER, SOLUTIONS,  Etc.,  TO 
THE  VAGINA  AND  UTERUS... 

FOR  DILATING  THE  URETHRA, 
UTERUS,  AND  VAGINA  

FOR  PUNCTURING  AND  SCARIFY- 
ING THE  UTERUS   

FOR  VESICOVAGINAL  FISTULA 
AND  RUPTURED  PERIN/EUM, 
Etc  


I'ACiE 
126 

126 

I  10 

I  10 

I  10 
1 10 

114 

121 
114 
122 
105 
122 
105 
124 


III 
123 


123 

no 

119,  120,  121 
123 
122 
122 

105,    122,  123 
... 


I  10 


106 


109 


I'AOli 

INSUFFLATOR,  CLAY'S    no 

KNIVES    FOR    SCARIFYING  THE 

UTERUS    109 

MEDICATED  PESSARIES   no 

METROTOMES    FOR    INCISING  THE 

OS  AND  CERVIX  UTERI    109 

NEEDLE  HOLDERS                              112,  115 

NEEDLES                                               112,  115 

OBSTETRIC  BAGS  AND  CASES    117.  118,  119 

OBSTETRIC  POCKET  CASES    118 

OINTMENT  POSITOR,  BARNES'S       ...  no 

OPERATION  CHAIR   us 

OVARIOTOMY  INSTRUMENTS    n3,  n4,  11  s 

PELVIMETER   122 

PERFORATORS    122 

PESSARIES       ..,                                    n6,  117 

POLYPTONE    109 

POTASSA  FUSA  HOLDER   no 

QUILL  FOR  INDUCING  PREMATURE 

LABOUR    109 

SCISSORS  FOR  INCISING  THE  OS  AND 

CERVIX  UTERI   109 

SOUND  AND  SYRINGE,  POTTER'S    ...  no 

SOUNDS   105 

SPECULUMS    108 

SPONGE  HOLDERS    no 

SYRINGES                                            124,  125 

TAMPON  INTRODUCER,  BARNES'S   ...  no 

TENT  INTRODUCERS                          105,  106 

TRACTION  FORCEPS    121 

TROCAR     FOR     INDUCING  PRE^L•\- 

TURE  LABOUR   109 

TROCARS  FOR  OVARIAN  CYSTS  ...  n4 
TUBE     FOR     SULPHATE     OF  ZINC 

POINTS    no 

URETHRA  DILATORS    106 

UTERUS  DILATORS                            106,  107 

UTERUS  SCRAPER     105 

VAGINA  DILATORS   106 

VAGINA  TUBES    126 


ILLUSTRATIONS  TO  FART  L,  (2UARTERLV  PRICE-CURRENT. 


S  E  C  T  J  O  N  X. 
SOUNDS,   DEPRESSORS,   HOOKS,   AND   TENT  INTRODUCERS. 


5.  6.  7.  4.  3.  65.  10.  11.  9.  14. 
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SECTION 
URETHRA, 


X.  continued—Vox  Contknts,  see  page  104. 
UTl^RUS,   AND   VAGINA  DILATORS. 


Spring  Forceps  for  Introducing  Tents. 


317. 

Uterus  Stem, 
Spiral,  Salvani's. 


328. 

Uterus  Stem, 
Vulcanite. 


301. 

Urethra  Dilator 
Simpson's. 


54. 


Probe  for  Introducing  Tents. 


308. 

Uterus  Stem, 
Greenhalgh's. 


300. 


316. 

Uterus  Stem, 
Salvani's. 


I 


322. 


314. 


304. 


52. 


305. 


307. 


313. 


315. 


ILLUSTRATIONS   TO  FART  /.,   QUARTERLY  PRICE-CURRENT. 


SECTION  X.  continued— Y ox  Contents,  see  page  \oA- 
UTERUS  DILATORS. 


306. 

Cle.vien't  Godson's, 


(o)  @  (o)  @  (0)  @  ©  @ 


310. 

Heywood  Smith's. 


320. 

.Simpson's. 


312. 

Macnaughton  Jones's. 


.V.  A/AIV,   SON         THOMPSON,  LONDOA. 


SECTION  X.  con1inued~Yox  Contents,  see  jiagc  104. 
SPFXULUMS. 


Simpson's. 


30. 
Gi.,\ss 

(COVERED 

WITH  Elastic- 
gum)  OR 
Celluloiii, 
Fergussons. 


ILLUSTRATIONS   TO  PART  /.,   QUARTERLY  TRLCE-CURRENT. 
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SECTION  X.  contitimd — For  Contents,  see  page  104. 
INSTRUMENTS  FOR  INCISING  AND  SCARIFYING  THE  UTERUS,  AND 
iiNbiKum  ^^^^^    INDUCING    PREMATURE  LABOUR. 


100. 

Coghi.an's. 


112. 

Angular, 

SiMs's. 


101. 

Greenhalgh's. 


104. 

Savage's. 


105. 

Simpson's. 


102. 

Peaslee's. 


103. 

Routh's. 


Metrotomes. 


109. 

Compound-action, 
Heywood  Smith's. 


111. 

Angular, 

SlMS's. 


107. 

Concave  Blade. 


108. 

Gristock's. 


110. 

Kuchenmeister's. 


Scissors. 


115. 

Polyptone,  Simpson's. 


116. 


Porcupine  Quill  for  Inducing  Premature  Labour. 


114. 

Knife  for  Scarifying  the  Uterus,  Hall's. 


Knife,  Revolving  Blade,  Emmet's 


117. 


Trocar  for  Inducing  Premature  Labour,  Lee's. 
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SECTION  X.  continued— ¥ox  Contents,  see  page  io.|. 

INSTRUMENTS   FOR  THE   APPLICATION   OF   CAUSTIC,  PESSARIES 
POWDERS,  SOLUTIONS,  I'  lc,  TO  THE  VAGINA  AND  UTERUS.  "  ' 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


SECTION  X.  continued— Y ox  Conten'I'S,  see  page  104. 


65.  64.  67.  66.  71.  70.  68. 


[•"ORCEPS.  VULSELLUMS. 


EcUASKURS. 
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SECTION  X.  continued— Yox  Contents,  see  paKc  104 
INSTRUMENTS  FOR  VESICO-VAGINAL  FISTULA  AND  RUPTURED 

PERIN/EUM,  Etc. 


171. 

Trocar  Point. 


Needles,  Hagedorn's. 


1Y6. 

Needles,  Sims's. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  X.  continued — For  Contents,  see  page  104. 
INSTRUMENTS  FOR  OVARIOTOMY. 


140  b. 

Forceps,  Hemostatic, 
Pean's,  set  of  three. 


142a. 


Forceps,  Hemostatic,  Plain  Joints, 
Long  Handles  and  Rack  Fastening, 
set  of  three 


Forceps,  Hemostatic,  Plain  Joints  and 
Long  Handles,  set  of  three. 


132. 

Matthews  Duncan's 


131. 

Clement  Godson's 


Forceps  for  Cysts. 


143.          -^S^^      '^=^    134.  '^'^''133. 

Forceps,  Hemostatic,  Forceps  for  Cysts,  Forceps  for  Cysts, 

Long  Plain  Joints  and  Rack       Sydney  Jones's.  Nelaton's. 
Fastening. 
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SECTION   X.  coftthiued — For  Contents,  see  page  104. 
Instruments  i^or  Ovariotomy — continued. 


144. 


136. 

Forceps,  Hemostatic, 
Fenestrated 


139. 

Forceps, 
Haemostatic 


135. 

Forceps,  Hemostatic, 
Improved  Fastening, 
Collin's. 


146. 


137  b. 

Forceps,  H/Emostatic, 
Miraud's. 


Forceps,  Hemostatic,  Wells's. 


138. 


Forceps,  Hemostatic,  Peak's. 


121. 

Clamp,  Wells's. 


Trocar,  with  Hooks  for  Seizing  the  Pedicle,  Wells's. 


123. 

Clamp, 
Wells's 
Improved. 


Trocar,  Syphon, 


Wells's. 


160. 

THREE  SIZES. 


158. 

Trocar,  Tait's. 


122. 

Clamp,  Wells's 
Improved. 


118. 

Cautery  Irons. 


162. 


Trocar,  Tubular,  Wells's. 


120. 

Clamp, 
Hutchinson's. 


ILLUS'l RATIONS  TO  FART  /.,  (QUARTERLY  PRICE-CURRENT. 
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SECTION  X.  continued — For  Contents,  see  page  104. 
INSTRUMENTS  FOR  OVARIOTOMY,  HYSTERECTOMY.  AND  CHAIR  FOR 


119. — Chair  for  OpEiiATioNs,  Sims's. 
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SECTION   X.  continued — For  Contents,  see  page  104. 
PESSARIES.  " 


287. 

Solid  Rubber, 
Meyer's. 


280. 

Ring,  Hard  or  Soft 
Rubber,  Hewitt's. 


297. 

Watch-spring, 
Patent. 


298. 

'  Combination  Fluid,"  n&- 

Patent,  with  Watch-  Cushion, 

SPRING.  GrEENHALGh's. 


272. 

Globular,  Gariel's. 


273. 

Pyriform,  Gariel's. 


265. 

Circular, 
Soft  Rubber, 
WITH  Stopcock. 


270. 

Anteversion 
Gat-abin's. 


With  Pump. 


290. 

Oval,  Soft  Rubber, 
WITH  Stopcock. 


266. 

Clay's, 
fitted  with 
pelvis  band  and 
understraps. 


281. 

Vulcanite,  Hewitt's 


Retroversion, 

_  •^^^A  ,  Albert  Smith's, 
Clement  Godson  s. 


292. 

Schilling's. 


278. 

Anteversion, 
Hewitt's. 


269. 
Duffin's. 


267. 

Anteversion, 
Cutter's. 


262.  288. 
Gutta-percha  Stem,      Soft  Rubber  ^93. 

Barnes's.  Stem,  Napier's.      Curved  or  Str,m&ht 

Stem,  Schofield's. 


268. 

Prolapsus, 
Cutter's. 


277. 

Soft  Rubber,  Greenhaloh's. 


295. 

Anteversion,  Thomas's. 


ILLUSTRATIONS   TO   PART  /.,   QUARTERLY  PRICF-CURRENT. 
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282. 


SECTION  X.  continued- — For  Conticnts,  see  page  104. 
P  ESS  A  R I ES — continued. 


283. 


284. 


VuLC.\NiTE,  Hodge's. 


263. 

Blackbee's. 


264. 

Circular, 
India-rubber, 
Elastic-gum, 
OR  Boxwood. 


274. 

Globular, 
Elastic-gum 
OR  Boxwood. 


289. 

Oval, 
India-rubber, 
Elastic-gum,  or 
Boxwood. 


OBSTETRIC   BAGS   AND  CASES. 


196. 

Contains  : 

Catheter. 

Crotchet  and  Blunt  Hook. 
Forceps,  Barnes's. 
Perforator,  Denman's. 
Scissors. 
Vectis. 


Catheter. 

Caustic  and  Sponge 
Holder,  with  Uterus 
Knife. 

Crotchet. 

Decapitator. 

Forceps,  Craniotomy, 
Barnes's. 


Contains  : 

Forceps,  Barnes's. 
Forceps,  Denman's. 
Hook,  Blunt. 
Hook,  Fine. 
Perforator. 
Scissors. 
Speculum. 
Vectis. 


Contains  : 
Catheter. 

Crotchet  and  Blunt  Hook. 
Forceps,  Craniotomy. 
Forceps,  Long. 
Perforator,  Denman's. 
Scissors. 
Vectis. 


192. 

MAW'S— contains  : 

Bottles,  five,  in  boxwood 
cases. 

Crotchet  and  Blunt  Hook. 
Forceps, Craniotomy,  Barnes's. 
Forceps,  Long,  Barnes's. 
Forceps,  Short,  Denman's. 


103. 


Hydrostatic  Bags  and 

Syringe. 
Perforator,  Simpson's. 
Scissors. 

S  PECU  LU  M ,  El  AST  IC-G  U  M . 

Thread. 


MAW'S- 

Bottles,  five. 

Catheter. 

Crotchet. 

Forceps,  Craniotomy, 
Barnes's. 


contains  : 

Forceps,  Long,  Barnes's. 
Hook,  Blunt. 
Perforator,  Simpson's, 
Scissors. 
Syringe,  Uterus. 
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SECTION  X.  continued — For  Contents,  see  page  104 
Obstetkic  Bags,  Cases,  Etc. — continued. 


OBSTETRIC  BAG,  BARNES'S— contains  : 


Catheter,  Elastic. 
Catheter,  Silver  Sliding. 
Chloroform  Inhaler,  Skinner's. 
Crotchet. 
Drop  Bottle. 
Forceps,  Craniotomy. 
Forceps,  Long. 
Glass  Bottles,  six. 


Hook,  Blunt. 
Hydrostatic  Bags  and 

Syringe. 
Perforator,  Oldham's. 
Quill    for  Inducing 

Premature  Labour. 
Scissors. 


OBSTETRIC  BAG,  GREEN HALGH'.S— contains  : 


Bottles,  six. 
Catheter,  Elastic. 
Catheter,  Silver. 
Chloroform  Inhj\ler. 
Drop  Bottle, 
Forceps,  Craniotomy. 
Forceps,  Long. 


Hook,  Blunt. 
Perforator,  Simpson's. 
Scissors. 

Spray  Apparatus,  for 

Ether. 
Syringf.,  Uterus. 


199. 

OBSTETRIC  CASE— contains  : 
Bottles,  three.       i  Measure. 
Catheter,  Silver.  |  Scissors. 
Tube,  Trachea. 


200. 

OBSTETRIC  CASE- 
bottles,  three. 
Catheter,  Metal. 


-contains  : 
Measure. 
Scissors. 


OBSTETRIC  CASE— contains  : 
Bottles,  three.        |  Measure. 
Catheter,  Elastic.   |  Scissors. 


DRESSING  AND 
Air  Pessary,  India-rubber. 
Catheter. 
Catheter,  Caustic. 
Chloroform  Inhaler. 
Cotton  Wool. 
Dilator,  Vagina,  Sims's. 
Ecraseur. 
Forceps,  Speculum. 
Glass  Brush. 
Glass  Rod. 
Hook,  Sims's. 


89. 

OPERATION  BAG,  MAW'S,  for  Diseases 
Injector,  Uterus. 
Knife,  Uterus. 
Laminaria  Tents,  twelve. 
Lint  and  Lint  Holder. 
Needles  and  Needle  Holder. 
Ointment  Carrier. 
Pessaries,  Hodge's,  six. 
Pessaries,  Thomas's,  two. 
Pessary,  Galvanic  Stem. 
Scissors. 


OF  Women — contains  : 
Silk  and  Thread. 
Sound,  Uterus,  Metal. 
Sound,  Uterus,  Whalebone. 
Speculum. 

Sponge  on  Whalebone  Stem 
Sponge  Tents,  twelve. 
Stethoscope. 
Tent  Carrier. 
Thermometer. 

Tube  for  Sulphate  of  Zinc. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT 
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SECTION  X.  continued— Yox  Contents,  see  page  104. 
Obstetric  Bags,  Cases,  Etc. — continued. 


194. 


OBSTETRIC  BAG— coNT.MNs : 

Forceps,  Craniotomy,  Barnes's. 
Forceps,  Long. 
Hook,  Blunt. 
Perforator,  Simpson's. 
Speculum,  Barnes's. 
Ykctis,  Symond's. 


Bottles,  five,  in  boxwood 

cases. 
C.\THETER,  Silver. 
Caustic  and  Sponge  Holder, 

WITH  Uterus  Knife. 
Crotchet. 


Bottles,  five,  in  boxwood 
cases. 

Crotchet  and  Blunt  Hook. 


195 

OBSTETRIC  BAG— contains  : 

Forceps,  Long,  Barnes's. 
Syringe,  Uterus. 
Vectis,  Svmond's. 


188. 


DRESSING  AND  OPERATION  CASE, 
CLEMENT  GODSON'S,  for  Diseases  of 
Women — contains 


Caustic  Case. 
Forceps. 

Lancet  for  Uterus. 


Sound. 
Speculum. 
Sponge  Holder. 


OBSTETRIC  FORCEPS 


Draper's.  Inglis's.  Vacher's. 
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SECTION  X.  continued — For  Contents,  see  page  i 
Obstetric  Forceps — continued. 


209.  210.  219.  217. 

AsSALiNi's.  Barnes's.  RAMSBornAM's.  Lever' 


Simpson's  Short.  Churchill's.  Simpson's  (Barnes's).  Df.n.man' 


ILLUSTRATIONS  TO  PARI  /.,  (QUARTER!.  Y  PRICE-CURRENT. 


SECTION  X.  continued— Yox  Contents,  see  page  104. 


220.  226.  227.  225. 

Simpson's  Long.  Neville's.  Simpson's.  Milne  Murray's. 

V  ______  ^  — 

Traction  Forceps. 


Cephalotribes. 


6".  J/A IV,  HON        THOMPSON,  LONDON. 


SECTION  X.  continued — For  Contents,  see  page  104. 
OBSTETRIC  INSTRUMENTS. 


204.— Blunt  Hook  and  Crotchet 


ILLUSTRATIONS  TO  FART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  X.  c-oniifti/ed—¥or  Contents,  see  page  104. 
OnsTKTKic  Instrumunts- -continued. 
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SECTION 
[ES  AND 


X.  continued — For  Conten  i:;,  see  page  104. 
SYRINGES    FOR   FEMALE  ^  INJECTIONS. 


-Syringe,  Brass  Revolving  Joint  or 
350.-Syringe',  Brass,  Kennedy's.  Electro-plated,  Kennedy's. 

f'g-  33°!  332,  334.  350.  351  are  fitted  with  Enema  Pipes,  and  are  used  also  as  Enema  Syringes. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  X.  continued — For  Contents,  see  page  104. 
INDIA-RUBBER   SYRINGES   FOR   FEMALE    INJECTIONS,  Etc. 


^  ,  „  343. 

.•3YKINGE,    WITH   iNDIA-RUnnER  BaG  TO  HOLD  THE  InDIA-KUBBER  BoTTLE, 

;Fluio,  Savory  and  Moore's.  with  Elastic-gum  Tube 

AND  Bone  Shield. 

F'g-  345,  346,  347,  348,  349,  353  are  fitted  with  Enema  Pipe.s,  and  are  used  also  as  Enema  Sj'ringes. 


342. 

•  India-rubber  Bottlk 
WITH  Bone  Tube. 
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SECTION  X.  continued — For  Contents,  see  page  104. 
BED   BATH,   BIDET,   PEWTER   SYRINGES,   AND   VAGINA  TUBES. 


357. 

365,  Pewter  Syringe, 

WITH  Shield. 


362. 

Elastic-gum 
Tube  for  Local 
Bathing. 


354. 

Pewter  Syringe,  Clarke's. 


363. 


329b. 

WITH  Syringe  Complete,  Maw's. 


329a. 

Bed  Bath 

(Fitted  with  Tube  and  Stopcock,  if  desired). 


I 


367. 


Pewter 
Syringes 
Female. 


360. 

Vulcanite  Double 
Channel  Tube, 
Aran's. 


361. 


u 

366. 


H 


o 
o 

I 

u 

H 
ID 
< 

w 


364. 


369    „  , 
Vulcanite  Tube. 


368. 

Vulcanite  Irri- 
gation Tube, 
Green  way's. 


SECTION  XI. 


APPARATUS  FOR  DEFORMITIES,  DISLOCATIONS, 
EXCISION,  EXTENSION  AND  SUSPENSION 

ARM  SLINGS,  ARTIFICIAL  ARMS,  FEET,  HANDS, 
AND  LEGS,  PEG  LEGS,  COUCHES,  CRUTCHES, 
AND  INSTRUMENTS  FOR  WRITERS'  CRAMP. 


CONTENTS     OF     SECTION  XI. 


APPARATUS  AND  APPLIANCES  FOR 
CURVATURE  OF  THE  SPINE 
DEFORMITIES  ... 
DISLOCATIONS  ... 

EXCISION  

EXTENSION 


FRACTURES 
TALIPES  ... 


142 

137  to  140 

...  144 

...  147 

145,  146,  147 

136,  144,  147,  148 

49,  150,  151,  152 

139,  140 


APPARATUS  FOR  SUSPENSION  IN 
THE  TREATMENT  OF  SPINE 
DISEASES   141 

APPLIANCES    FOR    PARTIAL  AMPU- 
TATION OF  THE  HAND    153 

ARM  SLINGS   136 

ARTIFICIAL  ARMS,  HANDS,  SOCKETS, 

AND  IMPLEMENTS    129 

ARTIFICIAL    FEET  AND    LEGS  AND 

PEG  LEGS   130,  I3i>  132 

CORK-SOLE  BOOTS  FOR  SHORTENED 

LIMBS    146 


PACE 

CRUTCHES    134,  135 

CRUTCH  STICKS    135 

DIRECTIONS  FOR  MEASUREMENT 
FOR  ARTIFICIAL  ARMS,  FEET, 
AND  LEGS   133 

DIRECTIONS  FOR  MEASUREMENT 
FOR  CURVATURES,  WRY  NECK, 
ANKLE,  KNEE,  THIGH,  AND  LEG 
SPLINTS,  Etc   153,  154 

FOOT  SLING   136 

FRAMES  FOR  PROTECTING  LEGS 
FROM  THE  PRESSURE  OF  THE 
BEDCLOTHES    136 

INSTRUMENTS  FOR  WRITERS'  CRAMP  140 

JURY  MAST  FOR  SPINE  DISEASE    ...  141 

MOULDED   SPLINTS   FOR  HIP-JOINT 

DISEASE    145 

RIDERS'  SPRAIN  APPLIANCES   153 

SPRING  SOLE  FOR  FLAT  FEET         ...  140 

VALGUS  AND  VARUS  PLATES   140 


ILLUSTRATIONS  TO  PART  /.,  (2UARTERI.V  PRICE-CURRENT. 
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S  E  C  T  I  O  N  XI. 
ARTIFICIAL   ARMS,   HANDS,   SO(  Kl-/rS,   AND    IM IMJCM KNTS. 


218. 

Arm  Socket,  for 
Amputation  Above 
Elbow. 


216. 


Arm  and  Hand,  for  Amputation  Hei.ow  Iu.how, 
WITH  Maw's  Improved  Wrist  Pi.ati:. 


214. 

Arm  and  Hand,  for  Amputation  Above  Elbow. 


221. 

Socket 
FOR  the 
Hand. 


217. 

Ar.m  Socket, 
FOR  Amputation 
Above  Elbow. 


215. 


Arm  and  Hand,  for  Amputation  Below  Elbow. 


220. 

Arm  Socket,  for  Amputation  Below  Elbow. 


Arm  Socket,  for  Amputa- 
tion at  Shoulder-joint. 


231. 

Penholder, 


232. 

Ring. 


222. 

Book 
Holder. 


228. 

Hook  for 
Driving. 


230. 

Knife. 


229. 

Hook  with  Spring 
for  Driving. 


223.  226. 

Button  Tork. 
I  looK. 


227. 
Hook. 


Implements  for  Artificial  Arms,  Hands,  and  Sockets. 


o 


5.  MA  IV,  SOA'        THOMPSON,  LONDON. 


SECTION   XI.  continued— ¥ox  Contknis,  see  page  128. 
ARTIFICIAL   FKET   AND    LEGS   AND    PEG  LEG. 


246. 

For  AiiiPUTATioN  Below 
THE  Knee. 


245. 

For  Amputation  Below  the 
Knee,  with  Long  .Stump. 


247. 

For  Amputation  Below 
the  Knee. 


24). 

For  Amputation  Abovl 
THE  Knee. 


257. 

For  Amputation  Above  the 
Knee,  with  Short  Stump. 


256. 


Peg  Leg,  for  Amputation  Above 
THE  Knee,  Improved  Joint. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  XI.  continued— Y ox  Contents,  see  page  128. 
ARTIFICIAL   FEET   AND  LEGS. 


250. 

For  Pj\rt  Amputation 
OF  Foot,  Syme's. 


252. 

For  Part  Amputation 
of  Foot,  Chopart's 
Operation. 


261. 

For  Amputation  at 

Ankle-joint, 
Syme's  Operation. 


249. 

P"oR  A.mputation  at 
Ankle-joint,  Chopart's. 


244. 

For  Amputation  at 
Hip-joint. 


248. 

For  Amputation 
Below  Knee,  with 
Braces. 


242. 

For  Amputation 
Above  Knee. 


243. 

FoK  Amputation 
AnovE  Knee,  with 
Short  Stump. 


'32 


.v.  AfAir,  SOA'       j-j/oa/I'soa;  LONDOA'. 


SECTION   XI.  coiiliniu'd — I'^or  Con  tkn  i  s,  sec  page  128. 
ARTIFICIAL   FEET,   LEGS,  AND   PEG   LEGS,  Etc. 


262.  261.                                           260.  255. 

For  Amputation  Below  Fok  Amputation  I^ki.ow  Fou  Amputation  Helow  For  Amputation  Above 

Knee  with  Rest  for  Knee.                          Knee,  Leather  Knee,  Leather  or 

'  Stump.                                                                           Laced  Bucket.  Wood  Bucket. 


ILLUSTRATIONS   TO  PART  /.,   QUARTERL\  PRICE-CURRENT. 
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SECTION  XI.  coiithiued—Yox  Contents,  see  page  128. 
DIRECTIONS  FOR  MEASUREMENT. 

AuM  AND  Hand,  A.  l''ig.        page  129. 
Circumference— No.  i.  At  axilla. 

No.  2.  Middle  of  stump. 
No.  3.  End  of  stump. 
No.  4,  5,  6,  7.    Of  sound  arm. 
Length— No.  i  to  3.  Stump  from  axilla. 

No.  I  to  4.  .Sound  arm  from  axilla  to  elbow. 
No.  4  to  7.  Sound  arm  IVoni  elbow  to  wrist. 
Tr.icing  on  paper  of  sound  hand  with  lingers  extended. 
State  whether  for  right  or  left. 


&  6 

.•Vsil'UTATION  .\D0VE  ElUOW 

Arm  Sockets,  A.  Fig.  217,  219,  page  129 
Circumference— No.  i.  .Vt  axilla. 

No.  2.  Middle  of  stump. 
No.  3.  End  of  stump. 
Length— No.  :  to  3.  Stump  from  axilla. 

St.ite  whether  for  right  or  left. 


Akm  and  Hand,  B.  Fig.  215,  2:6,  page  129. 
Circumference— No.  1.  At  axilla. 

No.  2.  Above  elbow. 
No.  3.  At  elbow. 

No.  4,  5,  6.  At  middle  and  end  of  stump. 
Length — No.  3  to  6.  .Stump  from  elbow. 

No.  3  to  7.  .Sound  arm  from  elbow  to  wrist. 
Tracing  on  paper  of  sound  hand  with  (iugers  extended. 
State  whether  for  right  or  left. 


Ami'UTation  Bki.ow  Ki.H'IW. 


AuM  SocKiiT,  B.  Fig.  220,  page  129. 
Circumference— No.  i.  At  a.\illa. 

No.  2.  Above  elbow. 
No.  3.  At  elbow. 

No.  4,  5,  6.  Middle  and  end  of  stump. 
Length — No.  3  to  7.  Sound  arm  from  elbow  to  ' 
State  whether  for  right  or  left. 
Personal  attendance  or  a  plaster  cast  will  be  necessary  for  taking  measurement  for  Fig.  219,  p.-ige  129. 


\Z  II  lO 

Artificial  Leg,  Amputatio.v 
Above  Knee,  Etc. — A. 
Artificial  Legs,  A 
Circumference — No.  i. 

No.  2. 
No.  3. 
No.  4. 
No.  5 
No.  6. 
No.  7. 
No.  10, 
No, 


— \  ^ 

1 

II 

tz 

Peg  Leg,  Amputation 
Above  Knee. — B. 
Fig.  241,  242,  243,  244,  pages  130,  131. 
At  crotch. 
At  crotch. 
Middle  of  stump. 
End  of  stump. 
Sound  leg  at  knee. 
Sound  leg  at  calf. 
Sound  leg  at  ankle. 
Sound  foot,  instep  and  heel. 
Sound  foot  at  instep. 
No.  12.  Sound  foot  at  toes. 
Length— No.  2  to  8.  .Stump  from  crotch. 

No.  8  to  9.  End  of  stump  to  ground. 
Tracing  on  paper  of  stump  and  foot  of  sound  leg. 
State  whether  for  right  or  left. 


Peg  Leg,  Amputation 
Below  Knee,  Etc.— C. 


10  9 

Artificial  Leg,  .Imputation 
Below  Knee,  Etc.— D. 


Peg  Leg,  B.  Fig.  255,  256,  257,  pages  130,  132. 
Circumference — No.  1.  Thigh  at  crotch. 

No.  2.  Thigh  at  crotch. 
No.  3.  Middle  of  stump. 
No.  4.  End  of  stump. 
Length  — No.  2  to  5.  Stump  from  crotch. 
No.  2  to  6.  Crotch  to  ground. 

State  whether  for  right  or  left. 


For  Part  Amputation  of  Foot,  Chopart's  or  Syme'.s  Operation,  A. 
Fig.  251,  252,  253,  pages  131,  132. 
It  is  desirable  to  have  a  plaster  cast  of  the  stump  ;  if  this  cannot  be 
procured,  the  following  measurements  should  be  accuratelj-  taken  :— 
Circumference — No.  6.    At  calf. 

No.  7.    At  ankle. 
No.  10.  Heel  of  sound  leg. 
No.  II.  Instep  of  sound  leg. 
No.  12.  Toes  of  sound  leg. 
Length — No.  5  to  10.    Centre  of  knee  to  ground. 
Tracing  on  paper  of  stump  and  foot  of  sound  leg. 
State  whether  for  right  or  left. 


For  Amputation  at  Ankle-joint,  Chopart's  Operation,  C. 
Fig.  249,  page  131. 
For  .^MP^JTATION  at  Ankle-joint,  .Svme's  Operation, 
Fig.  249,  251.  254,  pages  131,  132. 
Pk(;  Li-x;,  C.  ('"ig.  261,  262,  page  132. 
Circumference — No.  2.  At  knee. 

No.  3.  End  of  stump. 
Length — No.  4  to  5.  Knee  to  ground. 

No.  2  to  3.  Length  of  stump. 

.State  whether  for  right  or  left. 


D.  Fig.  245,  246,  247,  248,  pages  130,  131.  . 
At  crotch. 
Middle  of  thigh. 
.\bove  knee. 
At  knee. 

Two  inches  below  knee. 
End  of  stump. 
Ankle  of  sound  leg. 
Heel  of  sound  foot. 
Instep  of  sound  fool. 
No.  10.  Sound  foot  at  toes. 
No.  4  to  12.  Length  from  centre  of  knee  to  ground. 
No.  4  to  II.  Length  from  centre  of  knee  to  end  of  stump. 
'I'racing  on  paper  of  stump  and  foot  of  sound  leg. 
State  whether  for  right  or  left. 


Artificial  Legs, 
Circumference— No.  i. 

No.  2. 
No.  3. 
No.  4. 
No  5- 
No.  6. 
No.  7. 
No.  8. 
No.  9 


Artificial  Peg  Legs,  Leather  Buckets,  D.  Fig.  258,  259,  page  132. 
Circumference — No  2.  Thigh. 

No.  3.  Thigh  lower  third. 
No.  5.  lielow  knee. 
No.  6.  End  of  stump. 
Length — No.  2  to  5.  Thigh  to  below  knee. 

No.  5  to  12.  Below  knee  to  ground. 
State  whether  for  right  or  left. 
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SECTION   XI.  continued — For  Contknis,  see  page  128. 

CRUTCHES. 


ILLUSTRATIONS  TO  PART  I.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  XI.  continued — For  Contents,  see  page  i2l 
CRUTCHES   AND  CRUTCH  STICKS. 


X  . 
6^ 
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.V.  A/AM',  SON        THOMPSON,  LONDON. 


SECTION  XI.  continued — For  Conten-j'S,  see  page  128. 
FRAMES,  SLINGS,  AND  CRAULICS  FOR  FRACTURES  AND  EXCISION. 


120. 

Cradlf.  and  Swing,  Lawrence's, 
WITH  Neville's  Leg  and  Thigh 
Splints,  three  sizes. 


^   

124.  ^ 

Iron  Japanned  Frame,  Wood  Base, 
FOR  Protecting  the  Legs  from  the 
Pressure  of  Bedclothes,  Luke's. 


122. 


Cradle  and  Swing,  for 
Fractures,  Salter's. 


118. 

Cradle  and  Swing,  for  Fractures, 
Greenslade's. 


Iron  Japanned  Frame,  for 
Protecting  the  Legs  from  the 
Pressure  of  Bedclothes, 
three  sizes. 


119. 


Cradle,  with  Leg  and  Thigh  .Splint 
(Excision),  Howse's. 

Sling  for  Foot,  Leather. 


117a. 

Cradle  and  .Swing,  for  Fractures, 
Furner's. 


121. 

Portable  Cradle  for  Fractures, 
Paget's. 


213. 


Wire  Gauze,  with  Elbow. 


210. 

Leather,  wuh  Elbow. 


211. 

Leather,  without  F.lhow. 


Leather,  with  Slide  to 
Elongate.  ^ 


Arm  Slings. 


ILLUSTRATIONS  TO  PART  I.,  QUARTERLY  PRICE-CURRENT. 


SECTION  XI.  continued— Y ox  Contents,  see  page  128. 
APPARATUS  AND  APPLIANCES  FOR  DEl-ORM ITl KS. 


For  Eversion  of 
Foot,  Maw's. 


For  Inward  or  Outward 
Curvature  of  Tibia. 


  8. 

Abductor,  for  Genu  valgum,  Little's 


17. 

For  Outward 
Curvature  of 
Tibia,  Fisher's. 


For  Anterior 
Curvature  of 
Tibia. 


Splint  for  Drop-wrist. 


For  (Posterior)  Displacement 
OF  Tibia. 


2. 

.Spring  for 
Bunions, 


Metal  Plate  for  the  Adjustment 
of  Hammer  Toes' 


Steel  Supports  and  Boots  for  Inward 
Curvature  of  Ankle. 


Double  Splint,  and  Leather 
Case  Boot  for  Ununited 
Fracture  of  Tibia. 


Support  for  Wear  aiter 
Dislocation  of  Knee. 


A/AkF,  SON        THOMPSON,  LONDOA. 


SECTION  XI.  continued — For  Contents,  see  page  128. 
Apparatus  and  Appliances  for  '[)v.FO\^m-nKS— continued. 


Steel  Support  with  Rack, 
FOR  Hip-joint  Disease. 


16. 

Wood  Splint, 
Padded,  for 
Inward  or 
Outward 
Curvature  of 
Tibia. 


Steel  Support  with  Boot, 
FOR  Rotation  of  the  Foot. 


Steel  Support  with  Boot 
FOR  Infantile  Paralysis. 


20. 

.Steel  Support,  Douni.E, 
with  Boot  and  Thigh-piece, 
FOR  Ununited  Fracture 
OF  Fe.mur. 


Steel  Supports  and  Boots,  for 
Inward  Curvature  of  the 
Knees. 


Steel  Supports,  to  Extend 
to  the  Pelvis,  with  Boots 

FOR  EVERSION  OF  FeET, 

Maw's.' 


/LLUSTRAT/OA'S  TO  PART  /.,  ()UARTER!.\  J'RICE-CURRENT. 


SECTION  XT.  continued— Yor  Contents,  see  page  128. 
Apparatus  and  Ai'Im.iances  kou  Dkkormitif.s — confiniied. 

TAI.ll'l'-.s. 


52. 


Steel  Support,  Padded, 
WITH  Boot,  Little's. 


Shoe  with  Appendages, 
Scarpa's-Little's. 


Double  Steel  Supports 
with  Shoe,  Davy's. 


Iron  Shoe,  Universal, 
Reeves's. 


Double  Lateral  Support 
AND  Boot,  Little's  Improved. 


For  Talipes  Calcaneus. 


Steel  Support  and  Shoe,  Scarpa's  Improved. 


Steel  .Support  and  Shoe, 
Scarpa's. 


For  Talipes  Varus,  .Sayre's. 


I40 


S.  xMAM^',   SON  £r>   THOMPSON,  LONDON. 


SECTION  XI.  tontinued — For  Conten'is,  see  page  128. 
Apparatus  and  Ai'im.iances  for  Deformities  {continued). 


Splint,  Iron  Japanned, 
FOR  Talipes,  Little's. 


Valgus  Pad,  India- 
rubber. 


Splint  with  Padded  Strap, 
FOR  Incipient  Talipes. 


Splint,  Iron  Japanned 
Hinged,  for  Talipes, 
Little's. 


70. 

Valgus  Plate. 


.Spring  .Sole  for  Flat  Feet. 


ii 


64. 

Splint,  Wire  Gauze, 
FOR  Tenotomy. 


72. 

Varus  Plate. 


75. 

For  Writers'  Cramp,  Mathieu's. 


73. 

For  Writers'  Cramp,  Duchennk's. 


129. 


For  Fractured  Nose,  Maw's. 


For  Writers"  Cramp, 
Mathieu's. 


For  Writers"  Cramp,  Duchenne's. 


For  Writers'  Cramp, 
Mathieu's. 


ILLUSTRATIONS   TO   PART  /.,   (QUARTERLY  PRICE-CURRENT. 
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SECTION  Xi.  continued— Y ox  Contents,  see  page  128. 
Apparatus  and  Ai'pi.iancks  for  ^)v.\^■o\i^\\■v\v.^  -amfiniied. 


45. 

Jury  Mast,  Sayre's. 


Suspension  Apparatus  for  Locomotor 
Ataxy,  Charcot's. 


Suspension  Apparatus,  Macnaughton 
Jones's. 


42. 

Felt  Jacket  and  Jury  Mast. 


Suspension  Appai^atus, 
Gillingham's. 


1^ 


47. 

Trj\beze,  Douhi.k,  for  Laterai- 
Curvature. 


46. 

Trapeze  i-or  Angular  Curvature. 


'4^ 


SECTION  XI.  continued — For  Conten'is,  see  page  128. 
Apparatus  and  Ahpi.ian'cics  for  Dkkokmitiks — continued. 
FOR  CURVATURIC  OF  THE  Sl'INlC,  Ere. 


26. 


For  Angul.\r  Curvature,  Pott's. 


28. 

For  Incipient  Angular  Curvature. 


For  Double  Lateral  Curvature. 


For  Lateral  Curvature  with  Rotation. 


For  Posterior  Curvature.  For  Posterior  Angular  Curvature. 


40. 

FoK  Wry  Neck. 


Moulded  Leather  Jacket  j.-qr  Lateral  Curvature, 

for  Angular  Curvature. 
For  Corset.s  and  Expander-s  for  Chest  and  Spine,  see  page  163,  Section  All. 


ILLUSTRATIONS  TO  PART  /.,  (2UARTKRLV  PRICE-CURRENT. 


■43 


SECTION  XI.  continued— Yox  Conticnts,  sec  page  128. 
AprAKATUS  AND  AiM'LiANCiiS  FOR  I )  lo  FO  K  M  IT  I  lis — Continued. 
KOK  CURVATURE  OF  Till':  Sl'INI-,  Etc. 


For  Pott's  Disease,  ok 
Angular  Curvature. 


For  Curvature  and  Pelvic 
Deformities,  Protheroe 
Smith's. 


30. 

For  Double  Lateral  Curva- 
ture, WITH  Relaxed  Scapula. 
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S.  MA  IV,  SON  6-  THOMPSON,  LONDOA. 


SECTION   XI.  continued — For  Contents,  see  page  128. 
Ai'PARATUS  AND  APPLIANCES  FOR  DISLOCATIONS  AND  FRACTURES. 


79. 

For  Dislocated 
Shoulder. 


128. 

For  Fractured 
Jaw,  Foroplastic. 


Splint  for  Fractured  Patella,  Lonsdale's 


200. 


F"or  Fractured 
Patella,  Etc.,  as 
used  at 
Middlese.k  Hospital. 


201. 

For  Fractured 
Patella, 
poroplastic. 


199. 

Moulded  Splint  for 
THE  Knee,  with  Steel 
Joints,  Maw's. 


198. 

For  Fractured 
Patella,  Leather, 
Maw's. 


For  Fractured 
Patella, 
Maw's. 


184. 


Moulded  Leather  and  Poroplastic  Caps. 


ILLUSTRATIONS   TO   PART  /.,   (JUARTERLY  PRICE-CURRENT. 
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SECTION   XI.  continued — For  Contents,  see  page  128. 
MOULDED  SPLINTS  FOR  HIP-JOINT  DISEASE  AND  APPARATUS  FOR 

EXTENSION. 


Splint  for  Disease  of  the  Hip-joint,  Campbell  De  Morgan's. 


Splint  for  E.\tension 
of  Ankle,  Sayre's. 


114. 

Splint  for 
Extension  of  Knee 
Sayre's. 


146  S.   MA  IV,   SON         THOMPSON,  LONDON. 


SECTION   XI.  confini/ed — For  Contknts,  see  page  128. 
APPARATUS,   ETC.,   FOR   EXTENSION   AND  SUSPENSION. 


ILLUSTRATIONS   TO   PART  /.,   QUARTERLY  PRICE-CURRENT. 
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SECTION  XI.  continued— ?ox  Contents,  see  page  128. 

APPARATUS  AND  APPLIANCES  p-QR  EXCISION,  EXTENSION, 

AND  FRACTURES. 


139. 

Anterior  Elbow  Splint, 
Wood. 


140. 


Splint  for  Elbow,-  Iron 
Japanned,  Winchester's. 


Splint  for  Excision  of  Elbow,  with  Hand-plate,  Iron  Japanned, 

F.  Mason's. 


146. 

Splint  for  Humerus, 
with  Set  Screw  for 
Elongation. 


142. 

Splint  for  Elbow 
and  Radius. 


Splint  for  E.xcision  of  Elbow,  Iron  Japanned,  Maw's 


86. 


Moulded  Elbow  Splint,  for 
use  after  E.xcision. 


Splint  for  Excision  of  Elbow,  Iron 
Japanned,  F.  Mason's. 


156. 

Splint  for 
Knee,  Wood. 


144. 

Splint  for  Hand,  Wire. 


Splint  for  Elbow,  Wire  Gauze. 


109. 


Apparatus  for  Extension,  Sieveking's. 


Splint  for  Excision  of  Elbow, 
Heath's. 


14S 


S.  MAW,  SON        THOMPSON,  LONDON. 


SECTION  XI.  amtitiued — For  Contents,  see  page  128. 
APPARATUS   FOR  FRACTURES. 


136a. 


Splints  for  Arm,  Perko rated  Zinc 


134. 


Splints  for  Arm,  Wood,  Cline's. 


137. 

Splints  for  Arm,  Hand,  and  Finger,  Wood-lined, 
Gooch's. 


138. 


Splints  for  Arm,  Hand,  and  Finger,  Wood,  Pott's. 


152. 


147. 


Splint  for  Arji,  Hinged,  Zinc. 


Splint  for  Radius,  Wood,  Watson's. 


'Kettle  Holder"  Splinting. 


145. 

Splint  for  Hand 
Wire. 


131. 

Splint  for  Arm,  Wood. 


149. 


Splints  for  Radius,  Carr's. 


132. 


Splint  for  Arm,  Hinged,  with 
Set  Screw,  Wood  and  Iron. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


SECTION   XI.  continued— Yo^  Contents,  see  page  128. 
Apparatus  for  Fractures — continued. 


o        o        o  o 
00  o 

0000' 


'  o         o  00 
000    I  Q 
o        o  00, 


Splint  for  Leg  and  Thigh,  with  Screw  for 
Elongating,  Iron  Japanned,  Fergusson's. 


1  ii 


o 

b. 
[- 


153. 


Splint  for  Leg  and  Thigh,  Wire  Gauze,  Bonnet's. 


154. 


156. 


Splint  for  Leg,  Wire  Gauze,  Bonnet's. 


181. 

Splint  for  Transverse  Fracture 
Patella,  Amesbury's. 


Splint  for  Fracture  of  Upper  Part  of  Femur,  Amesbury's 


158. 

Splints  for  Leg, 
Galvanized  Wire. 


For  Oblique  Fracture  of  Tibia. 


.V.  AfApy,  SON  &-  THOMPSON,  LONDON. 


SECTION   XI.  contimied — For  Contents,  see  page  128. 

Apparatus  for  Fractures — continued. 


Splint  for  Leg  and  Thigh,  Iron  Jajjanneu,  St.  Bartholomew's 
Hospital  Pattern. 


157. 

Splint  for  Leg, 
Iron  J.\panned, 
Cline's. 


Splint  for  Leg  and  Thigh,  with  Sliding  Thigh-piece  and 
Heel-plate,  Iron  Japanned. 


Splint  for  Leg  and  Thigh,  Iron  Japanned,  Liston's. 


174, 


Splint  for  Leg  and  Thigh,  Iron  Japanned,  with 
Rack  Adjustment,  Liston's. 


Splint  for  Leg,  Iron  Japanned,  with  Sliding  Heel-plate, 
Dupuytren's. 


169. 


Splint  for  Leg  and  Thigh,  Double  Inclined  Plane,  Iron 
Japanned,  with  Extension  Screws  and  extra  Thigh-piece, 
Liston's. 


ILLUSTRATIONS  TO  PART  /.,  QUARIERLY  PRICE-CURRENT. 


Ill 


SECTION   XI.  continued — For  Contents,  see  page  128. 
Apparatus  for  Fractures — continued. 


Splint  for  Leg  and  Thigh,  with  Interrupted  Thigh  Splint,  Fergusson's. 


163. 

.Splint,  Wyatt's 
"  Universal.' 


178. 

Splint  for  Leg  and  Thigh,  with  Shifting  Foot-piece, 
adaptable  for  either  side.  Maw's. 


167. 

Splint  for  Leg  and  Thigh,  Bulley's. 


168. 

Splint  for  Leg  and  Thigh,  Iron  Japanned,  Busk's. 


ILLUSTRATIONS   TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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235. 


SECTION   XI.  continued— Yox  Contents,  see  page  128 


236. 


238. 


239. 


Appliances  for  Partial  Amputation  of  the  Hand. 
A  Plaster  Cast  required. 


277. 


Appliances  for  Riders'  Sprain. 


240. 


DIRECTIONS   FOR  MEASUREMENT. 


Angular  Curvatuke,   Fig.  25,   28,  37,  page  142 ; 

Fig.  24,  page  143. 
Posterior  Curvature,  Fig.  36  and  37,  page  14a', 

Fig.  38,  page  143. 
Moulded  Leather  Jacket,  Fig.  26,  page  142. 

No.  1.  Circumference  of  Chest  in  a  line  with 
Axilla. 

No.  2.  Circumference  of  Waist. 
No.  3.  Circumference  of  Pelvis  below  the  Crest  of 
Ilium. 

No.  I  to  3.  Length  from  Axilla  to  below  Crest  of 
Ilium  and  Great  Trochanter  on  right  side. 

No.  I  to  3.  Length  from  Axilla  to  below  Crest  or 
Ilium  and  Great  Trochanter  on  left  side. 


Lateral  Curvature,  Fig.  31,  33,  35,  page  142 ; 

Fig.  29,  30,  32,  34,  page  143. 
PoROPLASTic  Jacket,  Fig.  39,  page  143. 

No.  I.  Circumference  of  Chest  in  a  line  with 
Axilla. 

No.  2.  Circumference  of  Waist. 
No.  3.  Circumference  of  Pelvis  below  the  Crest  of 
Ilium. 

No.  I  to  3.  Length  from  Axilla  to  Crest  of  Ilium 
and  Great  Trochanter,  right  side. 

No.  I  to  3.  Length  from  Axilla  to  Crest  of  Ilium 
and  Great  Trochanter,  left  side. 

State  side  of  Protuberance  and  its  transverse  diameter. 


Lateral   Curvature  and   Pelvic  Deformity, 
Fig.  27,  page  143. 
No.  1.  Circumference  of  Chest,  in   a  line  with 
Axilla. 

No.  2.  Circumference  of  Waist. 
No.  3.  Circumference  of  Pelvis  below  Crest  of 
Ilium. 

No.  2  to  3.  Length  from  Waist  to  below  Crest  of 
Ilium. 

No.  4  to  5.  Length    from    Sacrum    to  Cervical 
Vertebras. 


Wry  Neck,  Fig.  40,  page  142. 
Wry  Neck,  Fig.  41,  page  143. 
Circumference  of  Head. 
No.  I.  Circumference  of  Chest. 
No.  2.  Circumference  of  W.iist. 
No.  3.  Circumference  of  Pelvis,  one  inch  below 
Crest  of  Ilium. 

No.  4  to  s.  Length  from  Sacro-lumbar  Articul.i- 
tion  to  base  of  Skull. 

No.  I  to  3.  Length  from  A.\illa  to  Great  Tro- 
chanter. 

Age  and  sex  of  patient,  and  state  towards  which 
side  the  head  leans. 
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A/A  IV,  SOAr,        THOMPSON,  LONDON. 


SEC  TION  XI.  continued— Y ox  Contents,  see  page  128. 
Directions  for  Measurement — Continued. 


g- 13 


152- 
17. 


Anterior  Curvature  ok  Tiuia,  I'ig. 
page  137. 

Extension  of  Ankle,  Fig.  99,  page  145. 
EvERSioN  OF  Foot,  Fig.  7,  page  137. 
Hammer  Toes,  Fig.  9,  page  137. 
Inwaru  or  Outward  Curvature,  Fig. 

14,  page  137  ;  Fig.  16,  p.ige  138. 
Laceo  Si'LInt  for  Ankle,  Fig.  186,  page  1 
Outward  Curvature  of  Tiiiia,  Fig. 

page  137. 

T.\lipes  Ai'I'liance.s,  on  pages  139,  140. 
Ununited  Fracture  of  Tibia,  Fig.  21,  page 
■37- 

No.  I.  Circumference  below  Knee. 
No.  2.  Circumference  at  Ankle. 
No.  3.  Circumference  at  Heel  and  Instep. 
No.  4.  Circumference  at  Instep. 
No.  5.  Circumference  at  Toes. 
No.  I  to  3.  Length  from  below  Knee  to 
Heel. 

Tracing^  of  foot    on    paper     and  state 
whether  right  or  left. 


Ankle  Splint,  Thomas's,  Fig.  100,  page 
146. 

EvERSiON  OF  Foot,  Fig.  6,  page  138. 
Infantile  Paralysis,  Fig.  11,  page  138. 
Inw.\kd  and    Outward  Curvature, 

Fig.  13  and  18,  page  137. 
Knee  Splint,  Thomas's,  Fig.  115,  page 

146. 

No.  3.  Circumference  of  Thigh. 
No.  4.  Circumference  of  lower  third  of 
Thigh. 

No.  5.  Circumference  of  Calf. 

No.  6.  Circumference  of  Ankle. 

No.  I  to  4.  Length  from  Pelvis  to 
lower  third  of  Thigh. 

No.  4  to  6.  Length  from  lower  third 
of  Thigh  to  Ankle. 

State  whether  right  or  left. 

R0T.A.T10N  OF  Foot,  Fig.  19,  page  138. 
Support  for  Hip- Joint  Disease,  Fig.  10, 
page  138. 

Ununited  Fracture  of  Femur,  Fig.  20, 
page  138. 
No.  I.  Circumference  of  Pelvis. 
No.  2.  Circumference  of  Crotch. 
No.  3.  Circumference  of  Thigh. 
No.  4.  Circumference  of  lower  third 
of  Thigh. 

No.  5.  Circumference  of  Calf. 
No.  6.  Circumference  of  Ankle. 
No.  7.  Circumference  of  Heel  and 
Instep. 

No.  8.  Circumference  of  Instep. 
No.  9.  Circumference  at  Toes. 
No.  I  to  3.  Length  from  Pelvis  to  Thigh. 
No.  3  to  5.  Length  from  Thigh  to  Knee. 
No.  4  to  7.  Length  from  lower  third  of  Thigh  to  Ground. 
Tracing  of  Foot  on  paper,  and  if  one  Instrument  only  required, 
state  whether  right  or  left. 


Fractured  Jaw,  Fig.  126,  127,  128,  page  144. 
No.  I.  Circumference  of  Head  from  back 
to  front. 

No.  2  and  3.  Circumference  over  the 
Head  and  under  the  Chin. 

No.  4  to  5.  Length  from  Centre  of  Fore- 
head to  Occiput. 


Splint  for  Drop-wrist, 

No.  I.  Circumference 
of  .^rm. 

No.  2.  Circumference 
of  Arm, 

No.  3.  Circumference 
of  Hand. 

No.  I  to  3.  Length 
of  .'Vrm  to  Hand. 


Fig.  5>  page  i37- 


Disi.ocATioN  OF  Knee,  Fig.  3,  page  137. 
Displacement  of  Tibia,  Fig.  4,  page  137. 
Inward  Curvature  of  Knees,  Fig.  12,  page 
138. 

Knf.e  and  Leg  Splint,  Fig.  195,  page  152. 
Tuitiii,  Knee,  and  Ankle  Splint,  Fig.  208, 
p.-ige  152. 

No.  I.  Circumference  of  Thigh. 

No.  2.  Circumference  lower  third  of  Thigh. 

No.  3.  Circumference  below  Knee. 

No.  4.  Circumference  at  Ankle. 

No.  5.  Circumference  at  Heel  and  Instep. 

No.  6.  Circumference  at  Instep. 

No.  7.  Circumference  at  Toes. 

No.  I  to  3.  Length  from  Thigh  to  Knee. 

No.  3  to  5.  Length  from  Knee  to  Heel. 

Tracing  of  Foot  on  paper  ;  state  whether 
right  or  left. 
Knee  Splint,  Savre's,  Fig.  114,  page  145. 
Knee  Splint,  Fig.  194,  page  152  ;  Fig.  197 
to  201,  page  144. 

No.  2.  Circumference  5  inches  above  Knee. 

No.  3.  Circumference4inchesbelowKnee. 

No.  1  to  3.   Length  from  above  to  below 
Knee. 

State  whether  right  or  left. 


Hip  Splint,  Moulded,  Fig.  107.  page  145. 
Extension  Splint,  Short,  Sayre's,  Fig.  106, 
page  145. 

No.  8.  Circumference  of  Pelvis  below 
Crest  of  Ilium. 

No.  g.  Circumference  of  Pelvis  at  Great 
Trochanter. 

No.  10.  Circumference  of  Thigh. 

No.  II.     _      „  „ 

No.  12.  Circumference  ofThigh  at  lower 
third. 

No.  8  to  II.  Length  from  Pelvis  to 
Thigh. 

No.  II  and  12.  Length  from  top  of 
Thigh  to  lower  third. 

State  whether  right  or  left. 


Hip  Splint.  Sayi^e's,  Fig.  103,  page  146. 
Hip  Splint,  Thomas's,  Fig.  110,  in,  page 
146. 

Hip  Splint,  Thomas's  (Collins's),  Fig. 
112,  page  146. 
No.  I.  Circumference  at  Chest. 
No.  2.  Circumference  of  Pelvis. 
No.  3.  Circumference  of  Thigh. 
No.  4.  Circumference  of  Ankle. 
No.  I  to  3.  Length  from  Scapula  to 
Thigh. 

No.  3  to  4.  Length  from  Thigh  to 
Ankle. 

Slate  whether  right  or  left  (if  single 
one  required),  and  give  as  near  as 
possible  an  oulline  of  ligure  as  attached 
marked  A. 


Nearly  the  whole  of  the  contents  of  Section  XI.  are  manufactured  on  the  premises,  under  the  .superintendence  of  competent 
inanafj;er.s,  and  the  adjustment  of  the  various  appliances  can  be  accomplished  with  despatch. 
For  Plaster-of-Paris  and  Poroplastic  Jackets  it  is  desirable  to  give  a  few  days'  notice. 
Convenient  Waiting  and  Fitting  Rooms. 

Experienced  Assistants,  Male  and  Female,  daily  in  attendance  between  the  hours  of  10  a.m.  and  4  p.m.,  excF.pt 
on  Saturdays.    They  can  also  be  sent  to  any  part  of  the  United  Kingdom  by  giving  twenty-four  hours'  notice. 


SECTION  XII. 


APPARATUS  FOR  REFRACTORY  PATIENTS, 
BANDAGES,  MACHINES  FOR  ROLLING  BANDAGES, 

BELTS,  BED  TABLES,  CARRYING  CHAIR, 
CORSETS  AND  EXPANDERS   FOR  THE  CHEST 
AND  SPINE,  ELASTIC  STOCKINGS,  Etc., 
INDIA-RUBBER  CUSHIONS,  ICE  BAGS, 
MATTRESSES,  PILLOWS,  SHEETS,  URINALS, 
SUPPORTS  FOR  BACK  AND  LEG, 
MASSAGE  INSTRUMENTS,  AND  TRUSSES. 


CONTENTS  OF 


SECTION  XII 


PAGE 

AIR-PROOF  GOODS- 
BATH  SHEET    i66 

BED  PANS   i66 

BELLOWS   165 

CUSHIONS   165,  166 

MATTRESS   165 

PILLOWS   165,  166 

SWIMMING  BELT    166 

'  SWIMMING  COLLAR   165 

APPARATUS     FOR  REFRACTORY 

PATIENTS   157 

BANDAGES- 
CALICO    160 

COTTON  ELASTIC    160 

ESMARCH'S    160 

FLANNEL   160 

INDIA-RUBBER  WEB   160 

MUSLIN    160 

PARA-RUBBER   160 

SUSPENSORY    162 

WATER  DRESSING    160 

BED  TABLES   157 

BELTS- 
ABDOMEN   158 

BREAST    161 

CHOLERA   161 

COLOTOMY    158,  159 

FRACTURED  RIB    161 

HERNIA    159 

HUNTING   161 

LUMBAGO   161 

MOVABLE  KIDNEY    159 

PROLAPSE     OF     RECTUM  AND 

UTERUS  ...    159 

RHEUMATISM    161 

RIDING    161 

SCIATICA   161 

SPINA  BIFIDA   159 

UMBILICAL  HERNIA   159,  161 


PAGE 

BINDERS   TO    WEAR  AFTER 

ACCOUCHEMENT    158 

CHAIR  FOR  CARRYING  INVALIDS  ...  157 

COMPRESSES   161 

CORSETS     FOR    THE    CHEST  AND 

SPINE    163 

DIRECTIONS  FOR  MEASUREMENT...  174 

DUMB  BELLS   163 

ELASTIC  GOODS- 
ANKLETS    164 

ARMLETS   164 

ELBOW-CAPS    164 

KNEE-CAPS    164 

LEGGINGS   164 

STOCKINGS    164 

WRISTLETS    164 

EXPANDERS   FOR  THE   CHEST  AND 

SPINE    163 

FINGER  STALL    160 

INDIA-RUBBER  WATER-PROOF  GOODS- 
BAGS      AND      CAPS     FOR  THE 
APPLICATION  OF  ICE  OR  HOT 

WATER   168 

BED  SHEETS    167 

BOTTLES  FOR  HOT  WATER        166,  167 

CUSHIONS   167 

MATTRESSES    167 

PILLOWS   167 

URINALS   168,  169 

MACHINES  FOR  ROLLING  BANDAGES  160 

MASSAGE  INSTRUMENTS    i73 

SAFETY  PIN   160 

SHEARS    FOR    REMOVING  STARCH 

BANDAGES    17  3 

SUPPORTS  FOR  THE  BACK  AND  LEG  157 

TRUSSES  170,  171,  172 

VACCINATION  SHIELD    160 

WRISTLETS,  LEATHER    164 


SECTION 

APPARATUS    FOR    REFRACTORY    PATIENTS,   SUPPORTS   FOR   THE  LEG 
AND  BACK,   BED   TABLES,   AND   CHAIR    FOR   CARRYING  INVALIDS. 


19. 


Anklets  and  Wristlets, 
WITH  Spring  Locks,  Body  Ban 
AND  Long  Bed  Straps. 


Anklets  and  Wristlets, 
WITH  Improved  Locks,  Body 
Bands  and  Long  Straps. 


24. 

Wristlets,  with 
Screw  Lock  and 
Clamp,  for 
securing  the 
Wrist  to  the 
Bedstead. 


Strait- Waistcoat. 


225. 

Wood. 


224. 


Iron  Japanned,  with  Canvas  Centre 
AND  Arm  Rests. 


223. 

Iron  Japanned,  with  Canvas 
Centre. 


.Supports  for  the  Back  in  Bed. 
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SECTION  XII.  continued — For  Contents,  see  page  156. 

BELTS   FOR  THE  ABDOMEN,    INGUINAL    COLOTOMY,   AND  BINDERS 

FOR  WEAR  AFTER  ACCOUCHEMENT. 


Elastic  Sides,  Jean  Back  and 
Front,  to  Button. 


63. 

Elastic, 

WITH  Fulcrum,  and  Side  Laces. 


Elastic  Woven  Front, 
WITH  Jean  Back,  Draw  Lace. 


Satteen,  Elastic  Sides,  with 
Fulcrum,  and  Side  Laces. 


Elastic  Front,  Jean  and  Elastic 
Fulcrum. 


68. 

Moleskin,  with  Fulcrum  and 
Elastic  Sides,  Draw  Lace, 


<;  Elastic  Fronts,  Jh 
Backs,  to  Buckle 
or  Lace. 


65. 

Elastic, 

TO  Lace  Behind,  Broal  Fulcrum. 


Satteen,  Elastic  Sides,  to  Lace 
Behind. 


58. 


Coutil,  Elastic  Sides,  Broad 
Fulcrum. 


113. 


112. 


Binder,  with  Hook  or  Buckle  Fastenings. 
To  Wear  after  Accouchement. 


Elastic,  with  Draw  L.\ces, 
and  Am  Pad  to  Support 
the  Uterus. 


114. 


Binder  for  Abdomen  and  Pelvis,  to  Wear 
AFTER  Accouchement,  Thorn's. 


Satteen,  with  Elastic  Sides, 
Double  Fulcrum. 


Elastic,  to  Draw  on. 


Elastic  Sides,  with  Jean  Back  and 
Front  Fulcrums. 


Woven  Unbleached  Thread,  Jean 
Back,  and  Fulcrum. 


Elastic,  to  Buckle  in  Front,  with 
Pad  for  Ixguinal  Colotomy. 


Elastic,  to  Lace  Behind,  with  Pad 
FOR  Inouinal  Colotomy. 


ILLUSTRATIONS  TO  PART  /.,  (2UARTERLY  PRICE-CURRENT . 
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SECTION  XII.  conlimted — For  Contents,  see  page  156. 

BELTS  FOR  COLOTOMY,  FEMORAL,  INGUINAL  AND  UMBILICAL  HERNIA, 
MOVABLE  KIDNEY,  PROLAPSE   OF    THE    RECTUM    AND  UTERUS, 

AND   SPINA  BIFIDA. 


Spiral  Elastic,  for  Prolapse  of 
THE  Uterus,  Palfrey's. 


84. 

Elastic,  Laced,  with  Double 
Fulcrum  with  Inflated  Pad  for 
Umbilical  Hernia,  Maw's. 


JgAN,  WITH  India-rubber  Pad, 
FOR  Prolapse  of  the  Uterus. 


Jean,  Waterproof  Lined,  with 
Pad  for  Lumbar  Colotomy. 


% 

^  1 

1 

83. 

Elastic,  for  Umbilical  Hernia, 
five  inches  wide. 


Elastic,  to  Draw  on,  with  Pads 
for  Single  or  Double  Hernia, 
Maw's. 


Elastic  Front,  Laced,  with  Jean 
Back,  for  Prolapse  of  the 
Uterus,  Blundell's. 


Elastic,  with  Thigh-piece  and 
Pad,  for  Femoral  or  Inguinal 
Hernia. 


85. 

Stout  Elastic,  with  Braces,  Understrape, 
AND  Leather  Cup  for  Irreducible 
Umbilical  Hernia. 


Elastic,  to  Lace,  with  Inflated 
Pad  for  Movable  Kidney. 


Jean,  Waterproof,  with  Pad  for 
Lumbar  Colotomy,  and  Pump 
TO  Inflate. 


87. 

Jean,  with  India-rubber  Pad, 
FOR  Prolapse  of  the  Rectum. 


Jean,  with  Hollow  Cup  for 
Spina  Bifida. 


Jean,  with  Vulcanite  Pad 
for  Lumbar  Colotomy. 
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SECTION  XII.  continued. — For  Contents,  see  page  156. 
BANDAGES,  MACHINES  FOR  ROLLING,  SAFETY  PIN,  Etc. 


28. 

India-rubber  Web, 
Frilled  Edges. 


iiii&iiialy 


34. 

Para-rubber, 
Statham's. 


35. 

T  Bandage 


30. 


Muslin  for  Plaster 
OF  Paris. 


Triangular  Bandage, 
Esmarch's. 


209. 
Single-action. 


292.  218. 
Vaccination  Shield.        Safety  Pin,  Cousins's 


208. 

Maw's  Improved. 


158. 

Finger  St.\ll. 


207. 

Double-action. 


Machines  for  Rolling  Bandages. 


ILLUSJRATIOI^S  TO  PART  /.,  QUARTERLY  PRICE-CURRENT.  i6i 


SECTION  XII.  continued — For  Contents,  see  page  156. 
BELTS  FOR  ABDOMEN,  BREAST,  CHOLERA,  FRACTURED  RIBS,  HUNTING, 
INFANTS'  UMBILICAL  HERNIA,  LUMBAGO,  RHEUMATISM, 
RIDING,  AND  SCIATICA;   COMPRESSES  FOR  ABDOMEN  AND  THROAT. 
\ 


Jean  or  Moleskin, 
Elastic  Sides,  with 
Fulcrum. 


S.^TTEEN,  Elastic 
Sides,  Fulcrum  to 
Button. 


99. 

Satteen,  Elastic 
Sides,  Fulcrum  to 
Tie. 


98. 

Satteen,  Elastic 
Sides,  Fulcrum  to 
Hook. 


93. 

Elastic,  to  Lace 
Behind. 


94. 

Elastic  or  Plain 
India-rubber, 
TO  Draw  on. 


100. 

Satteen,  Flannel 
Lined,  Elastic  Sides, 
TO  Lace  Behind. 


96. 

India-rubber,  to 

Draw  on, 
Pad  to  Inflate. 


o 

o 


CQ 


) 


102. 


Felt  Belt,  for  Rheumatism 
and  Sciatica,  Lady's. 


101. 


Felt  Belt,  for  Rheumatism 
and  Sciatica,  Gentleman's. 


Belt  for  the  Breast 
Jessett's. 


106. 

Riding  Belt,  Moleskin, 
with  Elastic  Sides. 


Jean  Belt  for  Lumbago 
Flannel-lined. 


Riding  Belt,  Stout  Coutil 
Front,  Draw-lace. 


104 

Knitted  Wool  Belt,  to  Draw 
ON,  for  Rheumatism, 
Lumbago,  or  Sciatica. 


Riding  Belt  with  Pockets. 


Belt,  Flannel,  with  Elastic  M{ 
Sides,  for  Weak  Back."''®, 


105. 


Belt,  Woven  Elastic  and 
Lamb's-wool,  for  Rheumatism, 
Lumbago,  or  Sciatica. 


107. 

Riding  Belt,  Web,  with 
Elastic  Sides. 


108. 

Riding  Belt,  Stout  Web, 
with  Elastic  Sides. 


92. 

Hunting  Belt  with 
Suspensory  Bandage 


Belt  for  Fractured 
Ribs. 


Compresses  for  the  Throat. 


116. 

Compress  for  the  Abdomen. 
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SECTION  XII.  continued — For  Contents,  see  page  156 
SUSPENSORY  BANDAGES. 


47. 


Jean  Band,  with  Understraps, 
AND  Silk  Net  Bag. 


Jean-  Band.  Tape  Understraps, 

Ci  '     11  >N'    P. AG. 


Jean  Band,  Super  Woven  Silk  and 
India-rubber  Bag. 


Jean  Band  and  "Understraps,  No.  2  and'^. 


For  Hunting  and  Riding,  Maw's  No.  16. 


Jean  Band,  Woven  India-rubber  Bag, 
Silk  or  Cotton. 


"Oxonian,"  Jean  Band,  Elastic 
Insertions,  Tapes  to  Contract 
THE  Bag,  Maws  No.  12. 


Jean  Band,  with  Tapes  to  Contract 
THE  Bag,  No.  10  and  ii. 


52. 

Silk  Band,  Super  Woven  Silk  and 
India-rubber  Bag. 


Linen  Band  and  Understraps,  with 
ELA.'iTic  Insertions,  Cotton  Bag. 


Silk  Ela.stic  Band  and  UNDERiiTRAPS, 
WITH  Fine  Indian  Silk  Bag. 


45. 

Jean  Band,  Elastic  in  Front,  Tapes 
TO  Contract  the  Bag,  Silk  or 
Cotton,  Maw's  No.  22. 


Web  Band,  Tapes  to  Contract 
THE  Bag. 


ILLUSTRATIONS   TO  PARI  /.,   QUARTERLY  PRICE-CURRENT. 
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SECTION  XII.  continued — For  Contents,  see  page  156. 
CORSETS,  DUMB  BELLS,  AND  EXPANDERS  FOR  THE  CHEST  AND  SPINE. 


130. 

Corset  or  Back  Support,  Stout  Coutil, 
Regulating  Lace. 


129. 


Corset  for  Children,  with 
Shoulder  Straps. 


127. 

Chest  Expander,  Maw's. 


126. 

Chest  Expander,  Lady's. 


121.  120.  122. 

Chest  Expander,  with  Stout      Chest  Expander,  with      Chest  Expander,  Gentleman's. 
Whalebone,  Maw's.  Regulating  Lace,  Maw's. 


134. 

Wool  Vest,  Sayre's. 


128. 

Chest  Expander, 
Walsham's. 


123. 


Plain  Indla-rubber,  Flat. 


119. 

Breast  Support, 
Maw's  Improved. 


124. 


Plain  India-rubber,  Round. 


iifi«iiiiiiir» 


125. 


India-rubber,  Silk-covered. 


131. 

Corset,  Lace  Behind. 


133. 

Dumb  Bell,  Wood. 


132. 


Dumb  Bell,  Iron, 
Leather-covered. 
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SECTION  XII.  continued — For  Contents,  see  page  15C. 
ELASTIC   GOODS,  Etc. 


152. 

Knee-cap,  Laced. 


153. 

Knee-cap,  Laced, 
FOR  Lawn  Tennis 
Players. 


156. 

Knee-cap,  Laced, 
Web  and  Moleskin 


165. 

Knee-cap,  Laced 
Spiral  Wire. 


157. 

Stocking,  Laced 
Cotton  or  Silk. 


139. 

Knee-cap,  Extra 
Stout,  for  Foot- 
ball Players. 


140. 
Knee-cap, 
for  Lawn  Tennis 
Players. 


146. 

Stocking  for 
Bicycle  Riders 
Woven  Silk 
and  Wool. 


154. 

Knee-cap,  Laced, 
FOR  Foot-ball 
Players. 


141. 

Knee-cap, 
Knitted  Wool, 

FOR  Rheumatism.    Stocking,  Spiral, 
Elastic. 


142. 

Knee-cap,  Elastic 
and  Rabbit  Skin, 
for  Rheumatism. 


ILLUSTRATIONS  TO  FART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  XII.  continued — For  Contents,  see  page  156 


Portable  Pillow  for  Railway  Travellers. 


Bellows  for  Inflating 
Cushions  and  Pillows. 


Cushion,  Reeded,  Raised  Sides, 
French. 


Circular  Pillow 


Bellows  for  Inflating 
Aiu  Mattresses. 


i66 


S.  MAIV,   SON         THOMPSON,  LONDON. 


SECTION  XII.  continued — For  Contents,  see  page  156. 


INDIA-RUBBER,   AIR,  AND  WATER-PROOF  GOODS. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  XII.  contimied— For  Contents,  see  page  156. 
INDIA-RUBBER   WATER-PROOF  GOODS. 


Mattress,  Improved.  .  175. 


Bed  Sheet,  Plain.  Bed  Sheet,  with  Funnel. 
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SECTION  XII.  continued — For  Contents,  see  page  156. 

INDIA-RUBBER   BAGS   AND   CAPS   FOR  THE   APPLICATION   OF  ICE 

AND    HOT  WATER. 


16G. 

For  iHE  Lumbar 
Region,  Ice, 
Chapman's. 


166. 
Helmet,  Ice. 


Circular,  Ice,  Maw's, 
three  si7es. 


169. 

For  the 
Spine,  Ice, 
Chapman's. 


167. 
For  the 
Scrotum, 
Hot  Water. 


162. 

For  the  Ear, 
Hot  Water. 


168. 

Spine,  Hot  Water, 
Chapman's. 


163a. 

Spiral  Form,  for  the 
Continuous  Applica- 
tion OF  Cold  Water 
TO  the  Head. 


170. 

For  the  Teeth, 
Hot  Water. 


163. 

For  the  Head,  Chest, 
Lumbar,  and  Inguinal 
Regions,  Ice. 


Curved,  for  the  Throat, 
Hot  W.\ter,  Maw's 


164. 

For  the  Heart,  Ice. 


160. 

For  the  Abdomen,  Ice. 


INDIA-RUBBER  URINALS. 


192. 


Female,  for  Day  Use  and 
Travelling. 


194. 

Fe.male,  for  Day  and 
Night  Use, 
Maw's  Improved. 


191. 


Female,  for  Carriage  Use. 


190. 

Female,  for  Bed  Use, 
Maw's  Improved. 


188. 

Female,  for  Bed  Use, 
with  Sponge,  Maw's  No. 


lLLUSTRATJOi\S  TO  PART  /,  (JUAR'IERLY  PRICE-CURRENT. 


SECTION  XII.  continued — For  Contents,  see  page  156. 
INDIA-RUBBER  URINALS. 


201. 

Male,  for  Day  and 
Night  Use, 
Maw's  No.  6. 


202. 

Male, 
FOR  Night  Use, 
Maw's  No.  4. 


206. 

Male  or  Female, 

FOR  F^CES, 

Maw's  No.  10. 


180. 

Female,  for  Bed  Use, 
Maw's  No.  7. 


204. 

Double  Chamber, 
FOR  Night  Use, 
Maw's  No.  5. 


196. 

Male,  for  Day  Use 
and  Travelling. 


195. 

Male,  for  Bed  Use, 
Maw's  No.  ii. 


199. 

Male,  for  Day  Use, 
Maw's  Improved. 


197. 

Male,  for  Day  Use 
AND  Travelling, 
Maw's  No.  2.  ■ 


187. 

For  E.\troversion 
OF  Bl.vdder. 
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SECTION  XII.  continued — For  Contents,  see  page  156. 
DOUBLE  TRUSSES. 


236.  234.                                              242.  243. 

For  Inguinal  Hernia,  For  Inguinal  Hernia,            For  Inguinal  Hernia,  For  Inguinal  Hernia, 

Circular,  "  French  Circular,  Coles's,  Coles's  Expired  Patent,  Moc-Main,  Lever 

Pattern,"  no  Understraps.  Spiral  Springs  in  Pads.  Spiral  Springs  in  Pads.  Springs  on  Pads. 


244. 

For  Inguinal  Hernia, 
Moc-Main, 
Maw's  Improved. 


246. 

For  Inguinal  Hernia, 
Salmon  and  Ody's 
Expired  Patent. 


240. 


For  Inguinal  Hernia, 
Circular  Spring,  with 
Salmon  and  Ody's  Pads. 


For  Inguinal  Hernia, 
Circular,  Sliding  Pads 
to  Enlarge. 


238. 

For  Inguinal  Hernia, 
WITH  Horse-shoe  Pads, 
Wood's. 


230. 

For  Femoral  Hernia, 
Circular. 


231. 

For  Femoral  Hernia, 
Coles's  Expired  Patent. 


251. 


For  Inguinal  and  Scrotal 
Hernia,  Circular. 


250.  232.  252.  254. 

For  Inguinal  and  Femoral     For  Femoral  and  Scrotal    For  Inguinal  and  Umbilical        For  Scrotal  Hernia, 
Hernia,  Circular.  Hernia,  Circular.  Hernia.  Circular,  Improved. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  XII.  continued — For  Contents,  see  page  156. 
T  RUSSES — continued. 


283. 

For  Scrotal  Hernia, 
Circular,  Single, 
Maw's  Improved. 


269.  260.                                284.  246. 

For  Femoral  Hernia,  For  Femoral  Hernia,  Single,    For  Scrotal  For  Inguinal 

Single  Salmon  and  Odv's        Hernia,  Single,  Hernia,  Double, 

Coles's  Expired  Patent.  Expired  Patent.            for  Children.  for  Children. 


256. 

For  Scrotal  Hernia, 
India-rubber, 
WITHOUT  Spring, 
for  Children. 


285. 

For  Scrotal  Hernia, 
Double,  India-rubber, 
without  Spring, 
for  Children. 


281. 

For  Prolapse  of  Uterus 
Hull's. 


249. 

For  Inguinal  Hernia, 
FOR  Infants,  Cousins's. 


286. 

For  Umbilical  Hernia. 


287. 

For  Umbilical  Hernia, 
Circular  Spring. 


288. 

For  Umbilical  Hernia, 
Moc-Main  Pad. 


261. 

For  Inguinal  Colotomy. 


247. 

For  Inguinal 
Hernia,  Double, 
India-rubber, 
for  Children. 


277. 

For  Inguinal 
Hernia,  Single, 
India-rubber, 
FOR  Children 


280. 

For  Prolapse  of 
Rectum. 


278. 

For  Inguinal  Hernia, 
India-rubber,  without 
Spring,  for  Children. 


\ 

248. 

For  Inguinal  Hernia, 
India-rubber,  without 
Spring,  for  Children. 


268. 

For  Femoral  Hernia, 
Inflated  Air  Pad. 


289. 

For  Undescended  Testicle. 


262. 

For  Inguinal  Hernia, 
Irreducible. 


273. 

For  Inguinal  Hernia, 
Coles's  "Desideratum.'' 
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SECTION  XII.  continued — For  Contents,  see  page  156. 
Trusses — continued. 


253. 

For  Scrotal  Hernia, 
Circular,  Double. 


290. 

For  Scrotal  Hernia, 
Leather-laced  Bag. 


For  Scrotal  Hernia, 
Irreducible,  Leather  Bag, 
Band,  and  Braces. 


255. 

For  Scrotal  Hernia, 
Double,  no  Steel  Spring, 
Spanton's. 


263. 

For  Inguinal  Hernia, 
Circular,  Single. 


265. 

For  Inguinal  Hernia, 
Circular,  Single,  Elastic- 
gum,  "  Maw's  Washable," 


267. 

For  Inguinal  Hernia,  Single, 
India-rubber,  for  Wear 
when  Bathing. 


270. 

For  Inguinal  Hernia, 
Circular,  Single, 
"  Maw's." 


266. 

For  Inguinal  Hernia, 
Circular,  Single, 
French  Pattern. 


264. 

For  Inguinal  Hernia, 
Circular,  Single,  Coles's 
Expired  Patent, 
Spiral  Spring  in  Pad. 


272. 


For  Inguinal  Hernia,  Single, 
Coles's  Expired  Patent, 
Spiral  Spring  in  Pad. 


274. 

For  Inguinal  Hernl\, 
Single,  Moc-Main, 
Spring  on  Pad. 


275. 

For  Inguinal  Hernia, 
Single,  Moc-Main, 
Maw's  Improved. 


276. 

For  Inguinal  Hernia,  Single, 
Salmon  and  Ody's  Expired 
Patent. 


271. 


For  Inguinal  Hernia, 
Circular,  Single,  Sliding 
Pad  to  Enlarge. 


269. 

For  Inguinal  Hernia, 
Circular,  Single, 
Horse-shoe  Pad,  Wood's. 


257. 

For  Femoral  Hernia; 
Circular,  .Single. 


268. 

For  Femoral  Hernia, 
Circular,  Single,  Hollow 
Pad,  for  Irreducible  Hernia. 


279. 


For  Labial  Hernia,  Circular, 
Single. 


282. 

For  Scrotal  Hernia, 
Circular,  Single. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  XII.  cotititiued — For  Contents,  see  page  156. 
MASSAGE  INSTRUMENTS. 


221.  222.  220.  219 

Sayre's.  Seutin's.  Maw's.  Gowan's. 
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SECTIOiST  XII,  continued — For  Contents,  see  page  156. 
DIRECTIONS  FOR  MEASUREMENT. 


Belt  to  Support  the  Ribs,  page  161. 
Circumference  at  i  and  2. 
Length  from  i  to  2. 


Abdomen  Belts,  pages  158,  159,  and  161. 
Circumference  at  A,  B,  C. 
Depth  from  A  to  C. 


Breast  Support,  page  163. 
Circumference  at  A  and  B. 
For  Braces  over  Shoulder, 
length  from  Back  to  Front. 


For  Umbilical  Hernia,  page  171. 
Circumference  at  U. 
Diameter  of  Protuberance. 
State  whether  reducible  or  irreducible. 


Knee-cap. 
Circumference  at  A,  B,  C. 
Length,  A  to  C. 


Knee  Stocking,  A  to  S. 
Circumference  at  A,  B,  C,  D,  E, 

S,  N,  T. 
Length  A  to  C,  C  to  S,  T  to  S. 


Legging. 
Circumference  at  C,  D,  E. 
Length,  C  to  E. 


Spine  Corsets,  page  163. 
Circumference  at  A,  B,  C,  D. 
Depth  from  A  to  B,  B  to  D. 


Chest  Expanders,  page  163. 
Circumference  at  A. 

Circumference  round  the  chest 
and  shoulder.s  from  B  to  C,  D 
toE.  (Ladies' or  Gentlemen's.) 


1 J 

Elbow-cap,  Fig.  137,  page  164. 
Circumference,  i,  2,  3,  4,  5. 
Length,  taken  outside,  i  to  3, 
3  to  5. 


For  Femoral,  Inguinal,  and 
Scrotal  Hernla. 
Circumference  at  A,  one  inch  below  the 
crest  of  Ilium. 
State  whether  right,  left,  or  double. 


Stocking. 
Circumference  at  C,  D,  E,  S,  N,  T. 
Length,  C  to  S,  T  to  S 


Thigh  Piece. 
Circumference  at  O,  A. 
Length,  O  to  A. 


Thigh  Stocking. 
Circumference  at  O,  A,  B,  C,  D, 

E  N  T. 
Length',  6  to  A,  A  to  C,  C  to  S. 


Sock,  E  to  T. 
Circumference  at  E,  N,  T. 
Length,  E  to  S,  S  to  T. 


Measurement  should  be  taken  on  first  rising 
in  the  morning,  not  too  tightly  nor  over  a  stock- 
ing. P'ull  expansion  is  always  allowed  for,  unless 
specially  ordered  to  the  contrary. 

A  Register  is  kept  of  special  sizes  made  to  order. 


Thigh  Knee-cap. 
Circumference  at  O,  A,  B,  C. 
Length,  O  to  A,  A  to  C. 


Convenient  Waiting  and  Fitting  Rooms. 

Experienced  Assistants,  Male  and  Female,  are  always  in  attendance  between  the  hours  of  10  a.m.  and  4  p.m., 
except  on  Saturdays.   They  can  also  be  sent  to  any  part  of  the  United  Kingdom  by  giving  twenty-four  hours'  notice. 


SECTION  XIII. 


GALVANIC  AND  ELECTRO-MAGNETIC  APPARATUS, 

ELECTRODES, 
PAQUELIN'S  THERM 0-CAUTERY  AND 

ACCESSORIES. 


CONTENTS  OF 


SECTION  XIII 


AMPERE  METER    182 

COMMUTATOR   183 

ELECTRODES  179,  181,  182,  183,  1S4,  185 

ELECTROLYSIS    183 

ELECTRO-MAGNETIC  APPARATUS    ...  1S2 

GAL^'ANIC    APPARATUS  FOR— 

ACTUAL  CAUTERY  AND  ILLUMI- 
NATION  179,  180,  183,  184 

CONSTANT  CURRENT:— 

GLAUERT'S   178 

LECLANCHE'S    178 

MAW'S   177 

SPAMER'S    177 

CONSTANT  AND  INDUCED  CURRENTS:— 

SPAMER'S  AND  TAUBE'S       ...  178 

MAW'S  IMPROVED    i79 


PAGE 

GALVANIC  APPARATUS  FOR— 
INDUCED  CURRENT:— 

GAIFFE'S    180 

MACKENZIE'S    177 

MAWS   i77>  17S 

SLEDGE  COIL    186 

SPAMER'S,      DOUBLE  AND 

SINGLE  CELLS   177.  183 

GALVANOMETERS    •■■  182 

ILLUMINATING  LAMPS   184 

NEEDLES  FOR  ELECTROLYSIS         ...  181 

THERMO-CAUTERY,  PAQUELIN'S      ...  i85 

VOLT  METER     182 

WATER  RHEOSTAT   1S2 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  XIII. 
GALVANIC  APPARATUS. 


For  the  Induced  Current,  One  Cell, 
Spamer  s. 


For  the  Induced  Current,  Mackenzie's, 
WITH  Maw's  Improvements. 


For  the  Induced  Current,  Two  Cells, 
Spamer's,  with  Taube's  Improvement. 


For  the  Induced  Current,  Maw's. 


^^r.:^,;        .^,^=s,,i.ij^^-^-:,^,£ga_^,^=^  j-^jj  ^jjj.  Constant  Current,  with 

Current  Reverser  and  Interrupter, 
For  the  Constant  Current,  Thirty  >Cells,  '  Leclanche's  Elements. 

Spamer's.  Twenty,  Thirty,  and  Fifty  Cells. 
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SEC'l'ION   XIII.  continued — For  Contents,  see  page  176. 
Galvanic   Apparatus — continued. 


ILLUSTRATIONS   TO  PART  /.,  (lUARTERLY  PRICE-CURRENT. 
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35. 

Electrode  for 
THE  Spine  and 
Sciatica. 


25. 

Electrode  for 
THE  Ear. 


39. 

Electrode  for 
THE  Throat. 


SECTION  XIII.  continued — For  Contents,  see  page  176, 
GALVANIC   APPARATUS   AND  ELECTRODES. 


For  the  Application  of  the  Actual  Cautery,  Boecker's. 


Electrode  for 
THE  Teeth. 


33. 

Electrode  for  the 
Spine. 


12. 


For  the  Constant  and  Induced  Currents,  Twenty  Cells,  Maw's. 


17. 

Electrode  for 
Application  under  a 
Loose  Dress. 


N  2 


i8o 
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SECTION  XIII.  continued — For  Contents,  see  page  176. 
Galvanic  Apparatus — coniinued. 


For  Actual  Cauter-s  and  Illumination,  Twilvi  Cells. 


For  Induced  Current.  Bisulphate  of  Mercury, 
Gaiffe's. 


69. 

For  Induced  Current,  Chloride  of  Silver, 
Gaiffe's. 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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SECTION  XIII.  continued — For  Contents,  see  page  176. 
ELECTRODES   AND   NEEDLES   FOR  ELECTROLYSIS. 


For  Throat  (External). 


30. 

For  Sacrum. 


48. 

For  Writers'  Cramp. 


27. 

For  Feet. 


For  Abdomen,  for  use  with 
or  without  Clay. 


26. 

For  Eye. 


19. 

For  Bladder. 


Carbon  Discs,  covered 
WITH  Chamois  Leather, 
set  of  four  fitting 
one  handle. 


For  Application 
UNDER  Loose 
Dress. 


49. 

Needles  for 
Electrolysis. 


46. 

For  Uterus. 


22. 

Carbon  Discs, 
set  of  four  fitting 

ONE  handle. 
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SECTION  XIII.  continued— Vox  Conjknts,  see  page  176. 
GALVANIC.    AND    ItLECTRO-M  AGNETIC  APPARATUS. 


50. 

Electro-Magnetic  ArrARATus,  One  Magnet. 


Electro-Magnetic  Apparatus,  Two  Magnets. 


Electrode  for  the 
Sacrum 


47 

Electrode  for  Uterus  and  Vagina. 


Water  Rheostat. 


Electrode  for  Throat. 


52. 

Galvanometer, 
Endlemann's. 


53. 


Galvanometer,  Gaiffe's 


28. 

Electrode  for  Knee. 


66. 

Ampere  Meter. 


Electrode  for  the  Abdomen. 


67. 

Volt  Meter. 


ILLUSTRATIONS    70   PART  /.,   QUARTERLY  PRICE-CURRENT. 
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SECTION  XIII.  continued — For  Contents,  see  page  176. 
G A i.vAN ic  A PPARAIUS — couHnued. 
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SECTION   XIII.  continued — For  Contents    see   page  176. 
ELECTRODES. 


1 86  S.  AIAW,  SON  <V  THOMPSON,  /.ON DON. 


SECTION  XIII.  continued — For  Contents,  see  page  176. 
G  A I  ,VA  NIC  A  PPAR  ATUS — Continued. 


57.  64. 
Si.EDGE  Coil,  Paper  Scale,  Dueois  Raymond's.  Galva.nometer,  Gaiffe's. 


For  Amputation  of 
Neck  of  Uterus. 


Thermo-Cautery  and  Accessories,  Paqu 


SECTION  XIV. 


INSTRUMENTS  FOR  GENERAL  DIAGNOSIS 

AND  RESEARCH. 


CONTENTS  OF 


SECTION  XIV 


rXGE 

ACID  BOTTLE  AND  CASE 

..  195 

ALBUMEN  METER  

196 

BEADS  FOR  TESTING  URINE  ... 

193.  19s 

BOTANY  INSTRUMENTS  

189 

CLINICAL  THERMOMETERS  ... 

•  ••  193 

CYRTOMETER  

•  ••  193 

DERMATOLOGY  INSTRUMENTS 

189 

DYNAMOMETER   

■•  193 

ENTOMOLOGY  INSTRUMENTS  ... 

189 

LABORATORY,  DOBELL'S  

196 

LAMPS  FOR  MICROSCOPES 

190 

MAGNIFYING  LENSES   

196 

MICROSCOPES  

190 

PLESSER  

191 

PLEXIMETERS  

191 

PAGE 

PULSE  GLASSES   •  191 

SEDIMENT  COLLECTOR   195 

SPHYGMOGRAPII    192 

SPIROMETER   .  192 

SPRING  TAPE  FOR  MEASURING  CHEST  193 

STETHOSCOPES    191,  192 

THIMBLE    191 

TUBE  AND  SHIELD  FOR  EMPYEMA  192 

UREA  METERS    1 95.  196 

URINE  TEST  CABINETS   1 94.  196 

URINE  TEST  CASES    194,  i9S 

URINE  TEST  STANDS      ...    195 

URINE  TRIAL  GLASSES   195 

URINOMETERS,  Etc   i93 


ILLUSTRATIONS  TO  PARI  /.,  QUARTERLY  PRICE-CURRENT. 


SECTION  XIV. 
INSTRUMENTS   FOR   BOTANY,   DERMATOLOGY,  AND  ENTOMOLOGY,  Etc. 


Contains:  Five  Knives,  Two  Hooks,  Fine  Needle, 
Spring  Forceps,  Fine-pointed  Forceps' 
Self-holding  Forceps,  Spring  Scissors,; 
AND  MAGNinriNG  Lens." 


Contains 


Five  Knives,  Spring  Forceps,  and 
Fine-pointed  Scissors. 


16. 


Contains  :  Four  Knives  and  Spring  Forceps. 


Knife  for  Sections,  Valantin's. 


25.— Syringe  for  Minute  Injections,  \  oz. 


J  

20. 


Needles,  Ivory  Handles. 


Scalpels,  Ebony  Handles. 


Knives,  for  Minute  Dissections, 
Ivory  Handles. 


13. 

Quadruple. 


12. 

Double. 


Lenses,  Mounted  in  Horn,  for  Dermatology. 


ILLUSTRATIONS   TO  PART  /.,   QUARTERLY  PRICE-CURRENT. 
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82. 

Single  Chest  Piece. 


81. 

Double  Chest  Pieces. 


Single  and  Double  Chest  Pieces. 


Binaural  Stethoscopes. 


Spirometer,  Lowndes's. 


Improved  Portable  Binaural 
Stethoscope,  Barker's. 


77. 

Stethoscope, 
Sir  Andrew 
Clarke's. 


Shield  and  Tube  for  Lmfyema. 


Sl'IIYGMOGRAl'H,  DUDGEONS. 


78. 

Binaural 
Stethoscope, 
Cory's. 
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105. -TEST  CASE,  PROUT'S. 
Contains  : 

Three  Acid  Bottles,  Pipette, 
Spirit  Lamp,  Urinometer, 
Trial  Glass,  Test  Paper, 
Test  Tubes  and  Holder. 


100.-TEST  CASE,  BEALE'S 
Contains  : 
Eight  Drop  Bottles,  Spirit  Lamp, 
Trial  Glass,  Urinometer,  Pipette, 
Spring  Forceps,  Test  Tubes 
AND  Holder. 


96. 


TEST  CABINET,  MAW'S 
Contains  : 


Blow-pipe. 
Bottle,  Chalk's. 
Bottles,  six  i-oz. 

narrow  -  mouth 

stoppered. 
Foil  and  Wire, 

Platinum. 
Forceps,  Brass. 


Lens,  Stanhope's. 
Paper,  Litmus  and 

Turmeric. 
Pipette. 

Slides  and  Thin 

Glass. 
Spirit  Lamp. 


Stirring  Rod. 
Test  Tubes,  six. 
Test  Tube  Hold^;r 
Thermometer. 
Trial  Glass. 
Urinometer. 
Watch  Glasses. 


103. 

Test  Apparatu 
Oliver's. 


104.— Test  C.\se,  Pavy's. 


98, -TEST  CASE,  ALEXANDER'S. 
Contains  : 


99.-TEST  CASE,  ALEXANDER'S. 
Contains  : 


Acid  Bottle,  in 
case. 

Hypodermic  Syringe. 
Spirit  Lamp. 
Test  Tubes. 


Test  Tube  Holder. 
Tiier.mometers, 

Clinical,  two. 
Trial  Glass. 
Urinometer. 


Acid  Bottle,  in 

case. 
Spirit  Lamp. 
Test  Tubes. 


Test  Tube  Holder. 
Thermometer. 
Trial  Glass. 
Urinometer. 
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101. 

TEST  CASE,  VULCANITE,  MAW'S, 
Contains  : 


Magnifying  Lens. 
Sfirit  Lami'. 
Test  Pai'ER. 
Test  Tubes. 


Test  Tube  Holdh!* 
Thermometer. 
Trial  Glass. 
Urinometer. 


Glass  Beads  for  Testing  Urine,  Patent. 


87. 

Ukea  Meter,  Cruise's. 


Acid  Bottles, 

FOUR. 

Bottles,  Blue, 

TWO. 

Curette  and 
Flask. 


107. 

TEST  STAND,  ROBERTS'S 
Contains  : 
Glasses,  Precipi- 
tate, three. 
Measure,  Glass, 

6  07.. 

Paper,  Litmus. 


Pipettes,  two. 
Spirit  Lamp. 
Stirring  Rod. 
"Test  Tubes. 
Urinometer. 


102. 

TEST  CASE,  OLIVER'S. 
Contains  : 

Peptone. 

Potassio-Mercuric 

Iodide. 
Ruled  Paper. 
SoD.,E  Carp.. 
Spirit  Lamp. 
■Test  Papers. 
Test  Tuuee. 


Acid,  Citric. 
Albumen  Test. 
Alkaline  Litmus. 
Bile  Test. 
Drop  Tube,  Gra- 
duated. 
Forceps. 
Indigo  Carmine. 


93; 

Trial  Glass, 
Opal, 

Pa  TE.VT. 


91. 

HOTTLE  IN 
VULCANITE 
CASE,  FOR 

Nitric  Acid. 


106. 

TEST  STAND,  MAW'S. 
Contains  : 


lll.OWPU-E. 

Bottles,  six  i  oz 
narrow  mouth 
stoppered,  for 
Ke-acents. 

Drop  Bottle. 


Foil  and  Wire 

(Platinum). 
Forceps. 

Lens,  Stanhope's 
Litmus  and  Tur- 
meric Paper. 


Pipette. 
Slides,  and 

THIN  Gla.ss. 
Spirit  Lamp. 
Stirring  Rod. 
Test  Tubes,  si.\-. 


Thermometer. 
Trial  Glass. 
Tube  Holder. 
Urinometer. 
Watch  Glasses. 


94. 

1  RIAL  Glass, 
Plain. 


Sedi 


92. 

ment  Collector, 

DOBELI.'S. 
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DOBELL'S  LABORATORY,  the  Case  entirely  of  Vulcanite. 

Contains  : 


Beaker  Glasses,  three. 
Bottles,  Glass,  Capped,  four. 
Bottles,  Glass,  for  ReaCents, 

4  oz.  N.M.,  seven 
Bottles,  Glass,  Plain,  three  6  oz. 
Bottles,  Glass,  two  4  oz. 
Bottles,  Glass,  two  2  oz. 
Conical  Glasses,  two. 
Drop  Bottle. 
Measure,  Glass. 
Pipettes,  three. 


Sediment  Collector. 
Spatula. 
Spirh  Lamp. 
Stand  for  Glasses. 
Stirring  Rods. 
Test  Tubes,  six. 
Test  Tube  Holder. 
Trial  Glass. 
Urinometer. 
Wash  Bottles,  thri 


Blow-pipe. 
Bottles,  Stoppered, 
Labelled — 

Acid.  Acet. 

Acid.  Hydrochlor. 

Acid.  Nitric. 

Acid.  Picric. 

Acid.  Sui.ph. 

Brine  Test. 

Fehling's  Solution. 

Liquor  Ammonia  Fort 
Forceps,  Vulcanite. 
Lens,  Stanhope's. 


97. 

CABINET. 

Contains  : 

;  Pipette. 

Platinum  Foil. 
Platinum  Wire. 
Slides,  Glass. 
Spirit  Lamp. 
Stirring  Rod. 
Test  Paper. 
Test  Tubes. 
Test  Tube  Holder. 
Thermometer. 
Trial  Glasses,  six. 
Urinometer. 
Watch  Glasses. 


SECTION  XV. 


INSTRUMENTS  FOR  ANATOMY,  DISSECTION, 
AND  POST-MORTEM  OPERATIONS. 
HUMAN  BONES  AND  SKELETON.  . 


CONTENTS     OF     SECTION  XV. 


APRON   202 

BLOW-riPE    199 

BONE  FORCEPS    i99 

BOWEL  SCISSORS    i99 

BRAIN  KNIFE   i99 

CARTILAGE  KNIVES    i99 

CHISELS   199,201 

COAT    202 

CONE  FOR   MEASURING   CAVITY  OF 

THE  HEART    •• 

DISSECTION  INSTRUMENTS  IN  CASE 
DISSECTION  SCISSORS 
EMBALMING  SYRINGE 
FORCEPS 
GAUNTLET 
GLOVE  ... 
HAMMER 
HOOKS  ... 


201 

200 
199 
199 
202 
202  ■ 
202 
199 
202 


PACE 

HUMAN  BONES  AND  SKELETON      ...  201 

JACKET.   202 

KNIVES,  VIRCHO^V'S    199 

MALLET   199 

NEEDLES    202 

POST-MORTEM      INSTRUMENTS  IN 

CASES    200 

POST-MORTEM  SCISSORS   201 

POST-MORTEM  TABLE    201 

RETRACTORS   202 

SAW    199 

SCALPELS    199 

SKULL  CORONET    i99 

SPATULA    202 

SPINE  WRENCH    '99 

SYRINGES      FOR     ANATOMY  AND 

MINUTE  INJECTIONS   i99 

TRIPOD  HEAD  REST    '99 
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POST-MORTEM   INSTRUMENTS   AND   SYRINGES   FOR  ANATOMY. 
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SECTION    XV.  conti lined — For  Con'I'knts,  see  page  198. 
I'OST-MORTEM    AND    DISSFXTION    INSTRUMENTS  IN 


CASES. 


Blow-pife. 
Bowel  Scissors. 
Brain  Knife. 
Cartilage  Kniff, 
Catlin. 
Chain  Hooks, 
Chisels,  two. 


11. 

Contains  : 

Hammer, 
Lever. 
Saw. 

Scalpels,  six. 
Scissors. 
Skull  Rest. 
Wrench. 


Blow-pipe. 
Cartilage  Knife 
Catlin. 
Chisel. 
Forceps 


14. 

Contains  : 

Hammer. 
Saw. 

Scalpels,  three. 
Scissors. 


Blow-pipe. 
Cartilage  Knife 
Catlin. 
Chain  Hooks. 
Chisel. 


13. 

Contains  : 

Forceps. 
Needles.  . 
Saw. 
Scalpels, 
Scissors. 


Miillliiil 


iiiilyiiiliiililiiiliiiliiliiii 


16. 

For  Hospitals  and  Infirmaries. 
Contains  : 


Blow-pipe. 
Cartilage;  Knife 
Catlin. 
Chisel. 
Forceps. 


16. 

Contains]: 

Hammer. 
Saw. 

Scalpels,  two. 
Scissors. 
Skull  Rest. 


Blow-pipe. 
Bowel  Scissors. 
Brain  Knife. 
Cartilage  Knives, 

two. 
Catlin. 
Chain  Hooks. 
Chisel. 
Forceps,  two. 


Hammer. 
Mallet. 
Needles. 
Saw. 

Scalpels,  six. 
Scissors. 
Skull  Coronet. 
Tripod. 
Wrench. 


Blow-pipe. 
Bone  Forceps. 
Bowel  Scissors. 
Cartilage  Knife 
Catlin. 
Chisel. 


17.  ■ 
Contains  : 

I  Forceps. 
Hammer. 
Saw. 

Scalpels,  six. 
Scissors,  two. 
Skull  Rest. 


Blow-pipe. 
Bowel  Scissors. 
Cartilage  Knife. 
Catlin. 
Chisel. 
Forceps. 


18. 

Contains  : 

Hammer. 
Needles. 
Saw. 

scalpei^,  two. 
Scissors. 
Wrench. 


26.— Dissection  Case. 
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SECTION  XV.  continued— Yo^  Contents,  see  page  198. 
POST-MORTEM  INSTRUMENTS  AND  TABLE,  HUMAN  BONES  AND  SKELETON. 


28. 


Chisels  for  Dividing  the  Pedicles  of  the  Spine. 


67. 

Skull. 


o 
> 

> 
< 

u 

O 

z 
a 


2 
o 
u 


62. 

Fcetus  Skull. 


69. 

Tibia,  Fibula,  and 
Foot. 


66. 

Skeleton. 


Human  Bones  and  Skei.f.ton. 
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SECTION  XVI. 


MISCELLANEOUS  APPARATUS,  INSTRUMENTS, 

Etc. 


CONTENTS    OF    SECTION  XVI. 


PAGE 

"ACME"  MILK  TESTER   206 

ANTISEPTIC  INHALERS   208 

BEEF-TEA  APPARATUS    206 

BREAST  BALLS    206 

BREAST  GLASS    206 

BREAST  PUMP    206 

BREAST  RELIEVERS    .  •■  206 

CREAM  METERS    205,  206 

HOT-AIR  BATH    206 

HOT-AIR  AND  VAPOUR  BATHS   207 

LACTOMETERS    205 


PAGE 

LUNAR  CAUSTIC  POINTS    207 

MOULDS- 
BOUGIE    207 

PESSARY   207 

SUPPOSITORY    207 

NAIL  SCISSORS    206 

PHRENOLOGY  BUST    206 

RESPIRATORS   20S 

THERMOMETERS   •    205 

VAPOUR  BATHS   '    207 

WATER  TEST,  LOWE'S    206 
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SECTION  XVI. 
MISCELLANEOUS  INSTRUMENTS. 


37.                          34.                      63,                        55.  56.  53.  39.  38. 

Lactometer         Cream  Metfr.        Cabinet               Bath  Glass.  Lactometer  Stoppered' 

Balcomb's.                                  Thermometer,  Thermometer,  -             ^  and  Lactometer, 

Mahogany  Wood  Frame.  Bath  Thermometers,  Trial  Glass,  Balcomb's. 

Frame.  to  Float  Maw's, 


57                         54.                         60.,                          61.                             62.                          64.  59. 

Thermometer,          Bath           t^TnERMOMETER,        Thermometer,        Thermometer,       Thermometer,  Thermometer, 

Black  Wood.  Thermometer,         Boxwood,             Boxwood,          Best  Boxwood,      Earthenware,  Black  Wood, 

Tin,  Japannkd           Common.              Superior.        with  Fahrenheit     for  Dairy  Use.  with  White 

and  Reaumur  Scales.  Border. 


2o6 


S.  MA  IV,  SON        THOMPSON,  LONDON. 


SECTION  XVI.  conlinued — For  Con'i-en'is,  see  page  204. 
Miscellaneous  iNS'i'RUMiiNis,  Ere. — continued. 


20. 

Breast  Ball, 
Glass  Shield 


Breast  Reliever,  Registered, 
Maw's. 


19. 

Breast  Ball, 
Ebony  Shield. 


Breast  Pump,  Brass,  Maw's. 


36. 

Drop  Bottle,  Chalk's. 


Calomel  Bath, 
H.  Lee's. 


Beef  Tea  Apparatus, 
Leared's. 


Breast  Glass,  Maw's. 


11. 

Hot  Air  Bath. 
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SECTION   XVI.  continued — For  Contents,  sec  page  204. 
Miscellaneous  Instruments,  Etc. — continued. 


Reversible.    Reversible.      Plug.         Screw.  Glass.  Mould. 


Lunar  Caustic  Points  in  Cases, 


USE  UNDER  A  ChAIR.  USE  UNDER  LoOSE  GARMENTS. 
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SECTION   XVI.  continued— Vox  Coni'ENTs,  see  page  204. 
ANTISEPTIC   INHALERS   AND  RESPIRATORS. 


SECTION  XVII. 

VETERINARY  SURGEONS'  INSTRUMENTS,  Etc. 


CONTENTS     OF     SECTION  XVII. 


ABSCESS  LANCET   

BALLING  INSTRUMENTS  

BIRD-STUFFING  INSTRUMENTS 

BISTOURIES   

BLEEDING  LANCET   

BLOOD-STICK  

BOXWOOD  CLYSTER  PIPE 
CAPONISING  INSTRUMENT 
CASTRATION  CLAMS 

CASTRATION  KNIVES   

CATHETERS   

CAUSTIC  CLAMS  ...   

CLIPPING  MACHINE   

CLIPPING  SCISSORS   

DIRECTORS   

DISSECTION  INSTRUMENTS  .. 

DOCKING  KNIVES  

DRAWING  KNIVES  

DRESSING  CASES   

i:CRASEUR,  MILES'S   

EMBRYOTOMY  KNIVES   

ENEMA  APPARATUS   

ENEMA  SYRINGES  

EXPLORING  NEEDLES  ... 

FIRING  IRONS   

FLEAMS  

FOAL  HOOKS  

FORCEPS  FOR  DOGS 

GAGS  

HOBBLES   

HOOK  AND  HAMMER 
HOOK  AND  TENACULUM 


I'AGE 
211 

211,  212 

2l6 

211,  215 
211 
211 

...  213 
216 

212,  216 
211 
212 

...  215 
...  215 
212 
...  213 
212 
212 
211 
213 
213 

211,  212 
213 

212,  213 
213 
214 

212,  213 
214 

...  215 

...  215 
212 
214 

...  213 


LAMB  CLAMS  

MANE  PULLER 
MILKING  TUBES 

NEEDLES   

NEUROTOMY  KNIFE 
NICKING  KNIFE 

PROBANGS   

PROBE   

QUITTOR  SYRINGES   

RASPS   

RING  NOSE  PUNCH,  FOR  BULLS 

ROWELLING  BISTOURY  

SAND-CRACK  INSTRUMENTS  ... 

SCALPEL   

SCALPEL,  WITH  LAMB  CLAM 

SETON  NEEDLES   

SHOEING  KNIFE   

SPAYING  KNIVES   

STETHOSCOPES   

STOMACH  PUMP   

STURDY  INSTRUMENTS  

SUTURE  NEEDLES  AND  HOLDER 

SWEAT  SCRAPERS  

SYRINGES   FOR  HYPODERMIC^ 

INJECTIONS   

THOROUGH  PIN  TRUSS  

TOOTH  INSTRUMENTS   

TOOTH  KEY   

TORSION  CLAMS   

TORSION  FORCEPS  

TRACHEOTOMY  TUBES   

TROCAR   


I'AGE 

...  215 

...  214 
...  213 

216,  217 

211 
211 
212 
...  213 
212 
212 
212 
...  213 
216 
211 
211 
211,  214 
...  214 
214 
...  213 
...  213 
214 
213,  216 
212 

...  213 
211 

214.  215 
212 

215,  216 
...  215 
211,  215 
211,  215 


For  ARTERY  FORCEPS,  see  Section  I.  page  8. 
ASPIRATORS,  Section  III.  page  32. 

POST-MORTEM  INSTRUMENTS,  Section  XV.  page  199- 
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Tracheotomy  Tube, 
Spooner's. 


18. 

Bleeding 
Lancet. 


22. 

Castration  Scalpel  and 
Knife. 


JiP  140. 

Tracheotomy  Tube. 


Balling  Iron,  Open-sided. 

3 


129. 

Thorough  Pin  Truss. 


Seton  Needle. 


Knife  for  Neurotomy. 


82. 

Scalpel. 


Bistoury,  Curved  Sharp,  and 
Drawing  Knife. 


Bistoury.  Probe-pointed,  Curved. 


Bistoury,  Sharp-pointed,  Curved. 


Bistoury,  Abscess,  Castration 
and  Nicking  Knife. 


144. 

Trocar. 


Bistoury,  Straight,  Sharp. 


Bistoury,  Double  Curved, 
Probe  and  .Sharp. 


Bistoury,  .Straight,  Probe. 


ILLUSTRATIOAS  TO  PARI  I.,  QUARTERLY  PRICE-CURRENT 
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Dressing  Instruments,  in  Leather  Case 


Dressing  Instruments,  in  Leather  Case. 
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NEEDLES. 


108.  •  111.  107. 

Round  Points  Trocar  Points  Lance  Points 


I  N  D 


EX    TO    PART  I. 


PAGE 

A 

Abbott's  Ear  Forceps    46 

Abdomen  : — 

Compress     ...       ...       ...  161 

Ice  Bags    168 

Trocars       ...       ...       ...  31 

Abduction  and  Extension  Splint  146 

Abernethy's  Ear  Syringe          ...  48 

Abscess : — 

Knives         ...       ...       ...  15 

Lancets        ...       ...        25,  211 

Accessories  for  Thermo-Cautery  186 

Acid  : — 

Bottle  and  Vulcanite  Case  ...  195 

Rod   47 

Acme : — 

Milk  Tester   206 

Spray          ...       ...       ...  68 

Actual  Cautery,  Dentists'          ...  183 

Acupressure  Needles      ...       ...  27 

Adams's  : — 

Eyelid  Retractor     ...       ...  39 

Osteotomy  Saw       ...       ...  14 

Saw  and  Knife       ...        ...  16 

Tenotomy  Knives    ...       ...  16 

Adaptable  Thigh  Splint  .. .        ...  151 

Adjusture,  Suture          ...        ...  112 

Agnew's  Perinreum  Needles  ...  112 
Air  :— 

Bags   47 

Cushions      ...       ...       ...  165 

Pillows                           165,  166 

Albumen  Meters  ...       ..        ...  196 

Alexander's  Urine  Test  Cases  ...  194 

Allen's  :— 

Air  Bag       ...       ...       ...  47 

Ear  Syringes          ...        ...  48 

AUinghara's  : — 

Clamp         ...       ...       ...  99 

Director       ...       ...       ...  icxD 

Ligature  Carrier     ...       ...  100 

Ointment  Tube      ...       ...  98 

Rectum  Speculum  ...       ..  97 

Aluminium  Probes         ...        ...  60 

American  Tooth  Forceps         ...  74 

Amesbury's  : — 

Patella  Splint    149 

Thigh  and  Leg  Splint       ...  149 

Amputation  : — 

Cases...       ...       ...       ...  ^ 

Knives        ...       ...       ...  7 

Saws  7,  14 

Anaesthetic  Apparatus    ...       ...  13 

Anasarca  Trocars ...       ..        ,.  31 

Anatomy  :  — 

Injection  Syringes  ...       ...  199 

Instruments  ...       ...       ...  199 


PAGE 


Anel's   Lachrymal  Syringe 

and 

Probe... 

37 

Aneurism : — 

Needles   

15.  25 

Needle  and  Director 

24 

Needle  and  Syme's  Knife  ... 

25 

Needle  and  Tenaculum 

25 

Tourniquet  ... 

8 

Angular  : — 

Arm  Splint  .. 

148 

Ear  Knife 

47 

Knives  for  Cleft  Palate 

57 

Needles 

56,  57 

Pipe  Insufflator 

59 

Sounds  ... 

105 

Tongue  Depressors  ... 

5° 

Ankle  Splints   

143, 

152 

Anklets   

Anterior  Suspension  Apparatus 

for  Leg  ... 

Anteversion  Pessaries 

I  Id 

Antiseptic  : — 

Inhalers 

2O0 

Sprays 

Oo 

Steam  Sprays 

29 

Aponeurotome 

92 

Apparatus  for  : — 

Abduction  ... 

140 

Beef  Tea   

206 

Dislocation  ... 

144 

Extension 

145- 

147 

Feeding  Lunatics 

70 

Fractured  Clavicle  ... 

144 

Fractured  Jaw 

144 

Fractured  Patella  ... 

144 

Galvanism  ... 

177- 

-186 

Infantile  Paralysis  ... 

137 

Magnetism  ... 

182 

Massage 

173 

Nitrous  Oxide  Gas  ... 

13 

,  73 

Refractory  Patients  . . . 

157 

Spine... 

141- 

143 

Supra-pubic  Operations 

92 

Suspension  ... 

141, 

146 

Talipes 

139. 

140 

Thermo-Cautery 

186 

Transfusion  ... 

13 

Urine  Tests  

193- 

-196 

Wry  Neck   ,' 

142, 

143 

Appliances  for  : — 

Deformities  

137- 

143 

Riders'  Sprain 

153 

Apron,  Post-mortem,  Cousins's... 

202 

Aran's  Double-Channel  Pipe 

126 

Archimedean  Drill 

17 

Arm  : — 

Bath   

28 

PAGE 
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Sling  ... 

136 

Socket 

129 

Splints    148- 

-152 

Army  : — 

Box  Splint  ... 

15' 

Regulation  Capital  Case  ... 

5 

Regulation  Dressing  Case  ... 

23 

Regulation  Operation  Case.. 

5 

Regulation  Eye  Instruments 

35 

Artery  Forceps  ... 

8,  24 

Artificial : — 

Arms ... 

129 

Eyes  

39 

Feet  

131 

Hands 

153 

Legs   130- 

—132 

Nose  ... 

50 

Ascites  Trocars  ... 

31 

Aspiration  Canulas   

91 

Aspirators...        ..         ...          32,  87 

Assalini's  : — 

Artery  Forceps 

8 

Obstetric  Forceps  .. 

120 

Assistant  Surgeon's  Navy  Opera- 

tion Case 

6 

Astigmatism  Disc... 

39 

Atmospheric  Thermometers 

205 

Atthill's  Canula  for  Nitric  Acid 

1 10 

Auger's  Dilator  and  Tracheotome 

66 

Austin's  Inhaler  ... 

208 

Aveling's  : — 

Angular  Sound 

105 

Polyptrite  Ecraseur... 

III 

Transfusion  Apparatus 

13 

Avery's  Ear  Speculum  ... 

45 

Awl,  F.  Mason's,  for  Cleft  Palate 

56 

B 

Back  Rests 

157 

Badal's  Perimeter 

39 

Bader's  : — 

Cataract  Knives 

40 

Strabismus  Hooks  ... 

41 

Bags  :— 

Air  ... 

47 

Epistaxis 

49 

Obstetric 

119 

Rectum,  for  Dilating 

92 

Baker's  Tracheotomy  Canula  ... 

65 

Balco's  Retractor  for  Mouth 

58 

Balconib's  Lactometers  ... 

205 

Ball  Enema  Syringes 

125 

Ball  and  Socket  Tooth  Mirror  .. 

80 

Balling  Guns    211,212 

Balling  Irons      ..        ..        ..  211 

Bandage  Rolling  Machines  160 
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Bandages  

Barker's  Stethoscope   

Barnes's  : — 

Caustic  Probe   

Obstetric  Bag   

Obstetric  Forceps  ... 

Ointment  Positor   

Pessary 
Sound 

Tampon  Introducer 

Tent  Introducer   

Tube,  for  Sulphate  of  Zinc 
Points 

Uterus  Dilating  Bags 

Vagina  SpecuUun  .. 

Barron's  Stethoscope   

Bartholomew's  Fracture  Cradle... 
Base  for  Crutches  and  Peg  Legs, 

Willis's  

Basilyst,  Simpson's  (A.  R.) 
Basins,  Pus 
Bath  :— 

Arm  and  Leg 

Bed  

Calomel 

Hot  Air   

Sheet 

Speculum 

Thermometers 
Bathing  Trusses  ... 
Batteries  ... 

Baumeister's  Ophthalmoscope 
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Beads  for  Testing  Urine 
Beale's  Urine  Test  Case 
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...  166 
...  108 
. . .  205 
170,  172 
177 — 186 
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Bed  :— 

Bath  

Cradle   

Frames 

Pan  

Sheet 
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Urinals        ..         ..  168. 
Beechwood  Docking  Knife 

Beef  Tea  Apparatus   

Beer's  Cataract  Knives  

Bell's  :— 

Elevators 

Scalers   

Stoppers   

Belloc's  Canula,  Epistaxis 

Bellows  : — 

Inflating,  for  Air  Beds,  etc. 

Spray  ..         •••  29 

Belts    158,  159: 

Bence  Jones's  Hydrocele  Instru- 
ments ... 
Bennett's  : — 

Caustic  Holder   

Pleximeter  ... 

Vagina  Speculum  ... 
Berthold's  Ear  Instruments        46,  47 
Bevel-eyed   Catheter,  Harrison's 

(R.  A.)   93 

Bi-chloride  ol  Methylene  Inhaler      1 3 
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136 
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166 
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157 
169 
212 
206 
40 

73 
79 
79 
49 

165 
68 
161 

94 

no 
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Bi-sulphate  Mercury  Batteries  ...  180 

Bidets    126 

Bigelow's  Instruments  ...  87,  91 

Binaural  Stethoscopes    192 

Binders,  Abdomen         ...        ...  158 

Binocular  Strabismometer  ...  38 
Birch's  Syphon  Catheter  ...  87 

Bird-stuffing  Instruments         ...  216 

Bird's  :— 

Chloroform  Inhaler          ...  13 

Trachea  Dilator    66 

Trocar         ...        ...       ...  31 

Vagina  Syringe    125 

Biss's  Stethoscope    191 

Bistouries  : — 

Cleft  Palate   57 

Curved  and  Straight         ..  15 

Folding    25 

Rectum    100 

Rowelling    213 

Shifting  Blade    28 

Straight  and  Scalpel         ...  25 

Veterinary    211, 215 

Bivalve  : — 

Rectum  Speculums  ... 

Tracheotomy  Canulas 
Black  Wood  Thermometers 
Blackbee's  : — 

Pessaries 

Vagina  Speculum  ... 
Bladder  :— 

Electrodes  ... 

Forceps 

Trocars 
Blake's  Sound  Forks 
Bleeding  Lancets 
Blizard's  Lithotomy  Knife 

Blood  Stick   

Blow-pipe  

Bloxham's  Chloroform  Bottle 

Blundell's  Belt   

Blunt  Gorget   

Blunt  Hooks   

Boecker's  : — 

Cautery  Battery 

Guillotine   

Bolton  Tomson's  Commutator 

Bone : — 

Drainage  Tubes 

Drills  

Forceps 

Scissors  ... 

Vagina  Pipes 
Bones  : — 

Decalcified,  Jessett's 

Human   

Bonnet's  Splints  

Book  Holder   

Boots 

Boots  and  Irons  

Bottles  :— 

Drop  ... 

Dry-Cupping 

Hot  Water  
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Bougie  : — 

Electrodes    184 

Gauges   63,  83—85 

Moulds    207 

Bougies,  Elastic-gum     ...    63,  83,  98 

Boulion's  Uterine  Stem   106 

Bowel  Scissors    199 

Bowman's  : — 

Canaliculus  Knives   40 

Double  Spoon        ...       ...  43 

Ear  Syringe  ...       ..        ...  48 

Eye  Douche  ...       ...       ...  37 

Eyelid  Retractors    ...       ...  39 

Eye  Suture  Needles ...       ...  41 

Probes         ...       ...       ...  36 

Stop  Needle   41 

Suction  Curette    37 

Boxjoint  Tooth  Forceps   76 

Boxwood : — 

Mallets    18 

Pessaries      ...       ...       ...  117 

Thermometers    205 

Bracket  Lamps    ...       ...       ...  42 

Brain  Knives       ...       ...       ...  199 

Braithwaite's  Vaccinator          ...  19 

Branch's  Nose  Speculum          ...  49 

Brass  : — 

Balling  Gun   211 

Ear  Syringes   48 

Enemas       ...       .'   102 

Syringes  for  Catheters       ...  87 

Braxton  Hicks's  Cephalotribe  ...  X2i 

Breast : — 

Belts   161 

Drawers       ...    206 

Glasses    206 

Relievers    206 

Support    163 

Brodie's  : — 

Catheters    83,  85,  90 

Director    100 

Lithotomy  Knife    92 

Bronchitis  Kettles    67 

Browne's : — 

(Buckstone)    Apparatus  for 

Supra-pubic  Operation  ...  92 

(G.)  Ear  Trough    48 

( Lennox )  Finger  Protector .. .  54 

(Lennox)  Laryngoscope     ...  54 

(Lennox)  Nose  Speculum  ...  49 

Sound  Forks    45 

Brunton's  Otoscope    45 

Brushes  for  : — 

Cleft  Palate   56 

Massage       ...       ...       ■••  173 

Nose   49 

Throat    60 

Bryant's  : — 

Artery  Forceps    8 

Female  Dilator       ...       •••  88 

Rectum  Speculum   97 

Thigh  Splint    HS 

Buchanan's  Staff   92 
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Throat  Forceps    63 

Huguier's  Uterus  Dilator  ...  106 

Bucket  Legs    132 

Buckstone  Browne's  Apparatus  for 

Supra-pubic  Operation         ...  92 

Bullet  Extractors,  &c   7 

Bulley's  Splints    151 

Barge's  Throat  Forceps   63 

Burnishers          ...       ...       ...  78 

Burrows's  Stethoscope    ...       ...  191 

Burrs        ...       ...       ...  78 

Busk's  Splint    151 

Bust,  Phrenological        ...       ...  206 

Butler's  Mallet  Pluggers           ...  77 
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Cabinets,  Urine  Test 
Calico  Bandages  ... 
Calmette's  Lar)Tigoscope 
Calomel  Bath 

Campbell  de  Morgan's  Splint 
Can  Douche 
Canaliculus  Knives 
Cane  Splints 
Canulas  : — 

Atthill's   

Bigelow's 

Epistaxis 

Polypus 

Tracheotomy 
Capillary : — 

Catheter 

Tubes 

Caponising  Instruments  ... 
Caps,  Ice  ... 
Capsular : — 
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Scissors 
Carbolic  : — 

Ligature  Trough 

Sprays 
Carbon  Electrodes 
Card  Holders 
Carr's  Splints 

Carrier,  Ligature,  AUingham's 
Cartilage  Knives... 
Cartwright's  Dog  Forceps 
Carver's  Prepuce  Dilator 
Cases  for  : — 

Amputation  .. 
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Caustic 

Dissection 

Eye  Operations 

Minor  Operations  ... 

Obstetric  Operations 

Operations  (Capital) 
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Pocket  Dressing  ...  23,  24 
Post-mortem  Examinations  200 
Thread,  Ligature  ..  ...  29 
Urine  Testing         ...      194,  igj 
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Cataract  Knives  ...        ...        ...  40 

Cataract  Needles  ...        ...        ...  41 

Catgut  Bougies    ...    83 

Catheters  83-  85,  87 

Cases  of       ...       ...       ...  90 

Eustachian    ...        ...        ...  45 

Gauges    83 — 85 

Harrison's    ...       ...       ...  93 

Retention,  Sims's    112 

Silver    24 

Syringes  ..  ...  87 
Veterinary    ...       ...       ...  212 

Catlin    7 

Cattle  Probangs  ...       ...       ...  212 

Caughtry's  Ear  Forceps  ...  46 

Caustic  : — 

Cases...        ...        ...        ...  24 

Catheters    85 

Forceps       ...       ..        ...  no 

Holders    60,  no 

Points    207 

Probes         ...       ...       ...  no 

Tubes   no 

Cautery  : — 

Batteries       ...  179,  180,  183,  184 

Boecker's    179 

Cutting    99 

Dentists    183 

GowUand's    ...       ...       ...  99 

Irons   99,  114 

Lachrymal     ...        ...        ...  41 

Paquelin's  Thermo  ...        ...  186 

Smith's    99 

Celluloid  Catheters    85 

Cephalotribes      ...       ...       ...  121 

Chain  Saws         ...       ...       ...  7,  16 

Chair  : — 

Invalid         ...        ...        ...  157 

Operation,  Sims's   ...       ...  115 

Chalk's  Drop  Bottles      ...        37,  206 
Chambers's  Stem  and  Introducer  106 
Channels,  Ear      ...       ...       ..  48 

Chapman's  Ice  and  Hot  Water 

Bags   ,       ...  168 

Charcot's  Suspension  Apparatus...  141 
Chassaignac's  Ecraseur   ...       ...  in 

Chatelaine...       ...       ...       ...  23 

Chest : — 

Expanders    ...        ...        ...  163 

Measure       ...       ...  193 

Cheyne's  Bougie  Mould  ...       ...  207 

Children's  : — 

Syringes       ...       ...       ...  loi 

Trusses        ...       ...       ...  171 

Chisels  : — 

Cousins's      ...       ...       ...  14 

Gowing's  Tooth    214 

Mason's    56 

Post-mortem...       ...  199,202 

Resection     ...       ...       ...  18 

Spine  ...       ...       ...       ...  201 
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of  Ammonium  Inhalers      ...  67 

of  Silver  Batteries    180 

Chloroform  Apparatus    ...       ...  13 

Cholera  Belts    161 

Churchill's  Forceps        ...  120,123 

Cilia  Forceps       ...       ...       ...  36 

Circular  : — 

Amputation  Knives ...       ...  7 

Bed  Pan    166 

Cushions      ...       ...       165,  167 

Ice  Bag        ...       ...       ...  168 

Joint  Bone  Forceps  ...       ...  17 

Joint  Tooth  Forceps  ■■■75,76 

Pessaries    116 

Pillows    165 

Trusses    170 — 172 

Circumcision  Clamp  and  Shield  94 

Civiale's  : — 

Lithotrite    91 

Urethrotome    93 

Clamp  Forceps    ...       ...       ...  113 

Clamps  : — 

Circumcision          ...       ...  94 

Ovariotomy...        ...        ...  '  114 

Rectum       ...       ...       ...  99 

Clams  :  — 

Castration     ...        ...         ..  212 

Caustic         ...       ...       ...  215 

Lamb          ...        ...        ...  215 

Lamb,  and  Scalpel  ...       ...  211 

Torsion    215,  216 

Clarke's  : — 

Blunt  Hook  and  Crotchet  ...  122 

Forceps,  Obstetric   119 

Spray...       ...       ...       ...  68 

Stethoscope  ...       ...       ...  191 

Vagina  Syringe       ...        ...  124 

Clavicle  Apparatus        ...       ...  144 

Clay's  :— 

Insufflator    no 

Pessary        ...        ...        ...  116 

Cleft  Palate  Instruments         ...  56 
Clendon's  Tooth  Instruments      73,  76 
Cline's  : — 

Arm  Splints  ...       ...       ...  148 

Leg  Splints  ...        ...        ...  150 

Clinical  Thermometers  ...       ...  193 

Clipping  :— 

Machines    215 

Scissors                           ...  212 

Clogs  for  Hip  Splint      ...       ...  146 

Clot  Catheters    83 

Cloud  Respirators         ...  208 
Clover's  :— 

Aspirator     ...       ...       ...  87 

Crutch  for  Lithotomy       ...  92 
Inhaling  Apparatus  .. .         13,  73 

Coat,  Post-mortem,  Cousins's  ...  202 
Cock's  Trocars    ...       ...  31,94 

Coddington's  Lens        ...       ...  196 

Coghill's  Inhaler    20S 


5.   A'/AM-^,  SON         THOMPSON,  LONDON. 


Coghlan's  Metrotome    109 

Cole's  Teat  for  Cleft  Palate      ...  56 
Coleman's  :  — 

Embryotomy  Knife   213 

Tooth  Forceps    76 

Coles's  Trusses   170—172 

Collar,  Swimming    165 

Collector,  Sediment,  Dobell's  ...  195 

CoUes's  Radius  Splints   148 

Collin's  : — 

Amputation  Saw    7 

Hemostatic  Forceps        ...  114 

Lamps         ...        ...        •••  S3 

Mouth  Gags   58 

Needle  Holder       ...        26,  115 

Phantome    39 

Spray          ...        ...         ••  29 

Stock  Bone  Drill    17 

Transfusion  Apparatus      ...  13 

Two-Way  Stopcock,        ...  87 

Collins's  Hip  Splint    146 

Colon  Trocars    215 

Colotomy  : — 

Belts   158,159 

Trusses    171 

Combination  Fluid  Pessaries    ...  116 

Comes's  Lithotome    93 

Commutator,  Bolton  Tomson's...  183 

Companion  : — 

Field   9 

Railway                            ■.  9 

Compound  Action  : — 

Ovum  Forceps    123 

Throat  Forceps    63 

Uterus  Scissors    109 

Compound  Dislocation  Pulleys..,  144 

Compresses         ...        ...        •■■  161 

Concave  : — 

Blade  Scissors       ...       100,  109 

Blade  Tongue  Depressors  ...  58 

Eye  Shades   37 

Cone  Measure  for  Heart   201 

Conical : — 

Bougies       ...       ...       •■•  83 

Catheters    86 

Conversation  Tubes   5° 

Ear  Trumpets        ...       ■••  5° 

Constant  Current  Batteries  i77 
Constant     and  Induced 

Current  Batteries        ...  177,178 

Conversation  Tubes    5° 

Coolers,  Rectum   98 

Cooper's  : — 

Cataract  Knives    40 

Tumour  Hook    15 

Urethra  Dilator    88 

Coppez's  Eyelid  Retractor       ...  39 

Cork  Sole  Boot   146 

Cornets,  Ear       ...       ...       ■••  5° 

Corn  Instruments          ...       •••  I9 

Coronet,  Skull    I99 

Corsets     ...       ...       •••       •■•  163 

Cory's  Stethoscope    1 92 

Cotton's  Throat  Forceps          ...  63 


Couch,  Reclining..    143 

Couper's  Eye  Probes    37 

Cousins's  : — 

Air  Bags    47 

Artery  Forceps    8 

Capillary  Catheters   85 

Ear  Syringes...       ...        ...  48 

Fixing  Forceps       ...       ...  36 

Infants'  Trusses      ...       ...  171 

Needle  Plolder    26 

Patent  Handle  for  Saws,  etc.  14 

Safety  Pins   160 

Sound  Deadeners    48 

Tongue  Depressors  ...       ...  58 

Tourniquet   ...       ...       ...  8 

Tympanums  ...        ...        ...  50 

Vaccine  Case          ...       ...  19 

Covered  Hot  Water  Bottles      ...  166 

Cowell's  Strabismus  Hooks       ...  41 

Cradle  Pessaries  ...       ...       ...  116 

Craniotomy  Forceps      ...       ..  123 

Cream  Meters      ...       ...      205,  206 

Crimean  Splints  ...       ...       ...  148 

Critchett's  Eyelid  Retractors     ...  39 
Cross-action  : — 

Artery  Forceps       ...       ...  8 

Entropium  Forceps  ...       ...  36 

Eye  Scissors  ...       ...       ...  42 

Crotchet  and  Blunt  Hook        ...  122 

Croup  Kettle    67 

Crutch,  Clover's   92 

Crutches   I34,  I35 

Cupping  Instruments     ...       ...  14 

Curettes    ...    41,  105 

and  Cystotome    41 

and  Knife     ...       ...       ...  41 

and  Needle  ...       ...       ...  41 

Suction        ...       ...       ...  37 

Curling's  Rectum  Speculum      ...  97 

Curtis's  Ear  Trumpet    So 

Cusco's  Speculum   108 

Cushion  Pessaries,  Greenhalgh's. . .  116 
Cushions  : — 

Air    165 

Galezowski's   38 

Sacrum         ...       ...       •••  167 

Water    167 

Cutter's  :— 

Battery    183 

Pessaries      ...       •••       •••  116 

Sound   105 

Cylindrical  Conversation  Tube  ...  50 

Cyrtometer,  Scott's    I93 

Cyst  Forceps    113 

Cystoscope    89 

Cystotomes  and  Curettes  .       ...  41 


Davis's  : — 

Vagina  Speculum    ...       ...  108 

( Hall )  Craniotomy  Forceps ...  1 23 

Dawson's  Caustic  Catheter       ...  85 

Day  Urinals                           168,  169 

Decalcified  Bones,  Jessett's       ...  99 

Decapitators    122 

Deep-curved : — 

Catheters    86 

Staff   92 

Delstanche's  Nose  Speculum     ...  49 

Demaurex's  Spray          ...       ...  68 

Denman's : — 

Obstetric  Forceps    120 

Perforator    122 

Dentists' : — 

Actual  Cautery    183 

Ice  Bag    168 

Instruments   73 — 80 

Syringe        ...       ...       ...  80 

Depressors : — 

Thomas's    105 

Tongue        ...       ...       .••  58 

Dermatology  Instruments         ...  189 

"  Des^ratum  "  Spray    68 

Desmarres's  : — 

Entropium  Forceps   36 

Eyelid  Retractors    39 

Dessault's  Leg  and  Thigh  Splints  150 

Dewar's  Sprays    ...       ...       ...  68 

Diagnosis  Tube    ...       ...       ...  45 

Dick's  Caustic  Catheter   85 

Dieffenbach's  Artery  Forceps    ...  8 

Dieulafoy.'s  Aspirators    32 

Dilating : — 

Bags  for  Rectum    92 

Bags  for  Uterus    106 

Stems   106 


Dilators  : — 
Nose  ... 
Prepuce 
Rectum 
Trachea 
Urethra 
Uterus 
Vagina 


...  49 

...  .94 

...  100 

...  66 

88,  106 

106,  107 

...  106 


D 

Dairy  Thermometers 
Davy's  : — 
Lever... 

Rectum  Speculum 
Shoe  for  Talipes 
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8 
97 
139 


Directions  for  Measurement     133,  153 

154,  174 

Director  and  Aneurism  Needle  ...  24 

Directors   24 

Directors : — 

Gowlland's   100 

Hernia         ...       ...       ...  16 

Key's   92 

Stanley's    100 

Veterinary    213 

Disc,  Astigmatism    39 

Dislocation  Apparatus    ...       ...  I44 

Dissection : — 

Ca.ses   200 

Instruments   i99 

Knives         ...       ...       ...  189 

Dixon's  Cataract  Knives   4° 
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Dobell's  :— 

Laboratory   196 

Sediment  Collector   19S 

Docking  Knives   212 

Dog  Forceps    215 

Syringes    213 

Douches  : — 

Ear    50 

Eye    37,  5° 

Nose   48,  SO 

Vagina         ...       ...       ...  124 

Douglas's  Respirators     ...       ...  208 

Draft  Steam  Kettle    67 

Drainage  : — 

Tubes   28,  US 

Tube  Gauges    28 

Tube  Introducers    ...       ...  28 

Draper's  Obstetric  Forceps       ...  119 

Drawing  Knife     ...       ...       ...  211 

Dredger,  Iodoform        ...         28,  59 

Dressing : — 

Forceps        ...        ...       ...  24 

Instrument  Cases    ...         23,  24 

Instraments,  Folding        ...  2S 

Instruments,  Veterinary     ...  213 

Scissors        ...       ...       ...  24 

Tray  ...       ...       ...       ...  28 

Drills  :— 

Bone   17 

Tooth    79 

Driving  Hook  for  Arm  ...       ...  129 

Drop  : — 

Bottles    37,  206 

Tubes    37 

Wrist  Splint           ...       ...  137 

Druitt's  Tooth  Forceps  ...       ...  76 

Drum  for  Testing  Points  of  Needles 

and  Knives      ...       ...       ...  36 

Dry  :— 

Cupping  Bottles      ...       ...  14 

Cupping  Instruments        ...  14 

Inhalers        ...        ...       ...  67 

Dubois  Raymond's  Sledge  Coil .. .  186 
Duchenne's      Instrument  for 

Writers'  Cramp    140 

Dudgeon's  Sphygmograph        ...  192 

Duffin's  Pessary  ...        ...        ...  116 

Dumb  Bells        ...       ...       ...  163 

Duplay's : — 

Ear  Forceps  ...       ...       ...  46 

Laryngoscope          ...       ...  5  s 

Nose  .Speculum       ...       ...  49 

Duplex  Clinical  Thermometers  ...  193 
Dupuytren's : — 

Leg  and  Thigh  Splint        ...  150 

Lithotome     ...       ...       ...  93 

Durham's  : — 

Canula  and  Pilot    6s 

Larynx  Forceps      ...         62,  63 

Urethra  .Syringe      ...        ...  94 

Dwarf  Respirator                    ...  208 

Dyed  Silk   29 

Dynamometer    193 
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Ear  :— 

Channels      ...       ...       ...  48 

Cornets        ...       ...       ...  50 

Douche        ...       ...       ...  50 

Electrodes    ...       ...       ...  179 

Forceps        ...       ...       ...  46 

Hooks         ...       ...       ...  47 

Hot  Water  Bag    168 

Knives         ...       ...        ...  47 

Mirrors        ...        ...        ...  45 

Pads  ...    50 

Piercer         ...       ...       ...  S° 

Probe   SO 

.Scoops         ...       ...       ...  46 

Speculums    ...       ...       ...  45 

Syringes       ...       ...       ...  48  . 

Trough    48 

Trumpet    50 

Tube   50 

Earle's  Pelvimeter         ...       ...  122 

Earthenware : — 

Dressing  Tray  ...  ...  28 

Inhalers        ...  ...  ...  67 

Thermometer  ...  ...  205 

Ebony : — 

Breast  Drawers    206 

Caustic  Case  ...  ...  ....  24 

Ebony  Handle  : — 

Tongue  Depressor   s8 

Tooth  Mirrors    80 

^craseurs  49,  ill,  213 

Edwards's  Bougie  Electrodes    ...  184 
Eguisier's  Irrigateur       ...        ...  I02 

Elastic  Stockings,  etc.    ...  160,164 

Elastic-gum  : — 

Bougies        ...       ...       ...  83 

Catheters    84—86 

Eustachian  Catheters         ...  4s 

Pessaries    117 

Prostate  Dilator    88 

Rectum  Speculums  ...       ...  97 

Rectum  Tubes        ...        98,  loi 

Stomach  Tube    70 

Vagina  Speculums   io8 

Vagina  Tubes         ...       ...  126 

Elbow  :— 

Arm  Slings   ...       ...       ...  136 

Cap   164 

Excision  Splint    147 

Scissors    24,  42 

Splints    145,  152 

Electric  Lamps    53,  184 

Electrodes  •■•173,  179,  182— i8s 

Electrolysis : — 

Battery    183 

Needles    181 

Electro-magnetic  Machines      ...  182 

Electro-plated  Catheters   83 

Elevators  ...       17,  1 8,  73,  105 

Ellis's  Clavicle  Apparatus  ...  144 
Embilming  Syringe       ...       ...  199 


Embryotomy  : — 

I'AGE 

rlooK  ...         ...  ... 

214 

Knives        ...  211, 

212, 

213 

Emmet's  : — 

Uterus  Hook 

IOC 

Uterus  Knife 

109 

Uterus  Needles 

112 

Empyema  Tube  and  Shield 

192 

Enamel  Cutters  ... 

78 

Enamelled  Tubes  for  Huggett's 

Solutions 

30 

Endlemann's  Galvanometer 

182 

Enema  : — 

Syringes       ...  102, 

124.  I2S 

Syringes,  Veterinary 

212, 

213 

Entropium  Forceps 

36 

Enucleator,  Sims's 

100 

Epistaxis : — 

Bags  

49 

Canula,  Beiloc's 

49 

Erichsen's  : — 

Lithotomy  Knife  and  Scoop 

92 

Sound 

89 

Tonsil  Scissors 

64 

Esbach's  Albumen  Meter 

196 

Esmarch's  : — 

Bandages 

160 

General  Operation  Knife 

2S 

Tourniquet  ... 

8 

Ether  :— 

Inhalers       ...       ...  I3>  73 

Spray    29 

Eustachian  Catheters     ...       ...  45 

Evans's  Vaccinator         ...       ...  19 

Everard's  Tooth  Forceps         ...  75 
Excavators  ...       ...       ...  78 

Excision  Splints  ...       ...       ...  147 

Expanders,  Chest  ...       ...  163 

Expanding  Snares         ...       ...  63 

Exploring  : — 

Needle         ...       ...        24,  213 

Needle  and  Caustic  Case    ...  24 

Trocar         ...    31 

Trocar  and  Caustic  Case  ...  24 
Extension  Apparatus  ...  14S — 147 
External  Needles,  Hagedom's  ...  27 
Extirpation  of  Eyeball,  Forceps  for  36 
Extractors : — 

Bullet    7 

Tooth    74—76 

Eye  :— 

Douches    37,  48 

Electrodes    181 

Instruments  in  Cases  ...  35 
Knives         ...       ...       ...  40 

Lid  Retractors    39 

Needles        ...       ...  36,  41 

Probes         ...       ...       ...  36 

Scoops         ...       ...  40,  41 

Shades    37 

Eyes,  Artificial    39 

F 

Fiecal : — 

Scoop   98 

Urinal    169 

Family  Douches   124 
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HAGE 
121 


Fancourt  Barnes's  Cephalotribes 
FaraboeuPs : — 

Bone  Forceps 

Resection  Saw 

Rugines   

Farmer  Miles's  ^craseur  ... 
Fau vol's  Larynx  Forceps... 
Feeding  Apparatus  for  Lunatics . 

Feet,  Artificial    131 1 

Felt  Apparatus  for  Wry  Neck  142,  143 

Female  : — 
Catheters 

Douches   

Grooved  Staflfs 

Urethra  Dilators 

Urinals 

p'emoral  Trusses  

Fenestrated  : — 

Artery  Forceps 

Lithotomy  Forceps  . . . 

Ovum  Forceps 

Fergusson's  : — 

Amputation  Saw 

Bone  Forceps 

Cleft  Palate  Knife  ... 

Interrupted  Thigh  Splint 

Leg  and  Thigh  Splint 

Lithotomy  Knife 

Necrosis  Forceps 

Necrosis  Saw 

Patella  Splint 

Rectum  Speculums  . . . 

Stethoscope  

Urethra  Scoop 

Vagina  Speculum 

Fibula  Splints   

Field  :— 

Companion  

Panniers   

Tourniquet   

Field's  Guillotine 

Field's  Tracheotomy  Tube 

Filiform  Bougies  

Fillet   

Fine  Hooks   

Finger : — 

Amputation  Saw 

Protectors 

Ring  Needle  Holder... 

Splints   

Stall  

Firing  Irons 
Fistula : — 

Knives 

Needles   

Fixing  Forceps 
Fleams 

Fleet-Surgeons'  Operation  Case 
Fleming's  Suture  Needle  Holder 
Flexible : — 

Catheters 

Caustic  Catheter 

Saw  ... 

Sprays  for  Nose 

Stem  Probangs 

Throat  Forceps 


17 
i6 
18 
213 
62 
70 


24,  83,  86 
...  124 
...  92 
...  88 
168,  169 
170, 172 

8 

...  92 
...  123 

7 

...  17 

...  56 

...  151 

...  149 

...  92 

...  17 

...  16 

...  144 

...  97 

...  191 

...  93 

...  108 

...  152 

9 
10 
8 

...  64 
...  21S 
...  89 
...  123 
100,  123 

7 

...  54 
...  36 
...  148 
...  160 
...  214 

...  112 
...  112 
...  36 
212,  213 
6 

213 

83 
110 
16 
68 
60 
63 


Floating  Thermometer    . . . 
Fluid  Combination  Pessaries 
Flute  Key  Stomach  Pump 

Foal  Hooks   

Foetus  Skull  -   

Folding  : — 

Crutches   

Sound  

Speculum 

Tooth  Mirror 

Foot  Electrode   

Foot  Sling  

Forceps  : — 

Artery   

Bone  ... 

Botany 

Bryant's 

Bullet  

Capsular 
Cilia  ... 

Cleft  Pakte  

Craniotomy  

Cutting   

Cyst  

Dressing 

Ear   

Entropium  ... 
Extirpation  of  Eye-ball 

Fistula  

Fixing   

Gowing's  Tooth 
Haemorrhoids 
Haemostatic  ... 

Hare-lip   

Iris 

Larynx 
Lithotomy 
Luxation 
Necrosis 

Obstetric   

Ovum ... 

Phimosis   

Pin  Cutting  

Polypus   

Sequestrum  

Sinus  . 


IS,  17,  24,  42,  63 


...  20s 
...  116 

...  69 

...  214 
...  201 

••.  135 

...  los 

...  108 

...  80 

...  181 

...  136 

8 

17.  199 
...  189 
...  100 
7 

...  41 
...  36 
...  56 
...  123 
61,  202 

...  113 
24,  78 
...  46 
...  36 
...  36 
...  112 
...  36 
...  214 
99.  100 
113.114 
...  61 

...  36 
...  62 
...  92 
...  16 
...  17 
121 
..  123 
94 
61 

49.  Ill 
..  17 
...  24 
199 
78 

..  63 
62 

74—76 
..  24 
..  93 
..  93 
42 


119 


Spring 
Stopping 
Throat 
Tonsil 
Tooth... 

Torsion   

Tumour   

Urethra   

■  Wecker's   

Forks  for : — 

Artificial  Arm  and  Hand  ... 

Sutures  ...   

Forks,  Sound   

Foulis's  Tourniquet   

Fox's  Tooth  Keys  

Fracture  Apparatus,  140,  144,  147- 

Freenum  Scissors  

Frames  for  protecting  the  Legs  in 
Bed   


129 
112 

45 
8 

80 

-152 
1 22 

136 


Fr'ankel's : — 

Ear  Forceps   46 

Nose  Speculums    49 

Tongue  Depressor   58 

Trocars    32 

Franklin's  Patent  Spray   68 

Freeman's  Rectum  Clamp  ...  99 
French : — 

Bougie  and  Catheter  Gauge  84 

Cushions    165 

Suture  Needles    217 

Trusses    170 

Fulcrum    ...       ...       ...       ...  112 

Fuller's  Tracheotomy  Canulas   ...  65 

Funis  Tube,  Robertson's   122 

Funnel  End  Stomach  Tubes  ...  70 
Funnel : — 

Bed  Sheet    167 

Mattress    167 


Gags  for  : — 

Bullocks       ...    215 

Mouth    58 

Sheep...       ...       ...        .•■  215 

Gaifife's  :— 

Batteries    180 

Galvanometers       ...       182,  186 

Galabin's  Pessaries    116 

Galante's  Bag  for  Epistaxis       ...  49 
Galezowski's  : — 

Fixing  Forceps    3^ 

Ophthalmoscope    38 

Padded  Cushion    38 

Strabismometer    38 

Galvanic  Apparatus       ...  177—184 

Galvanometers    182,  186 

Gariel's  Pessaries  

Gas  : — 

Apparatus,  Clover's  13.  73 

Lamps   42,  53.  190 

Gauges  for : — 

Bougies  and  Catheters...       83,  85 

Drainage  Tube    28 

Oisophagus  Bougies  ...  63 

Rectum  Bougies    98 

Gauntlet  for  Post-mortem  Exam- 
ination   202 

Gauze : — 

Arm  Slings   13^ 

Wire  Splints   I47 

(ieneral  Operation  Knife   25 

Gentlemen's  Belts   161 

Gibbs's  Throat  Syringe  ....      ...  60 

Gillingham's  Suspension  Apparatus  141 

Gilt  Urinometer   '93 

Glass:— 

Drainage  Tubes    "5 

Insufflator    59 

Rectum  Speculums   97 

Rod  for  Acids         ...  47, 

Thermometers    205 

Urinometers   ^93 


INDEX   TO  PART  I. 
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G lasses  : — 

Pulse  ...       •••    191 

Test   38 

Trial,  for  Urine       ...       ...  195 

Glauert's  Constant  Current  Bat- 
teries    ...       ...       ...       ...  178 

Globular  Pessaries         ...       ...  116 

Gloves  for  Post-mortem  Examina- 
tion      ...       ...        ...        ...  202 

Glycerine : — 

Suppositories... 
Syringe 

Godfrey  and  Cooke's  Chloride  of 

Ammonium  Inhaler 
Godson's  : — 

Dressing  and  Operation  Case 

Perforator 

Pessar}' 

Tent  Introducer 

Uterus  Dilators 
Golding  Bird's  Trachea  Dilator... 
Gooch's  Splint 
Goodwin's  Balling  Gun  ... 
Gordon's  Forceps  and  Punch 
Gorgets 

Gouge  Forceps  ... 

Gouges     ...  ...   

Gouley's  : — • 

Filiform  Bougies 

"  Tunnelled  "  Catheter 
Gowan's : — • 

Mouth  Gag  

Starch  Bandage  Shears 
Gowing's  Tooth  Instruments 
Gowlland's  : — 

Bistoury 

Cautery  Iron... 

Clamp 

Director 

Douche 

Probe ... 

Rectum  Speculums  ... 

Vagina  Tube  and  Sponge  ... 
Graduated : — 

Bougie 

Catheters 

.Sounds 
Graefe's  : — 

Cataract  Knives 

Entropium  Forceps  ... 

Eyelid  Retractors  ... 

Fixing  Forceps 

Strabismus  Hooks  ... 

Syphon  Douches 
Grafting  Scissors  ... 

Greenhalgh's  : — 

Metrotome  ... 

Obstetric  Bag   

Perforator 

Pessaries 

Uterus  Dilator 

Uterus -Stem  .  . 
Greenslade's  Fracture  Cradle  ... 
Greenway's  Irrigation  TuV)e 


98 
98 

67 

119 

122 
116 
105 
107 
66 
148 
211 

73 
92 

17 
18 

89 
86 

58 

173 
214 

100 
99 
99 
100 
124 
100 

97 
126 

83 
86 
105 

40 
36 
39 
36 
41 
37 
28 

109 
n8 
122 
116 
106 
106 
136 
126 


Griffin's  Vagina  Speculum 
Gristock's  Uterus  Scissors 
Grooved  .Staffs 
Gross's : — 

Flexible  Catheter  ... 

Urethra  Dilator 
Grove's  Vaccine  Case 
Gruber's  : — ■ 

Ear  Speculum 

Knife  ... 
Guarded  : — 

Curette 

Director 

Guillotine 

Hernia  Knife 

Larynx  Lancet 

Throat  Syringe 
Guillotines 
Gum-elastic  : — 

Bougies 

Catheters 

Eustachian  Catheter 

Pessaries 

Prostate  Dilator 

Rectum  Speculum 

Rectum  Tube 

Stomach  Tubes 

Vagina  Speculums   . . . 

Vagina  Tubes 
Gum  Lancets  ... 

and  Nrevus  Needle  ... 

and  Paget's  Knife  ... 

and  Syme's  Knife 

and  Tenaculum 

Guns,  Balling   

Gunshot  Probe  ... 
Guthrie's  : — 

Strabismus  Hook 

Strabismus  Knife 
Gutta-percha  Pessary 
Guy's  Hospital  Elevator... 
Gyncecology  Needles,  Hagedc 

H 

Hemorrhoids  : — 

Fine  Hook  for 

Forceps  for  ... 

Needle  for 
Hsemostatic  Forceps 
Hagedorn's  : — 

Gynaecology  Needles... 

Needle  Holders 

Suture  Needles 

Veterinary  Needles  ... 
Hahn's  Tracheotomy  Canula 
Hainsby's  Hare-lip  Truss 
Half  Curved  Suture  Needles, 


84- 


I'ACE 
108 
109 
92 

83 

88 
19 

45 
47 

41 
24 
64 
16 
61 
64 
64 

83 
-86 

45 
117 


...  97 
98,  lOI 
...  70 
...  108 
...  126 
79,  80 
...  25 
...  25 
...  25 
...  25 
211,  212 
7 

...  41 
...  40 
...  116 

•■•  73 

n's  27 


99. 


100 
100 
...  100 
1 1.3.  114 


...  27 
V  26 
27,  112 
216,  217 
...  65 
...  61 
26,  27 
36,  216,  217 

Hall's  Knife,  Uterus    109 

Hall  Davis's  Craniotomy  Forceps  123 

Hammer  Toe  Plate    137 

Hammer : — 

and  Hook     ...        ...       ...  214 

and  Plexinieler        ...       ...  191 


Hammers,  Post-mortem  ... 
Hand  Ball  Sprays 
Hand  Bellows  for  Sprays 

Hand  Splints   

Hands,  Artificial  

Handle,  Cousins's  Patent 
Ilanks's  Trocar  and  Canula 
Hare-lip  Instruments 
Harrison's  (R.  A.) : — 
Catheter 
Irrigator 
Mucus  Catheter 
Prostate  Dilators 
Urethra  Dilator 

Harrison's  Eye  Shade  ... 
Hausniann's  Inhaler 
Haversack,  Surgeons' 
Hawkbill  Tooth  Forceps 
Head  :— 

Electric  Lamp 

Ice  Bag   

Rest,  Tripod  

Heart 

Cone  Measure  for  ... 

Ice  Bag 

Heath's : — 

Palate  Saw  ... 

Splint  for  Excision  of 
Ilegar's  Uten:s  Dilators  ... 
Helmet  Ice  Bag  ... 

Hernia  : — 

Belts  

Instruments  ... 
Hewitt's  :— 

Obstetric  Forceps  ... 

Pessaries 

Vagina  Speculum  . . . 
Hey's  Saw 

Heywood  Smith's  : — 
Curette 

Ovum  Forceps 

Sound 
Hicks's  (Braxton) : — 

Cephalotribes 

!l6craseurs 
Hicks's  (J.)  Milk  Tester  ... 
Higginson's  Enemas 
Hill's  :— 

Dog  Forceps  ... 

(Berkeley)  Urethrotome 
Milliard's  Vaccinator 
Hilton's  :— 

Canula 

Speculum 
Hinged  : — 

Arm  Splints  

Tongue  Depressors  ... 

Hip  Splints   

Hirschbergs  Ophthalmosco 
Histological  Microscopes 
Hobbles,  Casting... 
Hodge's  Pessaries 


...  199 
29,  68 
...  29 
147,  148 

129.  I  S3 
14 

...  65 
...  61 

...  86 
...  87 

•■•  93 
...  88 
...  88 

•••  37 
...  208 
9 

...  76 

•••  53 
...  168 
...  199 

...  201 
...  168 

...  14 

Elbow  147 

...  107 

...  168 


...  159 
16,  25 

120 
..  u6 
..  108 
14,  16 

..  ICS 

•  •  123 
••  105 

121 
III 

206 
••  125 

■  215 

■  93 
19 

•  '  65 
97 

.  14S 

■  58 
145 

pc  ...  3S 
190 
212 

•  '17 
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Holders  for 

Book  

Card  

Catheter   

Caustic 

Needles 
Holmes's  rerforator 

Holt's  :— 

Catheter   

Urethra  Dilator 
Hooks  : — 

Blunt  

Botany 

Chain  

Cleft  Palate  

Driving,  for  Artificial  Ann 

■  Ear   

Embiyotomy  

Eye   

Foal  

For  Artificial  Arm  ... 
Fractured  Patella  ... 
Nose  ... 

Obstetric   ■ 

Ollier's   

Releasing,  for  Compound 

Pulleys   

Salmon's 
Sims's 

Trachea   

Uterus   

Veterinary  ... 
Horn  Mounted  Lenses    . . . 
Horse  : — 

Catheters'   

Shoe  Pad  Trusses    . . . 
Hospital  : — 

Aspirator 

Enema  Apparatus  . . . 
Instrument  Cabinet  ... 
Stretchers   

Hot 

Air  Baths   

Water  Bags  

Water  Bottles 

How's  Scalers   

Howse's     Fracture  Cradle 
Splint  

Huggett's  : — 

Enamelled  Tubes  ... 
Permanent  Solutions 
Hughes's  Stethoscope 

Huguier's  Sound  

Hulke's  Suture  Needle  ... 
Hull's  Uterus  Truss 
Human  : — 
Bones... 

Skeleton   

Humerus  Splints  

Hunter  Mackenzie's  Inhalers 
Hunter's  Hypodermic  Syringe 

Hunting  : — 

Belt  

Suspender 
Urinal 


21' 


1 29 

129 
84 
60 
26 

122 

84 

88 

1 12 

189 
202 

56,  57 
129 

46,  47 
.  214 

41 
214 
129 
■  144 
•  47 

!2,  123 
14 

,.  144 
TOO 
112 

..  66 
..  105 
214 
189 


170, 


and 


I'AGE 

1 1 11  rd  V  1  V's^n.iitis  ...  ... 

...  116 

Husband  s  Capillary  Tubes 

19 

T-T 1 1  f  /^li  1  r»cr\n  'i;   •  -  

...  86 

Catheter   

Ovariotomy  Clamp  ... 

...  114 

Hydrocele  : — 

...  162 

Suspenders   

Syringes 

...  94 

Trocars   

31.  94 

Hypodermic  Syringes 

30,  213 

I 

•45 


212 
172 

102 

3 
20 

206 
t6S 
166 
79 

136 

30 
30 
191 

105 
41 
171 

201 
201 

152 
208 

30 

161 
162 

169 


28, 


Ice  Bags  and  Caps    '68 

Illuminating  Electric  Lamps      53,  184 
Inimisch's  Clinical  Thermometer, 

Metal   

Implements  for  Artificial  Arms 

and  Hands   

Impression  Trays  

Indestructible      Index  Clinical 

Therriiometers   

India-rubber  : — 

Bandages   

Bellows 

Catheter  Holders   

Catheters   

Chest  Expanders 
Drainage  Tubes 

Finger  Stall  

Ice  Bags       ...  ,  • 
Insufflators  ... 
Pad  for  Foot ... 
Pessaries.. 
Rectum  Tubes 

Stomach  Pump   

Stomach  Tubes   

Syringes       ...       48,  87,  94 

Syringes  for  Catheters 

Tracheotomy  Canula,  Baker's 

Trusses   

Urethra  Syringes     . . 

Urinaks   

Induced  Current  Batteries 

Inflating  Bellows  

Inglis's  Obstetric  Forceps 

Ingram's  Enemas  

Inguinal  Trusses  

Inhalers  : — 

Antiseptic   

Chloroform  

Ether  

Steam   

Inoculating  Veterinary  Needle  .. 
Instanter  Clinical  Thermometer 
Instrument  Cabinet,  Maw's 
Instruments  for  Writers'  Cramp 
Insufflators  ...48,50.59.94."° 
Interrupted  Leg  and  Thigh  Sphnts  149. 

151 

Intestine  Suture  Needles  

Introducers  for  :— 

Drainage  Tube   

Ointment  .-■   

Tents   ^°S. 

Intubation  Instruments  


193 

129 

80 

193 

160 
165 
84 
84 
163 
115 
160 
..  168 

59 
140 
16,  117 

..  lOI 

..  69 
■•  .  70 

lOI 

87 
65 

171 

...  94 
16S,  169 
178 
165 
119 
125 
172 


170. 


177. 


170 


Invalid  : — 

Bed  Tables   

...  157 

Chairs* 

...  157 

T/irl  r»fr^rm  T)rPflf»'PrS               . .  . 

28,  59 

Iridectomy  Knives 

...  40 

Trie  •  

...  36 

Forceps   

Hook  

...  41 

Iron 

...  163 

Dumb  Bells  

Dyed  Silk   

29 

Elbow  Splints 

...  147 

Leg  and  Thigh  Splints 

149  —  151 

Irons : — 

and  Boots   

I. 37 -1 39 

Balling   

...  211 

Cautery     *  ... 

99,  "4 

Firing 

...  214 

Irreducible  Hernia  Tru.sses 

171,  172 

Irrigateur,  Eguisier's 

...  102 

Irrigation  Tubes  :— 

...  126 

Greenway's  ... 

Nose  

...  48 

Irrigators  : — 

...  87 

Harrison's  (R.  A.)  ... 

Woakes's   

...  50 

Ivor)'  Separator,  Thompson's 

...  92 

208 
13 

3.  73 
67 
216 

193 
3 

140 


27 


28 

94 

06 

65 


T.  R.  P.  lasufflators 
Jackets  : — 

Cousins's,   for  Post-mortem 
Examinations 

Spine   141— 

Jacob's  Cataract  Needles... 

Jaeger's  :— 

Iridectomy Jvnives  ... 

Retractor   

James's  (Prosser)  : — 

Expanding  Snare  ... 

Forceps 

Lancet 

Laryngoscope 
Larynx  Mirror 
Larynx  Sickle 
Nose  Douche 
Nose  Speculum 

Nose  Spray  

Pharynx  Douche 
Throat  Spray 
Tonsil  Knives 
Tonsil  Sickle 
James's  Uterus  Dilator  ... 

Japanned  : — 

Iron  Splints  

Tin  Thermometer  ... 
Jaquemin's  Eye  Shade  ... 
Jaques's  I.R.  Catheters 
Jarvis's  Snare 
Tedar's  Nose  Speculum  ... 

Jeffrey's  Respirators 

Jessett's : — 

Breast  Belt   

Decalcified  Bones 
Operation  Table 


59 


202 
143 
41 

40 
39 

63 
62 
61 
55 
54 
61 
48 
49 
48 
6c 
68 

64 
61 
107 

147 
205 

37 
84 
50 
49 
20S 

161 

99 
20 
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Jones's  (Macnaughton)  :— 

Air  Bag    47 

Drop  Bottle   37 

Nose  Insufflator    48 

Sound  Deadeners    48 

Suspension  Apparatus       •■•  141 

Utenis  Dilator    io7 

Vagina  Douche       •••       ■••  '24 

Jones's  (Sydney)  : — 

Clamps    99 

Cyst  Forceps    113 

Jugum  Penis    94 

Junker's  Inhaler  ...       ••■       •■•  13 

Jurasz's  :— 

Nose  Speculums     ...        .-  49 

Syringe  for  Larynx   61 

Jury  Mast,  Sayre's         ~.       •■•  141 


K  ni  ves — continneu. 
Iridectomy  ... 
James's 
Lithotomy  .  ... 
Neurotomy  ... 
Nose  ... 
Paget's 
Resection 
Scarifying 
Shoeing 
Spaying 
Strabismus 
Synie's 
Tenotomy 
Tonsil 
Uterus 
Valanlin's 
Veterinary 


40 
C4 
92 
z\  1 
47 
'5.  25 
16 
40 

-'4 
214 

40 


16 
64 
109 
189 
21  1 


Virchow's 

'99 

K 

Koberle's  Serre-Noeud 

"5 

Kabierske's  Insufflator  ... 

Kramer's  : — 

•  ■■  59 

Ear  Speculum 
Eustachian  Catheter 

45 
45 

Kachimura's  Trocar 

...  31 

K'eetley's  Suspender 
Keith's  Drainage  Tube  ... 

162 
...  115 

Krause's  Syringe,  Larynx 
Kuchenmeister's  Uterus  Sci.s.->(jrs 

01 

log 

Kelly's  Eyelid  Retractor... 

■  ••  39 

Kennedy's  Syringes 

...  124 

T 

Kettles  for : — 

Bronchitis 

...  67 

Labial  Hernia  Trusses  ... 

)  72 

Croup 

...  67 

Laboratory,  Urine,  DubeU's 

196 

Key's  Director 

16,  92 

Laborde's  Trachea  Dilator 

66 

Keys,  Tooth 

80,  212 

Laced  Knee-caps  ... 

164 

Kidd's  Cephalotribe 

...  121 

Lachrymal : — 

Kidney  Shape  Pus  Basins 

28 

Cautery 

41 

Kiessler's  Mouth  Mirror 

...  80 

Probe  ' 

37 

King's  College  Tooth  Forceps 

...  76 

Syringe 

37 

Knapp's  Ophthalmoscope' 

...  3S 

Lactometers 

205 

Knee : — 

Lallemand's  Caustic  Catheter 

S5 

Caps  ... 

...  164 

Lamb  : — 

Electrode 

...  182 

Clam 

215 

Legging   

...  164 

Clam  and  Scalpel 

21 1 

Splints 

145,  152 

Laminaria  Tents  ... 

106 

Stockings 

...  164 

Lamps      ...           42,  45,  53, 

1S4,  19U 

Knife  Point  Testing  Drum 

...  36.. 

Lancepoint  Suture  Needles 

27 

Knives  : — 

Lancets :  — 

Abscess   

...  15 

Abscess 

25. 

211 

Amputation  ... 

7 

Bleeding 

25> 

21 1 

Brain  ... 

...  199 

Gum   ...        ...        ...  2 

5.  79,  5>o 

Canaliculus  ... 

...  40 

Gum  and  Paget's  Knife 

25 

Cartilage 

...  199 

Gum  and  Syme's  Knife 

25 

Cataract   

...  40 

Gum  and  Tenaculum 

25 

Cleft  Palate  

56,  57 

Larynx 

61 

Corn  ... 

...  19 

Tonsil 

61 

Dissection 

...  189 

Vaccine 

•9 

Docking 

...  212 

Landolt's  Ophthalmoscope 

38 

Drawing 

...  211 

Lane's  Rectum  Speculum 

97 

Ear   

...  47 

Langenbeck's  : — 

Embryotomy          ...      211 — 213 

Elevator 

18 

Esmarch's 

...  25 

Finger  Protector 

Fergusson's  ... 

...  56 

Raspatory 

18 

1 

Fistula   

H2 

Tourniquet  ... 

8  i 

Folding 

...  25 

Laragon's  Improved  Guillotine 

'I  ' 

For  Artificial  Arm  and  Hand  129 

Larrey's  Necrosis  Saw 

16 

For  External  Urethrotomy 

93 

Laryngoscopes 

54 

55 

Hernia 

...  16 

Laryngoscope  Lamps 

53 

54  , 

.Spine 


Larynx  : — 

Forceps 

Lancet 

.Mirrors 

Sickle 

.Sprays 

Tampon 
Lateral  Curvature 
ratus 

Lawn  Tennis  Knee-caps 
Lawrence's  :  — 

Eyelid  Retractor 

Fracture  Cradle 

.Strabismometer 
Laycock's  Tongue  Depressor    . . . 
Leared's  Beef  Tea  Apparatus 

Leather  : — 

Apparatus     for  Dislocated 
.Shoulder  ... 

Covered  Dumb  Bells 

Foot  .Sling 

.Spine  Jacket  ... 

Splints 
Leclanche's  Batteries 
Lee's  (Henry)  Calomel  Bath 
Lee's  Clamp 

Lee's  (R.)  :- 

Craniotomy  Forceps... 

Trocar 
Leffert's  Nose  Spray 
Leg  :— 

Artificial  ..r 

Bath  

Splints... 

.Supports 

.Leggings  

Leiter's  : — 

Cystoscope 

Demonstration  Phantome 
Lennox  Browne's : — 

Finger  Protector 

Nose  .Speculum 
Lens  Hook 
Lens  Pricker 
Lenses  : — 

Dermatology.  . 

Magnifying  ... 

Lenticular  

Lenticular  Thermometer . . . 
Leroy  d'EtioUe's  Scoop  ... 
Lever,  Davy's 
Lever  Ring  Ear  Forceps... 
Lever's : — 

Craniotomy  Forceps 

Decapitator  ... 

Obstetric  Forceps  ... 

Vectis 
Lewin's  Lamp 
Liebreich's : — 

Eye  .Scissors  ... 

Iridectomy  Knives  ... 

Iris  Forceps  ... 

Ophihalnio.scope 


62,  63 
...  61 

-..  54 
...  61 
...  68 
...  65 
Appa- 

142,  143 
1 64 

•  ■•  39 
...  136 

•••  39 
58 
206 


■■  '44 
..  163 
136 
142 
..  152 
77,  17S 
..  206 

99 


.  109 
48,  68 

o,  132 
28 
-152 
157 
164 


t49,  150- 


...  89 
■••  39 

•  ••  54 
...  49 
41 

...  41 

...  189 

189,  196 

..  17 

■■•  193 

•••  93. 
8 

...  46 

...  123 

...  122 
120 
...  123 

■  ••  54 

...  42 

...  40 

...  36 

...  38 
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Ligature  : — 

Cftrrier 

lOO 

Case  ... 

29 

Trough 

28 

Ligatures  ... 

..  29 

Linear  Cataract  Knives  . . . 

..  40 

Lined  .Splints   

..  148 

' '  Linlv  "  Tliermometer    . . . 

..  193 

"  Lion  "  Forceps  

17 

Lisfranc's  Amputation  Knife 

7 

Lister's  : — 

Artery  Forceps 

8 

Catheters  in  Case 

86,  90 

Elevator   

18 

Sound   

...  89 

Sprays 

29,  68 

Suture  Needles 

26,  27 

Tourniquet 

8 

Liston's : — 

Amputation  Knives  ... 

7 

Artery  Forceps 

0 
0 

Leg  and  Thigh  Splints 

...  150 

Lithotomy  Knife- 

...  92 

Nsevus  Needle 

IS 

Sound 

89 

Lilhotomes 

..  93 

Lithotomy  Instruments  ... 

...  92 

Lithotrites  ... 

...  91 

Little's  :— 

Abductor  for  Genu  valgum 

137 

Shoes  for  Talipes 

139,  140 

Live  Foal  Hook  ... 

...  214 

Lloyd's  Bronchitis  Kettle 

...  67 

Lonsdale's  Splint  for  Fractured 

Patella  

...  144 

Loring's  Ophthalmoscope  • 

...  38 

Lowder's  Vectis  ... 

...  123. 

Lowe's  Water  Test 

. . .  206 

Lowndes's  Spirometer 

...  192 

Lucas's  Ear  Forceps 

...  46 

Luer's  : — 

Guillotine 

...  64 

Trachea  Dilator 

...  66 

Luke's  Fracture  Frame  ... 

...  136 

Lumbar  Ice  Bag  ... 

...  168 

Lunar  Caustic  Points 

. . .  207 

Lunatic  Feeding  Apparatus 

...  70 

Luxation  Forceps 

...  16 

Lyon's  Urethra  Dilator  . . . 

...  88 

M 

MacEwen's  Chisels        ...       ...  18 

Mackenzie's  (Hunter)  Antiseptic 

Inhaler    208 

Mackenzie's  (Morell)  : — 

Guillotine     ...    64 

Inhaler    67 

Insufflator    59 

Lamps         ...       ...       ...  53 

Laryngoscope         ...       ...  55 

Larynx  Forceps    62 

Throat  Brushes    60 

McClinlock's  Polypus  Forceps  ...  1 1 1 
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McDougall's  Caustic  Catheter  ...  85 
McGavin's  Embryotomy  Knife  ...  211 
Mclntyre's  Leg  and  Thigh  Splint  149 

Machines  : — 

Bandage  Rolling    160 

Electro-Magnetic    ...       ...  182 

Spine  ,    142  I 

Magnifying  Lenses  ...  189,196 
Mahogany  Cabinet  Thermometers  205 
Maisonneuve's  Urethrotome  ...  93 
Male  and  Female  Catheters      ...  24 

Male  Urinals    168,  169 

Malgaigne's  Hooks        ...        ...  144 


Mallet  Pluggers  ... 

77 

Mallets   

18 

Mallets  for  Post-mortem  Examina- 

tions 

199 

Mane  Pullers 

214 

Marconi's  Laryngoscope  

55 

Marshall's  Osteotrite   

18 

Martineau's  Ear  Trumpet 

50 

Mask,  Skinner's  Chloroform 

13 

Mason's  (F.)  : — 

Awl  for  Cleft  Palate  

56 

Chisel... 

56 

Elbow  Splints 

147 

Laryngoscope 

54 

Lithotomy  Straps 

92 

Mouth  Gag  ... 

56 

Needles 

57 

Raspatory 

56 

Scissors 

56 

Massage  Apparatus 

173 

Mathews's  Craniotomy  Forceps... 

123 

Mathieu's  : — 

Ear  Forceps  ... 

46 

Guillotine 

64 

Instruments     for  Writers' 

Cramp 

140 

Matthews  Duncan's  Cyst  Forceps  113 
Mattresses   165,  167 


Maunder's  Spray  Producer 

..  68 

Maw's  : — 

Artery  Forceps 

8 

Aspirator 

..  32 

Bronchitis  Kettle 

..  67 

Capillary  Tubes 

..  19 

Chloroform  Bottle  ... 

...  13 

Douches   

...  37 

Dredgers   

...  59 

Drop  Bottle  

...  13 

Ear  .Speculum 

...  45 

Ear  Syringes  

...  48 

Ear  Trumpets 

...  50 

Eustachian  Catheters 

.■•  45 

Expanding  Snares  ... 

...  63 

General  Operation  Knife 

...  25 

Hypodermic  Syringe 

...  30 

Inhalers   

...  67 

Insufflators   

...  50 

Lamps 

42,  53 

Laryngoscopes 

...  55 

Mouth  Wedge  .... 

...  58 

Needle  Holders 

...  26 
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Maw's — continued. 
Nose : — 

Douches  ...  ...  48 

Speculums  ...  ...  49 

.Syringes  ...  ...  48 

Rectum  Speculums  ...  ...  97 

Scalers         ...  ...  ...  79 

Sprays          ...  ...  ...  29 

Stopioers       ...  ...  ...  79 

Throat;  Syringe    60 

Tourniquet    ...  ...  ...  8 

Urethra  .Syringe  ...  ...  94 

Vaccinator    ...  ...  ...  19 

Maxilla  Saws      ...  ...  14,  16 

Meadows's : — 

^craseur       ...  ...  ...  in 

Vagina  Speculum  ...  ...  108 

Measuring  Tape  ...  ...  ...  193 

Medicated  Pessaries       ...  ...  no 

Menthol  Inhalers ...       ...  ...  67 

Mercier's  Sound  ...       ...  ...  89 

Metacarpus  Saws  ...       ...  ...7,  14 

Metal :— 


Catheters       ...       ...  83 

86 

Clinical  Thermometer 

193 

Inhalers 

67 

Mounted   Glass    Tubes  for 

Huggett's  Hypodermic 

Solutions  ... 

30 

Pus  Basins 

28 

Rectum  .Speculums  ... 

97 

Respirators  ... 

208 

Stethoscopes... 

191 

Urinometer  ... 

193 

Methylene  Inhaler  (Junker's)  ... 

13 

Metrotomes 

109 

Meyer's  Pessaries... 

116 

Microscope  Lamps 

190 

Microscopes 

190 

Middlesex  Chloroform  Inhaler  ... 

13 

Miles's  : — 

Caponising  Instruments 

216 

Ecraseur 

213 

Milk  :— 

Testers   

206 

Tubes... 

205 

Milne  Murray's  Obstetric  Forceps 

121 

Minor  Operation  Cases  and  In- 
struments   15 


Miott's  Otoscope   45 

Miraud's  Hemostatic  Forceps  ...  114 


Mirrors  : — 

Ear   

45 

Throat   

54 

Tooth  

80 

Moc-Main  Trusses         ...  170, 

171 

Moleskin  and  Web  Knee-cap  ... 

164 

Money  Clip  Probangs   

60 

Monnoyer's  Fixing  Forceps 

36 

Monocular  Microscopes  

190 

Moon's  Apparatus  for  Fractured 

Jaw     

144 

Morgan's  Aspirator   

87 
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Morrant     Baker's  Tracheotomy 

I'AUB 

Nitric  Acid 

PAGE 

Oval  :— 

PACE 

Canula  ... 

Bottle  and  Vulcanite  Case  ... 

195 

Bed  Pan   

166 

Morris's  Nephrotomy  Instruments 

90 

Canula,  Atthill's 

110 

Pessaries 

116 

Morton^s  Ophthalmoscope 

38 

Nitrous  Oxide  Apparatus,  Clover's  13, 73 

Ovariotomy  Instruments... 

114 

Moulded  Splints  ... 

152 

Nose  : — 

Oviform  Pessaries 

116 

Moulds   

207 

Artificial 

so 

Ovum  Forceps 

123 

Mouth  : — 

Brush 

49 

Gags                                 56,  58 

Dilators 

49 

Wedges 

S8 

Douches 

48 

P 

\TnvnTilf*  Pnintf*fl  Unrp-lin  Pint; 

61 

Forceps 

49 

Padded  :— 

IVFiifiiQ  r^fi t}if*f"f»r    TTn rri*;nn *c 

^Tl,  UV<lia    V-  tX  1 LCI  )    X  X  tAl  1  loUll  0  ... 

93 

Insufllator 

48 

Crimean  Splints 

148 

iviuu^c  0  xiindici    ...          ...  ... 

Irrigation  Tube 

48 

Cushion,  Galczowski's 

38 

Murphy's  Chloroform  Inhaler 

1 1 

Probes 

SO 

Wood  Splints  for  Tibia 

138 

TVTn  rrn  v*^  f^li  1  nrr»fr» i"tyi  T  nli  0 1 

13 

Saw  

14 

Pads  for 

Muscle  Beaters 

1/3 

Speculums 

49.  SO 

Ears  (outgrowing)  ... 

SO 

160 

Splint   

140 

Flat  Feet   

140 

Sprays 

48,  68 

Paget's  :— 

JN 

Tubes 

48,  70 

Abscess  Knife 

IS.  25 

Nachet's  Ophthalmoscope 
Ncevus  : — 

38 

Nott's  Vagina  Speculums 
Noyes's  : — 

108 

Knife  and  Gum  Lancet 
Knife  and  Scalpel  ... 

25 
25 

Needle   

IS 

25 
206 

Eustachian  Catheter 

4S 

and  Syme's  Knives  ... 

25 

Needle  and  Gum  Lancet    . . . 

Eyelid  Retractor 

39 

Palate  Saw,  Heath's 

14 

Nail  Scissors 

Paley  s    Apparatus    for  reed- 

Napier's: — 
Pessary 

116 

0 

ing  Lunatics 
Palfrey's  : — 

70 

Retention  Catheters ... 

84 

O'Beirn  s  ■— 

Belt  

IS9 

Nares,  Posterior,  Spray  for 

68 

Brass  Enema 

102 

Douche 

124 

Navy  Regulation  Operation  Cases 

6 

Rectum  Tubes 

98, 

lOI 

Potassa  Fusa  Holder 

110 

Neck  Pillow   

166 

Obstetric : — 

Panniers,  Field  ... 

10 

Necrosis  Instruments      ...   14,  16 
Needle  Holders    ...     26,  36,  H2, 

-18 

Bags  

117- 

-119 

Pans,  Bed  ... 

166 

115 
36 

Cases  ... 

117, 

ii8 

Paquelin's  Thermo-Cautery 

186 

Needlepoint  Test  Drum ... 

Forceps 

119- 

-121 

Para-rubber  Bandages 

160 

Needles : — 

O'Dwyer's  Instruments  for  Intuba- 

Parallel Bladed  Clamps  ... 

99 

Acupressure  ... 

27 

tion  of  Larynx  ... 

65 

Parker's  Chloroform  Inhaler 

13 

Aneurism      ...       ...  it 

.  25 

OEsophagus : — 

Parker's  (R.):— 

Aneurism,  and  Director 

24 

Bougies 

63 

Retractor 

66 

Aneurism,  and  Syme's  Knife 

25 

Gauges 

63 

Tracheotomy  Canulas 

65 

Aneurism,  and  Tenaculum  . . . 

25 

Oil  Lamps          ...       ...  42 

.  53,  190 

Partsch's  Insufflator 

Botany 

1 89 

Ointment  : — 

Patella  :— 

Cleft  Palate                        56,  57 

Introducer,  Smith's... 

94 

Cap  

144 

Electrolysis  ... 

181 

Positor,  Barnes's 

110 

Splints 

144 

149 

Exploring    24, 

213 

Tube,  Allingham's  ... 

98 

Patent  :- 

Exploring,  and  Caustic  Case 

24 

Oldham's  :— 

Clinical  Thermometers 

193 

Eye    36 

>  41 

Hook  

123 

Handle,  Cousins's  ... 

14 

Haemorrhoids   

100 

Perforator 

122 

Pessaries 

116 

Hernia 

16 

Oliver's  Urine  Test  Apparatus 

194, 

19s 

Spray,  Franklin's  ... 

68 

Perineum 

112 

Ollier's  Hooks   

14 

Urinometers  ... 

193 

Post-mortem  

202 

One  Minute  Clinical  Thermometer 

193 

Pattens  for  Hip  Splint  ... 

146 

Seton   211, 

214 

Opal  Urine  Test  Glass   . . . 

195 

Pean's : — 

Suture         ...26,27,  36,  216, 

217 

Opaque  Clinical  Thermometer 

193 

Canula  and  Pilots  ... 

65 

Tattooing 

41 

Operation  : — 

Haemostatic  Forceps 

"3. 

114 

Tubular 

112 

Cases  (Capital) 

4 

Peaslee's : — 

Nelaton's : — 

Cases,  Minor... 

15 

Caustic  Tube 

no 

Cyst  Forceps 

113 

Chair  

20, 

IIS 

Metrotome  ... 

109 

Gunshot  Probe   

7 

Instruments,  Minor  ... 

IS 

Pedicle  : — 

Radius  Splint   

148 

Knives 

25 

Chisels,  Spine 

201 

Nephrotomy  Instruments,  Morris's 

90 

Table   

20 

Needle   

I'S 

Neuber's  Drainage  Tube 

28 

Ophthalmoscopes 

38 

Pellier's  Eyelid  Retractor 

39 

Neugebauer's  Vagina  Speculums  . 

108 

Oral  Respirators  ... 

208 

Pelvimeter,  Earle'.s 

122 

Neurotomy  Knife  ... 

211 

Orinasal  Respirators 

208 

Pelvis 

201 

Neville's  Obstetric  Forceps 

121 

Ormsby's  Chloroform  Inhaler 

13 

Pemberton's  Hand  Splint 

147 

Neville's  Leg  and  Thigh  Splints 

136 

Osteotomy  Saw  ... 

14 

P.  and  0.  Operation  Case 

4 

Nicholls's  Ear  Speculum  

4S 

Osteolrites  

18  1 

Penholder,  for  Artificial  Arm  and 

Night  Urinals                         168,  169 

Otis's  Aspirator  ... 

87 ! 

Hand   

129 

Nitrate  of  Silver  Probe  

1 10 

Otoscopes  ... 

45 

Percussion  Thimble 

191 
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Percuteur  for  Massage    173 

Perforated  :  — 

Drainage  Tubes      ...       ...  iiS 

Para-rubber  Bandages        ...  i6o 

Zinc  Splints   14S 

Perforators    17.  122 

Perimeter,  Badal's         ...       ...  39 

Permanent  Solutions,  Hypoder- 
mic, Huggett's   . .  30 

Perrin's  Artificial  Eye,  for  Demon- 
stration   39 

Pessaries   lib,  117 

Pessaries,  Medicated      ...       ...  110 

Pessary  Moulds    207 

Petit's  Scfew  Tourniquet  ...  8 
Pewter  Syringes  ...  94,  102,  126,  213 
Phantomes for  Demonstration  ...  39 
Pharynx  Douche,  James's  ...  60 
Philpots's  :— 

Dry  Inhaler   67 

Insufflator    50,  59 

Phimosis  Instruments    94 

Phrenology  Head   ...  206 

Piercer,  Ear         .         ...        ...  5° 

Pitcher's  Eustachian  Catheter   ...  45 

Pillows  : — 

Air   

Water   

Pins  :— 

Hare-lip 

Safety,  Cousins's 
Pipes  : — 

Rectum 

Vagina 

Pipettes,  Stork's  

Plaited  Silk   

Plaster  of  Paris  Bandages 
Plate  and  Tube  for  Supra-pubic 

Operations 
Plates  for : — 

Flat  Feet   

Hammer  Toes 

Playfair's : — 

Can  Douche  

Probe  ... 
Plessers 
Pleximeters 

Pluggers,  Mallet  

Plugs,  Rectum   

Pocket : — 

Bougie  and  Catheter  Gauge 

Cases    23 

Cases,  Veterinary   

Politzer's : — 
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Ear  Forceps  ... 
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